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Femtosecond laser microsurgery has emerged as a remrkable technique for 
precise ablation of biological systems with minimal d mage to their surrounding tissues. 
The combination of this technique with nonlinear optical imaging provides a means of 
microscopic visualization to guide such surgery in situ. A clinical endoscope capable of 
image-guided femtosecond laser microsurgery will provide physicians a means for 
cellular-level microsurgery with the highest precision.  
This dissertation focuses the development of a miniaturized fiber-coupled probe 
for image-guided microsurgery, towards future realization as a clinical endoscope. The 
first part of the dissertation describes the development of an 18-mm diameter probe. This 
development includes delivery of femtosecond laser pulses with pulse energy in excess of 
1 µJ through air-core photonic bandgap fiber, laser beam scanning by a 
microelectromechanical system scanning mirror, and development of a new image 
reconstruction methodology for extracting increased t mporal information during 
Lissajous beam scanning. During testing, the 18-mm probe compares favorably with the 
state-of-the-art as a microscopic imaging tool and we present the first known 
demonstration of cellular femtosecond laser microsurgery through an optical fiber.  
The second part of the dissertation explores further refinement of the design into a 
streamlined package with 9.6 mm diameter and improved imaging resolution. Study of 
 
 vii  
the optical performance through analytical and computer-aided optical design indicates 
that simple custom lenses can be designed that require only commercial-grade 
manufacturing tolerances while still producing a fully aberration-corrected microsurgical 
endoscope. With the 9.6-mm probe, we demonstrate nonlinear optical imaging, including 
tissue imaging of intrinsic signals from collagen, using average laser powers 2-3× lower 
than the current state-of-the-art. We also demonstrate the use of the 9.6-mm probe in 
conjunction with gold nanoparticles for enhanced imaging and microsurgery through 
plasmonics.  
Finally, in the third part of this dissertation, we d tail bench-top development of a 
new clinical application for combined femtosecond laser microsurgery and nonlinear 
optical imaging: the treatment of scarred vocal folds. We show the utility of femtosecond 
laser microsurgery for creating sub-epithelial voids in vocal fold tissue that can be useful 
for enhancing localization of injectable biomaterial treatments. We demonstrate that a 
single compact fiber laser system can be utilized for both microsurgery and imaging. 
Furthermore, the proposed clinical technique is shown to be achievable with parameters 
(e.g., pulse energy, focused spot size) that were found to be attainable with fiber-coupled 
probes while still achieving ablation speeds practic l for clinical use.  
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Chapter 1: Introduction 
Almost since their inception, lasers have been put to use as versatile biological 
cutting tools. The invention of the laser in 1960 excited biologists and clinicians alike 
with the prospect of a surgical tool capable of creating targeted damage with diffraction-
limited precision [1,2]. Quickly thereafter, a variety of laser surgery applications were 
developed, ranging in scale from sub-cellular dissection of organelles [3-5] and 
chromosomes [6] to bulk tissue ablation of eyes [7], skin [8], and teeth [9]. Over the next 
forty years, the surgical applications of lasers grew and matured, leading to an abundance 
of discoveries in cell biology [10] and clinical applications throughout medicine, where 
acceptance has been particularly strong in ophthalmology [11], dermatology [12], and 
otolaryngology [13]. 
The development of clinical laser techniques has center d on continuous wave 
(cw) and nanosecond or longer pulsed lasers. These conventional laser surgery techniques 
rely predominantly on linear absorption of laser light because the laser intensities are 
generally too low to induce appreciable nonlinear interaction at practical average powers.  
Owing to the linear absorption mechanism, photodamage from these lasers is highly 
wavelength-dependent and thermal in nature [14]. This wavelength dependence can be 
exploited to create a tissue-selective effect. However it can also result in non-
deterministic cutting effects when cutting heterogeneous tissue and can limit efficacy in 
transparent or low-absorbing samples. Similarly, though laser heating has been used to 
great effect clinically for both cauterization of laser incisions and tissue welding [15], the 
diffusion of heat away from the laser focal volume can lead to collateral damage outside 
the focal volume and may lead to scarring in biological tissues.  While both wavelength-
dependence and heating can be mitigated or exploited, th  linear absorption of laser light 
throughout the laser-tissue interaction volume leads to increased damage outside the focal 
volume along the laser path. This lack of axial confinement ultimately limits their 




sources in the early 1980s, biologists and clinicias were given access to new 
predominantly non-thermal regimes of photodamage, which have increased surgical 
precision to the diffraction limit and beyond. 
Thus far, the clinical potential of femtosecond laser microsurgery has barely 
begun to be realized. One of the major technological barriers to the adoption of this 
technology is the current lack of a means to flexibly deliver the laser light to clinical sites 
in or on the patient. The goal of this dissertation is to detail my recent efforts towards 
developing a clinical tool capable of delivering femtosecond laser pulses to medical 
regions of interest for both microsurgery and micros opic visualization of the 
microsurgery site.  
The following chapters will first review the underlying mechanisms behind both 
microsurgery and nonlinear microscopy with femtosecnd laser pulses, as well as their 
clinical applications and current state of development. Next, we will explore the unique 
design considerations and constraints that dictate the options for clinical development 
before discussing the construction and testing of an initial microsurgery and microscopy 
probe. With the insight gained from this first device, we will then cover the in-depth 
design, development, and demonstration of a smaller microsurgery and microscopy probe 
that improves upon the earlier device. Lastly, the dissertation will summarize recent work 
in developing a new clinical application for fiber-delivered femtosecond laser surgery: 




Chapter 2: Background 
Before delving into the detailed development of a femtosecond laser 
microsurgical endoscope, it is helpful to review both the underlying physics and the 
scope of femtosecond laser applications in surgery. This chapter will begin by discussing 
the mechanisms through which femtosecond lasers can create microsurgical effects in 
tissue. This section is followed by a review of thephenomena that can limit the lasers’ 
surgical efficacy and therefore must be avoided or mitigated. Next, I provide a discussion 
of the current scope of clinical and pre-clinical applications of femtosecond laser surgery 
to establish the motivation for creating a clinical femtosecond laser surgical endoscope. 
Lastly, this chapter will cover nonlinear optical imaging, which can provide a means of 
visualization for surgical guidance that also utilizes femtosecond laser pulses. In addition 
to the mechanisms behind the nonlinear optical imagng techniques, this section will 
cover recent efforts to develop nonlinear optical endoscopes for diagnostic imaging. This 
discussion introduces many of the design considerations that will also impact the 
development of a femtosecond laser surgical endoscope. 
2.1: MECHANISMS OF FEMTOSECOND LASER SURGERY 
Surgery with focused femtosecond lasers is triggered by the generation of an 
initial population of free electrons through a combination of multiphoton ionization and 
band-gap (Zener) tunneling [16,17]. These ionization pathways are nonlinearly dependent 
on the local light intensity and thus the region of free electron generation is highly-
localized in three dimensions within the focal volume. The free electrons may then act as 
seed electrons for avalanche ionization, shown in Figure 2.1, wherein an initial free 
electron is accelerated by the incident laser field an  collides with a bound valence 
electron, thus ionizing the bound electron through impact ionization. This doubling 




ionization of the valence electron population. The final density of this exponentially 
growing number of free electrons determines the precise mechanism of damage, which 
can be dominated by photochemical effects, thermoelastic bubble nucleation, or optical 
breakdown. Each of the three mechanisms are summarized in Table 2.1 and will be 
discussed briefly below, while the interested reader can find further details in the work of 
Vogel et al. [17] and Joglekar et al. [16]. 
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Figure 2.1. Illustration of nonlinear ionization pathways in dielectric 
materials with ultrafast laser pulses. Valence electrons can be ionized 
directly through either multiphoton ionization or bandgap tunneling (not 
shown). Further free electrons are generated throug repeated cycles of 
impact ionization. This avalanche ionization leads to the exponential 
growth of free electrons. Figure adapted from [17]. 
Photochemical damage can occur at relatively low irrad ances. Vogel et al. 
theoretically modeled that photochemical effects may begin at peak laser irradiances as 
low as 0.26 TW/cm2 [17], which corresponds to one free electron generated in the focal 
volume of a 1.3 NA objective lens per pulse(1). In the photochemical damage pathway, 
energetic free electrons may either (1) cause damage through disassociation of water 
molecules, leading to the creation of reactive oxygen species (ROS) that can destroy 
cellular components [19], or (2) participate directly in the bond breaking of other cellular 
                                                
(1) Unless otherwise specified, the threshold irradiances provided here assume 100 fs pulses with 800 nm 
center wavelength focused into water by a 1.3 NA lens, in accordance with the model used in Vogel et al
[17]. Peak irradiance damage thresholds in the femtosecond regime have been shown to be only weakly 




components [20]. It is also possible that non-ionizing multiphoton absorption may aid 
photochemical damage in structures such as DNA, where the simultaneous absorption of 
three near-infrared (NIR) photons may be sufficient to cause direct bond breaking due to 
the widely observed single-photon absorption peak for 260 nm [21]. Because creation of 
appreciable photochemical damage requires a large number of relatively low energy 
pulses, high-repetition rate (~100 MHz) femtosecond scillators are required to create 
useful damage in a reasonable amount of time. 
Thermoelastic damage can occur at peak laser irradiances exceeding 
approximately 5.1 TW/cm2. In this regime, thermalization of the free electrons leads to 
rapid, confined heating inside the focal volume. The subsequent thermoelastic stresses 
generated therein lead to the formation of transient nanoscale bubbles [17]. Bubble 
lifetimes near the nucleation threshold are on the order of tens to hundreds of 
nanoseconds. Because the thermalization of the electrons occurs over four orders of 
magnitude faster than the characteristic thermal diffusion time, temperature effects are 
well confined and it is the nucleation and expansio of the nanoscale bubble that is 
responsible for damage in this regime. For femtosecnd laser surgery in this regime, 
amplified laser systems at lower repetition rates are used, both due to the higher pulse 
energies required and the need to prevent accumulative pulse effects from increasing the 
extent of damage.  
Lastly, damage due to optical breakdown can occur when laser irradiances above 
6.5 TW/cm2 are delivered and the critical free electron density of ~1021 cm-3 can be met 
and exceeded. At this point, the plasma at the focal volume becomes highly absorbing 
and the remaining pulse energy acts primarily to increase the plasma energy density. In 
this ablation regime, the rapid ionization of the focal volume is accompanied by 
formation of a cavitation bubble and emission of a shock wave, which may induce 
mechanical damage to the target that extends beyond the focal volume. While optical 
breakdown can also be induced using up to nanosecond pulse durations, seed electrons 




emission. Because femtosecond laser pulses can produce their own seed electrons 
through multiphoton ionization, ablation with femtosecond laser pulses can be conducted 
in the bulk of transparent and minimally-absorbing materials, such as the transparent 
tissues of the eye. 
Each of the aforementioned damage mechanism relies on the same rapid 
generation of free electrons via the nonlinear optical nteraction with matter described 
earlier. As a result of the nonlinear mechanism, femtosecond laser damage has been 
generally shown to exhibit only a weak dependence on wavelength. Specifically, Stuart e
al. found the threshold for fused silica to be approximately 2 J/cm2 (~5 TW/cm2) for a 
1053 nm 400 fs pulse and approximately 1 J/cm2 (~3.3 TW/cm2) for a 526 nm 300 fs 
pulse [22]. Similarly,  Schaffer et al. found only a 10% discrepancy between the ablation 
thresholds of both fused silica and calcium fluoride when studying 110 fs laser pulses at 
both 800 nm and 400 nm wavelength [23]. In biological tissue, Olivé et al. found the 
damage threshold of porcine cornea to lie between 1.5 and 2.2 J/cm2 (~15 and 22 
TW/cm2) for 100fs pulses with wavelengths between 800 nm a d 1450 nm, excepting at 
1150 nm and 1200 nm, which the authors attribute to instability in their laser system at 
these wavelengths [24]. This relatively weak wavelength dependence of the ablation 
threshold not only results in increased consistency when cutting heterogeneous tissues 
but also allows for tuning of the laser wavelength into the near infrared (NIR). This NIR 
wavelength range is often referred to as the “therapeutic window” because the low 
absorption of blood and water at these wavelengths allow for deeper penetration than for 
ultraviolet or visible light. 
Nanosecond-pulsed lasers can also be wavelength tuned to limit their linear 
absorption and, with sufficiently tight focusing and large enough pulse energies, can 
achieve optical breakdown through nonlinear absorption. However, due to the relatively 
low peak intensities of nanosecond pulses compared with femtosecond pulses, nonlinear 
ablation in the nanosecond regime requires several orders of magnitude more energy 




both of which contribute significant collateral tissue damage outside of the focal volume 
[14]. 
2.2: FUNDAMENTAL LIMITATIONS TO PENETRATION DEPTH AND PRE CISION  
The high peak intensities of ultrashort laser pulses enable the nonlinear interaction 
with tissue that permits confined ablation inside bulk tissue. However these high peak 
intensities also introduce unwanted nonlinear effects that can limit the maximum 
penetration depth and precision of ablation. The two critical nonlinear phenomena that 
introduce limitations or constraints are self-focusing and self-phase modulation in the 
presence of group velocity dispersion. These phenoma will be explained in this section, 
with a focus on how they pertain to an endoscopic system and suggestions on how to 
avoid or mitigate these effects through careful selection of laser parameters and focusing 
conditions. 
2.2.1: Self-focusing 
When using femtosecond laser pulses for microsurgery within bulk tissue, the 
primary limitation to the maximum ablation depth and precision is ultimately the 
phenomenon of self-focusing. Self-focusing with femtosecond laser pulses occurs when 
the intense laser pulses create a spatial variation in the refractive index profile via the 
nonlinear index of refraction, n2, and the Kerr effect [25,26]. The Kerr effect arises from 
the third order nonlinear susceptibility and is thus present to some degree in all materials. 
As a result, the index of refraction in a Kerr medium is given by 
 ),(20 trInnn += , (2.1) 
where n is the total index of refraction, 0 is the linear index of refraction, and I(r,t) is the 
irradiance as a function of beam radius, r, and time, t. Representative values for n2 are 
approximately 5.4×10-16 cm2/W for water at 804 nm [27] and 2.0×10-15 m2/W for porcine 
cornea at 1030 nm [28]. Thus for irradiances delivered during femtosecond laser ablation, 




varying, creating the effect of a positive lens. See Figure 2.2 for illustration. For a 
collimated laser beam propagating in a dielectric Kerr medium, the self-focusing effect 
competes with diffraction, with the two phenomena balancing each other when peak 







= , (2.2) 
where Pcr is the critical power for self-focusing and λ is wavelength. Beyond this critical 
power, self-focusing dominates and the pulse begins to collapse and focuses before the 
geometric focus.  
 
Figure 2.2. Illustration of self-focusing of ultrashort laser pulses. a The 
spatial variation of intensity within a laser pulse eads to a modification of 
the effective refractive index. This transient modification creates an 
effective positive lens. b During the temporal evolution of the pulse, the 
varying peak power leads to a varying focal length, thus creating an 
elongated focus or filament. 
For focused pulses the critical power is approximately the same, where the 




temporal evolution of the pulse, self-focusing laser pulses exhibit a “moving focus” [29], 
wherein the low intensity front and tail of the pulse will focus toward the geometric focus 
whilst the high-intensity peak of the pulse will focus earlier. In practical cases, such 
catastrophic self-focusing is often arrested by a combination of factors, such as plasma 
defocusing from generated free electrons, self-phase modulation and subsequent 
dispersion reducing pulse intensity, and reduction of pulse energy due to scattering and 
absorption in turbid media [30]. Nevertheless, self-focusing effects can lead to material 
modification both leading up to and behind the geomtric focus when intense pulses are 
focused inside bulk material [31-34]. 
When focusing inside scattering tissue, increasing laser energy is required to 
reach the damage threshold at the focus as the focus is moved deeper into the tissue, due 
to attenuation following the Beer-Lambert law. Thus as depth is increased, the peak 
power of the incoming laser pulses are exponentially increased until P >> Pcr and 
catastrophic self-focusing shifts the focus significantly shallower than the targeted depth. 
Fortunately, several approaches can be taken to limit the effects of self-focusing in 
surgical applications.  
First, because self-focusing depends only on the peak power of the pulse, 
utilization of a smaller diameter focal spot can help avoid self-focusing while still 
achieving optical breakdown. For Corning 0211 glass, which has a critical power at 800 
nm of approximately 1.5 MW, Schaffer t al. found self-focusing effects to be negligible 
when focusing with numerical apertures (NA) above 0.9 [35]. The critical power in this 
study was very similar to the critical power of 1.2 MW found by Miclea et al. for porcine 
cornea at 1030 nm [28]. It should be noted, however, that while higher NA can help to 
avoid the onset of self-focusing, it can also lead to increased spherical aberrations when 
focusing deep into tissue without use of immersion fluid to match the index of refraction 
of the tissue [36]. Spherical aberration enlarges th  focal volume, particularly in the axial 




Second, for pulse durations below approximately 10 ps, optical breakdown occurs 
without significant free electron recombination during the pulse and the threshold fluence 
becomes only weakly dependent on pulse duration [17,22].  In practice, this weak 
dependence implies that increasingly shorter pulse durations will serve to increase self-
focusing, without a commensurate decrease in ablation threshold. For example, a 100 fs 
pulse(2) with a sech2 temporal profile, a critical power of 1.2 MW is achieved with only 
140 nJ pulse energy, while a 1 ps pulse can contain 1.4 µJ of energy before reach the 
same peak power. Thus pulse durations on the order f hundreds of femtoseconds to 1 
picosecond may be useful to avoid self-focusing effects while preserving damage 
confinement.  
Lastly, pulse-to-pulse incubation effects can provide a reduced damage threshold 
when multiple pulses are delivered during ablation at repetition rates in the kHz regime 
and above. Subsequently, a series of pulses can used to create optical breakdown in bulk 
tissue while keeping the individual pulse peak power ll below the critical power for 
self-focusing.  
To summarize, to maximize the practical ablation depth with ultrashort pulsed 
lasers, it is beneficial to (1) maximize the focusing numerical aperture while (2) utilizing 
pulse durations in the hundreds of femtoseconds or low single picoseconds, and (3) using 
repetition rates in the hundreds of kilohertz where pulse-to-pulse accumulation effects 
can be utilized without introducing heating or significantly increasing procedure time. 
2.2.2: Group velocity dispersion and self-phase modulation 
The key to inducing the desired nonlinear absorption f r ablation lies in 
generating very large peak laser intensities, usually through the temporal confinement of 
light into ultrashort laser pulses. Naturally, the efficiencies of nonlinear interactions 
suffer as pulse durations become longer. Processes that stretch the laser pulse duration, 
                                                




referred to broadly as dispersion, are common during the propagation of ultrashort laser 
light through optical systems and can decrease the efficiency and precision of 
femtosecond laser microsurgery. 
The most significant sources of dispersion in an ultrafast optical system are 
usually forms of group velocity dispersion (GVD). GVD occurs when the velocity of 
light exhibits a dependence on the wavelength of the light, causing the different spectral 
components in a single laser pulse to travel at different speeds. Shorter laser pulses 
necessarily contain greater spectral bandwidth so that, when all spectral components are 
in phase, interference among the spectral components l ads to a short pulse in the time 
domain. This relationship between minimum pulse duration and minimum spectral 
bandwidth is dictated by Fourier transform theory, where the limiting condition is 
referred to as the transform limit and given by 
 ( )( ) BC=∆∆ ντ , (2.3) 
where ∆τ is the FWHM of the pulse duration, ∆ν is the FWHM of the spectral frequency 
bandwidth, and CB is the transform limited time-bandwidth product, which depends on 
the temporal pulse shape. For the sech2 envelope common to passively mode-locked laser 
sources, CB  = 0.315; for Gaussian envelopes common to actively mode-locked sources, 
CB  = 0.441. Thus a 100 fs sech
2 pulse at a center wavelength of 800 nm will have a 
minimum of 9.4 nm FWHM bandwidth. 
The relatively large spectral bandwidth of ultrashort pulses makes them 
susceptible to GVD, which arises primarily from eith r material dispersion or waveguide 
dispersion. In material dispersion, the dependence of an optical material’s refractive 
index on the wavelength of light results in the various wavelengths inside the spectral 
bandwidth traveling at different speeds, and thus elongating the pulse temporally. 
Waveguide dispersion occurs when light propagates through a waveguide with a diameter 
size approaching the wavelength of the light. Under th se conditions, the confinement 




Because k = 2π/λ, this variation in propagation speed with k leads to GVD. Material 
dispersion in most optical materials leads to longer wavelength components traveling 
faster than shorter wavelengths in what is termed “normal” or “positive” dispersion. 
Waveguide dispersion, in contrast, often shifts shorter wavelengths ahead of longer 
wavelengths through “anomalous” or “negative” disper ion. A positively or negatively 
dispersed pulse is said to be “chirped”. 
Importantly, the dominant effects of both material and waveguide dispersion in 
the majority of femtosecond laser systems produce a linear phase shift across the 
spectrum of the pulse, and higher-order phase shifts are usually small. Thus positive and 
negative dispersion of equal magnitude (but opposite sign) can be combined to recover a 
transform limited pulse duration at the point of interest, in the absence of any higher 
order dispersion effects. One can commonly compensat  for dispersion through the use of 
either prism pair or grating pair pulse chirping systems, for example. 
Through the optical Kerr effect, described earlier, the speed of light can also 
depend on the instantaneous pulse intensity for high peak power laser pulses. In this case, 
the change in the local speed of light during the propagation of the pulse can create a 
phase shift across the pulse. Because optical phase is defined as Φ ≡ ωt - kz and k ≡ nω/c, 














ωω . (2.4) 
Heuristically, this means that a rapid change in phase results in a shift to higher and lower 
frequencies. When the temporal envelope of the pulse is a peak function, like the 
common sech2 or Gaussian functions, the second term in the right-hand side of Eq. (2.4) 
leads to a shift to longer wavelengths at the leading edge of the pulse and a shift to 
shorter wavelengths at the trailing edge of the pulse. This phenomenon is referred to as 
self-phase modulation (SPM). Because new spectral bandwidth is being created during 
SPM, the onset of SPM alongside GVD can result in accelerated pulse broadening in 
media with normal dispersion until the peak power is no longer sufficient for SPM. In 




optical fiber where GVD is nearly always present and high peak powers arise due to 
spatial confinement. This nonlinearity of the dispersion makes pre-compensation with a 
pulse chirping system extremely difficult and thus SPM must be avoided in delivering 
high peak power ultrashort laser pulses through normally dispersive media for 
microsurgery. 
Because SPM depends on peak pulse intensity, similar to self-focusing, the means 
for avoiding self-focusing can also be applied to av id the effects of SPM as well. Self-
phase modulation is primarily a concern during beam propagation, however, since it is 
the action of GVD during the propagation of a high-bandwidth pulse that reduces pulse 
intensity. As a result, SPM is most commonly managed by avoiding propagation of 
intense optical pulses in materials with appreciable n2 whenever possible. Alternatively, 
if a pulse will be propagated through a material with a large GVD of known sign (i.e. 
either positive or negative dispersion), then the pulse can be pre-dispersed in the opposite 
manner such that the peak intensity of the pulse is small during propagation to the 
sample, but restored to its original level near the sample. This technique of pulse duration 
management, often termed “pre-chirping”, is covered in more detail in Chapter 4. 
2.3: APPLICATIONS OF FEMTOSECOND LASER SURGERY  
In comparison with nanosecond-pulsed and cw laser ablation of biological tissues, 
numerous early studies of femtosecond laser ablation have found improvements in the 
ablated surface quality and decreased regions of collateral damage [37-40]. These 
qualities, coupled with the ability to create confined damage within bulk tissue, have 
spurred interest in the use of femtosecond lasers as clinical tools for surgery in a variety 
of applications and tissue types. In this section, we will highlight several major areas of 
clinical and pre-clinical development to establish the motivation for developing a flexible 





By far, the most significant clinical development ad acceptance of femtosecond 
laser surgery has occurred in the field of ophthalmology, specifically in the application of 
“blade-free” femtosecond laser-assisted in situ keratomileusis (fs-LASIK). In 
conventional LASIK surgery, a microkeratome is used to cut a thin flap of a thickness of 
several hundred microns or less on the cornea. This flap is then pulled back to expose the 
underlying stroma, at which point an excimer laser i  used to ablate the corneal stroma, 
reshaping it to correct aberrations and improve visual acuity. In fs-LASIK, the 
femtosecond laser is used to create the flap instead of a microkeratome, thereby 
improving uniformity and predictability of flap thickness and reducing the incidence of 
complications [41,42]. A comparison of a fs-LASIK flap and a traditional LASIK flap is 
provided in Figures 2.3a and 2.3b. First clinically demonstrated in 2003 [41] and 
marketed by IntraLase Corp., the fs-LASIK procedure has gained wide-spread acceptance 
with femtosecond lasers being used in 30% of all LASIK procedures by 2006 [43]. 
Recently, several other commercial femtosecond laser systems have been developed for 
ophthalmology [44] and fs-LASIK remains the most widely-accepted clinical adaptation 
of femtosecond laser surgery. This successful translation may be because fs-LASIK (1) 
targets a region of interest that is easily accessible without the need for fiber optic 
delivery, (2) capitalizes on the femtosecond laser’s strength of making precise cuts within 
transparent bulk tissue, which uniquely enables the femtosecond laser to replace the 
microkeratome, (3) provides significant enough improvement in outcome to offset the 
additional cost, and (4) integrates into a pre-existing laser surgery procedure which 
avoids major changes in the way the surgical tool interfaces with the patient or with the 
physician, speeding development and acceptance.  
In addition to the success of fs-LASIK, and in large part because of this success, a 
number of other ophthalmological applications for femtosecond lasers are currently being 




transplantation) has undergone rapid development and entered clinical practice [45]. In 
keratoplasty, either a partial thickness (anterior or posterior lamellar keratoplasty) or the 
entire thickness (penetrating keratoplasty) is removed from the patient’s cornea and 
replaced by tissue from a donor eye. For this procedure, femtosecond lasers have been 
demonstrated to cut the tissue in both donor and recipient eyes in ex-vivo animal and 
human studies since 2003 [46], in in-vivo animal studies since 2006 [47], and in-vivo in 
human patients since 2007 [48]. Compared to a conventional blade, femtosecond lasers 
offer the advantages of high-reproducibility of cut dimensions and the ability to more 
easily cut increasingly complex shapes [49,50] for increased donor-to-recipient tissue 
surface interaction. Examples are shown in Figures 2.3d and 2.3e. Recent studies 
indicate that femtosecond laser-assisted keratoplasty can result in improved wound 
healing time [51] and reduced astigmatism [48]. Interested readers may find more details 
about the use of femtosecond lasers in specific types of keratoplasty in the review by 
Soong and Malta [52] and the references therein. 
A number of other ophthalmological applications of femtosecond laser surgery 
are either being developed or are in the early stage  of clinical acceptance. These 
applications include the use of femtosecond lasers to: 
• create intracorneal tunnels for the implantation of PMMA ring segments 
[41,53-56],  
• excise segments of corneal tissue for diagnostic corneal biopsy [57,58] 
• produce arcuate cuts inside the cornea to correct astigmatism [59] 
• cut planes inside the eye to increase deformability for treatment of 
presbyopia (Figure 2.3c) [60-63] 
• create pockets for intracorneal implantation of keratoprosthesis [64] 
• cut the capsule to provide access to the lens (capsulotomy) and segment 





Figure 2.3. Representative images of ophthalmic femtosecond laser 
microsurgery applications.  Optical coherence tomography images of 
LASIK flaps created with, a, the IntraLase femtosecond laser and, b, a 
conventional keratome [42]. The flap is the superficial layer on the cross-
section shown. Note that the IntraLase flap is thinner with better 
uniformity of thickness. c Light microscopy image of the spoked-wheel 
pattern cut in the bulk of the lens to produce “gliding planes” in the 
proposed presbyopia treatment [61]. d Light microscopy image of a donor 
cornea seated in the eye with a “zig-zag” interface cr ated by a 
femtosecond laser [50]. e Histological section of a posterior lamellar graft 
cut in a porcine cornea [46]. Note that in the applications shown in c-e, 
the femtosecond laser has enabled complex and/or sub-surface ablations 
not practical with conventional methods. 
In these applications, with the exceptions of the proposed presbyopia treatment 




cutting tools, thereby increasing precision and repeatability while reducing the frequency 
of complications. 
2.3.2: Soft tissue ablation outside of ophthalmology 
In addition to ophthalmological applications, femtosecond laser microsurgery 
techniques have been investigated in other soft tissue . In skin, early bench-top studies 
have indicated that femtosecond lasers can ablate dermal tissue without any observable 
collateral damage to surrounding tissue [66,67]. Frede ickson et al. investigated surface 
ablation of excised rat dermis and found that thermal damage effects were avoided when 
using fewer pulses delivered to the focal spot and e ergies close to the ablation threshold 
[66]. Conversely, delivery of 35 pulses at 10 Hz repetition rate and pulse energy over ten 
times the threshold energy led to thermal damage ext nding 30 µm in this case [66]. The 
authors propose that this small amount of thermal damage could be intentionally induced 
to provide hemostasis for in vivo ablation of the dermis, though superficial ablation with 
thermal collateral damage of this scale is also achievable with less expensive 
conventional laser sources.  
Though dermal tissues are highly scattering compared to the tissues of the eye, 
several studies have also demonstrated confined sub-surface femtosecond laser ablation 
in the epithelium and dermis without causing damage to the superficial cellular structure 
[34,67,68]. Specifically, Tse t al. succeeding in ablating porcine skin up to 1 mm below 
the tissue surface as verified by acoustic wavefield measurements [34]. The conditions 
used in this study resulted in significant self-focusing effects, however, greatly degrading 
the axial confinement of the laser damage as evidenced by bubble formation detected 
above and below the focal plane. Further study is warranted to explore the optimum 
conditions for maximum ablation depth in the absence of self-focusing. 
Aside from these initial bench-top investigations, there has been limited 
development of dermatological applications for femtosecond laser ablation, despite the 




results. Though intended for use with excised tissue, recent studies by Huang and Guo 
demonstrated the successful use of ablation with femtosecond laser pulses to separate 
layers of excised dermis for use in skin grafts [69,70]. This laser surgery method 
demonstrated improved precision over manual layer separation which reduced tissue 
waste and allowed many layers to be separated from a single strip of donor dermal tissue. 
In addition to dermal tissue, several studies investigated clinical application of 
femtosecond neurosurgery in the late 1990s [39,71], culminating in the design of a 
hollow stereotactic probe for delivery of femtosecond laser pulses into the human brain 
[72,73]. The probe utilizes concentric hollow tubes to deliver the laser light and steer the 
focused beam through a cylindrical focal plane around the probe. It is unclear if 
development of the probe ever progressed to clinica trials. Several applications within 
neurosurgery have been suggested, such as ablation in the third ventricle to relieve 
hydrocephalus, partial ablation of the thalamus to relieve tremors associated with 
Parkinson’s disease, or the resection of small tumors [39]. More recently, the Schaffer 
group at Cornell University has demonstrated the us of femtosecond laser ablation to 
delay and attenuate seizure propagation in mouse models f focal epilepsy [74]. Despite 
the early interest and development, femtosecond laser blation of neural tissues is still in 
infancy. With increasing availability of femtosecond laser systems and further 
development of femtosecond laser microsurgical tools, new applications may develop as 
neurosurgeons gain wider access to this technology. 
2.3.3: Hard tissue ablation 
In addition to ablation of soft tissues, femtosecond lasers have found numerous 
applications in ablation of bone and teeth as well. Dental applications of laser ablation 
have been widely pursued and a number of  techniques have achieved a limited degree of 
clinical acceptance [75].  The driving force behind the development of non-contact laser 
dental tools has been the desire to avoid the pain and patient discomfort associated with 




material-selective ablation by exploiting differencs in absorption spectra, thereby 
limiting the removal of healthy tissue [76,77]. Initially, development of laser dentistry 
tools was hampered by the heating of dental pulp leading to tooth necrosis [78]. Even 
with the use of Er:YAG lasers, which typically emit a  2.94 µm, which have greatly 
reduced heating for ablation of dentin and enamel [79], the increased procedure time 
required for laser dentistry has limited acceptance [80]. Conventional dental laser systems 
are also unable to provide the quality of surface finish required for some procedures, such 
as the preparation of crown stumps [75]. Lastly, many l sers and conventional diamond 
burr rotary instruments have been shown to produce micro cracks during material 
removal, which can weaken the tooth and increase suceptibility to future dental caries 
[81-83].  
Encouragingly, early studies of femtosecond laser ablation of both dentine and 
enamel have found a greatly reduced thermal load while eliminating the formation of 
micro cracks [40,84-86]. Notably, Rode et al. measured the intrapupal temperature of a 
tooth during 200 s of surface ablation by ~100 fs NIR pulses at 1 kHz repetition rate [85]. 
The authors found that, while the increase in pupal temperatures could exceed the 
damage threshold of 5.5 ºC [78], the use of air cooling at 5 l/min or higher kept pupal 
heating at safe levels. By comparison, Neev t al. found a negligible temperature increase 
below 2.5 ºC at the back of a 1-mm thick dentin slab during ablation with similar pulses 
at 10 Hz [40]. These results suggest that when using repetition rates in the kilohertz 
regime or above, care must still be taken to ensure af  internal temperature levels are not 
exceeded. When paired with a cooling mechanism, repetition rates in the tens to hundreds 
of kilohertz are still desirable to achieve satisfactory procedure times. Using a 45 kHz 
repetition rate, Niemz et al. demonstrated ablation rates comparable to Er:YAG lasers 
and slow-speed mechanical drills [87]. Use of newer fiber laser systems operating at 
hundreds of kilorhertz repetition rate should decrease procedures times even further. 
While the use of femtosecond pulsed lasers for dental ablation can reduce the 




wavelength dependence of femtosecond laser ablation threshold means that much of the 
inherent selectivity between caries (cavities) and healthy dentin is lost. To regain this 
selectivity, Serbin et al. have proposed a means of monitoring the spectra from the 
plasma created during optical breakdown to identify the material being ablated, which 
could be tied into a feedback mechanism to control the aser exposure [88].  
In addition to teeth, femtosecond lasers have been applied to hard tissue ablation 
of bone. The use of lasers in lieu of mechanical too s for bone surgery is attractive 
because of the potential for increased precision and the potential to access surgical sites 
with less invasiveness. Compared with conventional lasers, the lack of hemostasis that 
accompanies femtosecond laser ablation may provide fewer complications in bone 
surgery compared to procedures in more vascularized t ssues.  
Using conventional lasers, laser ablation of bone is predominantly accompanied 
by thermal damage, often evidenced by carbonization, and, in the case of pulsed lasers, 
the generation of significant mechanical stress waves [14]. A delay in the onset of wound 
healing has been noted in conventional laser ablation of bone and attributed to the 
thermal damage zone [89]. In addition, acoustic stres es can lead to localized cracking 
and potentially cause hearing damage in laser surgeries of the middle ear bones [90], an 
area in which laser ablation has great potential due to the high precision and non-contact 
nature of laser tools.  
Early studies of femtosecond laser ablation in bone a d nail tissue showed no 
observable thermal damage or cracking, as shown in Figure 2.4 [40,91]. Furthermore, in a 
detailed examination of extracellular and intracellular enzymatic activity on cultured 
bone tissue after ablation with femtosecond and nanosecond laser pulses, Girard et al. 
observed a dramatic decrease in enzyme denaturation using femtosecond laser pulses 
[92]. Spectroscopic analysis of the surface of pure hydroxyapatite (a major bone 
constituent) also showed no change in chemical composition after near-threshold ablation 
with femtosecond laser pulses [93]. Despite the observed reduction in collateral damage 
effects, however, a slight delay in wound healing has still been observed in mouse skulls 
 
 
ablated with femtosecond lasers 
ear, bench-top studies have found femtosecond lasers to improve ablation surface quality 
for stapedotomy while reducing thermal a
conventional lasers [95-97]. 
Figure 2.4. Scanning electron micrographs of laser ablation in human 
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rate of ablation per pulse achieved by femtosecond lasers in hard tissue to be 
approximately 1 µm/pulse when using near 2 J/cm2 peak fluence at a 10 Hz repetition 
rate [40,91,95], compared to rates of approximately 2 µm/pulse, 7 µm/pulse, and 30 
µm/pulse found in human nail for Ho:YSGG, XeCl, and Er:YAG lasers, at 4 Hz 
repetition rate and peak fluences of approximately 24 J/cm2, 12 J/cm2, and 16 J/cm2, 
respectively [91]. Table 2.3 provides a summary of the comparison of these lasers and 
their measured ablation parameters from Neev t al. [91]. In this study, the authors 
created craters in human nail using irradiation with 100 pulses at varying fluences for 
each laser system. They then reported the ablation rate in µm/pulse as the depth of each 
crater divided by 100 pulses. Similarly, the ablation efficiency in µm/mJ was calculated 
by dividing the ablation rate by the pulse energy in milliJoules. These metrics are 
relevant for laser drilling, as they reflect the accumulated depth that be drilled and how 
much energy is required. 
From this study, the Er:YAG laser (2940 nm wavelength, 250 µs pulse) appears 
the best choice for applications which require high ablation speeds but do not have 
stringent requirements on cracking and morphology. The femtosecond laser pulses from 
the Ti:sapphire system (1053 nm wavelength, 350 fs pul e) achieved the highest ablation 
efficiency, implying that very little energy was wasted as heat or mechanical shock wave. 
However, in Figure 2.4b, the craters created by the XeCl laser (308 nm wavelength, 15 ns 
pulse) appeared to match the quality of the femtosecond laser-created craters while 
providing a seven-fold increase in ablation rate for the parameters investigated.  The 
comparable ablation quality indicates that nanosecond laser pulses in the near-ultraviolet 
(UV) can suffice for precise superficial ablation of hard tissue. Indeed, the excellent 
surface quality during superficial ablation is why excimer lasers similar to the XeCl laser 
remain the tool of choice for reshaping the corneal stroma during LASIK, despite the use 
of femtosecond lasers to create the Bowman’s flap to expose the corneal stroma. 
However, the ablation efficiency of the nanosecond XeCl pulses was found to be an order 




nanosecond XeCl laser ablation is converted into shck waves [98], which can be 
damaging to hearing in otological applications and may make Ti:sapphire lasers a more 
appropriate tool for ablation in the middle ear. 
While the femtosecond laser proved to provide the slowest per pulse ablation rate 
in the study discussed above, the slightly lower per pulse ablation rate of femtosecond 
lasers can be overcome with higher repetition rates nd correspondingly higher average 
powers. Liu and Niemz investigated using femtosecond lasers to cut through femoral 
bone using a pulse repetition rate of 40 kHz [99]. Based on these experiments, the authors 
estimate that a cut through the femur for knee replacement surgery would take 
approximately 20 minutes. While the authors cite this speed as meeting clinical 
expectations, further increases in procedure time can be gained through further increasing 
the pulse repetition rate. For clinical femtosecond laser microsurgery, a repetition rate in 
the hundreds of kilohertz range would be optimal for maximizing ablation speed while 





Table 2.2. Summary of human nail ablation with pulsed lasers from Neev et al. [91]. 
Laser Er:YAG Ho:YSGG XeCl Ti:sapphire 
Wavelength 2940 nm 2080 nm 308 nm 1053 nm 
Pulse Duration 250 µs 250 µs 15 ns 350 fs 
Repetition 
Rate 
4 Hz 4 Hz 4 Hz 10 Hz 
Spot Size 1 mm2 1 mm





































(1) Ablation rate with the Ti:sapphire laser was only studied at 1 J/cm2 and 3 J/cm2 in this 




Very recently, femtosecond lasers have been investigated as a means to treat 
kidney stones via laser lithotripsy of urinary calculi [100]. In this study, Qiu et al. found 
that very high energy (640 µJ) femtosecond pulses focused with 0.40 NA could ablate 
urinary calculi in a bench-top microscope. Compared to nanosecond laser lithotripsy with 
a Ho:YAG laser, the femtosecond laser produced debris that was one to two orders of 
magnitude smaller and greatly reduced the mechanical shock waves generated in the 
calculi. Recently the authors have presented ablation of calculi using a hollow core 
multimode fiber [101]. The fiber has an inner core n the order of 1 mm in diameter and 
can deliver ~200 fs pulses with pulse energies of atleast 700 µJ [102]. While the delivery 
of such high energy pulses can be beneficial for developing flexible endoscopic 
microsurgery applications, the modal quality, disper ion, and attenuation of this fiber are 
all highly sensitive to bending, which may prove difficult to manage in clinical practice. 
The clinical applications discussed in this chapter, both proposed and realized, 
take advantage of an increased precision and/or the ability to create confined effects 
inside bulk tissue. To capitalize on the benefits of increased precision or target structures 
in bulk tissue, the microsurgery must have a means of guidance. The next subsection will 
discuss optical means for guiding and imaging femtosec nd laser microsurgery. 
2.3.4: Laser-based guidance and monitoring 
Full realization of the precision of femtosecond lasers for microsurgery requires a 
means of surgical guidance and/or feedback. To this end, a number of optical guidance 
methods have been proposed and implemented. The primary methods of guidance include 
laser-induced breakdown spectroscopy (LIBS) [88,103], optical coherence tomography 
(OCT) [68,97,104], and nonlinear optical interactions such as second harmonic 
generation (SHG) [105,106] and two-photon excited fluorescence (TPEF) [107].  
Laser-induced breakdown spectroscopy analyzes the spectrum of the plasma 
spark created during ablation to identify the ablated material components. In so doing, 




indicate whether the laser is currently ablating the desired structure. Because LIBS is a 
spectroscopy method, and not an imaging technique, a conventional means of imaging is 
still required for guiding the surgical laser beam. Also, attenuation of the plasma spark 
inside bulk tissue decreases the utility of LIBS for ablation inside turbid tissue structures.  
Optical coherence tomography is an imaging technique that can provide depth-
resolved tissue information with microscopic detail. It relies upon the backscattering of 
laser light for signal generation and thus provides morphological information about the 
sample. Penetration depth of OCT is up to 2 mm in scattering tissue [108], deep enough 
to cover all anticipated femtosecond laser microsurgery applications, and Fourier-domain 
OCT systems are capable of providing real-time imaging during ablation [68].  
Nonlinear optical techniques such as SHG and TPEF can utilize the femtosecond 
microsurgical laser at reduced pulse energies to induce the nonlinear optical phenomena 
of SHG and TPEF, respectively. By scanning the laser beam, images of the surgical site 
can be created with sub-cellular detail. Because both SHG and TPEF signals are material 
dependent, these techniques can provide both molecular and morphological detail, while 
potentially using the same microsurgical laser. Because nonlinear optical imaging 
provides image guidance with spatial resolution equal to the surgical laser and enables 
development of a compact single-laser system, the incorporation of SHG and TPEF into 
femtosecond laser microsurgical systems is an attractive option [109,110]. We will now 
explore the underlying mechanisms and fundamentals of these two nonlinear optical 
imaging techniques. 
2.4: MECHANISMS OF NONLINEAR OPTICAL IMAGING  
Though nonlinear optical imaging can broadly apply to a wide range of 
techniques including third harmonic generation and coherent anti-Stokes Raman 
scattering (CARS), here we limit discussion to SHG and TPEF microscopy, which 
provide stronger signals and can be easily realized with a single laser source. 




ultrashort pulse durations (and therefore peak intensi i s) required for efficient nonlinear 
interactions while operating at fast enough repetition rates to enable practical imaging 
speeds.  
Two-photon excited fluorescence microscopy is a form of laser scanning 
fluorescence microscopy capable of imaging to depths in excess of 1 mm in the absence 
of strong scattering [111,112]. In laser scanning fluorescence microscopy, a focused laser 
spot is scanned in a sample to excite fluorescence and the detected emission is 
reconstructed to create an image of the sample. In conventional systems, a pinhole is 
usually placed in the back image plane in the detection pathway to reject emission light 
generated from outside of the focal volume. This arrangement is referred to as a confocal 
microscope and the use of the pinhole provides depth-sectioning of the sample so that 
clear images can be obtained from inside the sample.  In addition to rejecting out-of-
focus emission, the confocal pinhole also rejects emission light that has scattered while 
exiting the tissue, thus limiting the imaging depth in scattering samples. In TPEF 
microscopy, ultrashort laser pulses are used to excite fluorophores by near-simultaneous 
absorption of two photons, shown in Figure 2.5. Because two-photon absorption uses two 
photons of lower energy to overcome the bandgap in a fluorophore, wavelengths in the 
NIR can be used to excite many commonly used fluorophores. Just as in femtosecond 
laser microsurgery, the use of NIR wavelengths provides TPEF microscopy with depth 
penetration superior to that of single-photon fluorescence techniques. Furthermore, 
because two-photon absorption depends quadratically on the incident light intensity, the 
excitation is three-dimensionally confined to the focal volume where the intensity is 
highest, similar to the confinement of damage in FLMS as illustrated in Figure 2.6. In 
TPEF microscopy, this confinement provides inherent op ical sectioning for high-
resolution three-dimensional (3D) imaging without the use of a pinhole. Because all 
emission light can be assumed to originate from the focal volume, all scattered light can 





   
Figure 2.5. Simplified Jablonski Diagrams for two-photon excited 
fluorescence and second harmonic generation. As opposed to single-
photon excitation, shown in a, the process of two-photon excitation, 
shown in b, utilizes two lower-energy photons to overcome the en rgy 
bandgap. Second harmonic generation, shown in c, is a nonlinear 
scattering process that does not involve an electroni  transition between 
energy states. 
  
Figure 2.6. Comparison of excitation confinement in two-photon 
versus single-photon fluorescence. Single-photon excitation, a, exhibits 
significant out-of-focus excitation which leads to blurring and increased 
photodamage. Out-of-focus excitation is dramatically reduced in two-
photon excitation, b, where the nonlinear dependence on intensity for 
results in a three-dimensionally confined excitation volume. Figure 




In addition, TPEF microscopy systems can also be used to image SHG [113,114]. 
SHG is a degenerate case of sum frequency generation, in which two electromagnetic 
waves interact with a material possessing a second-order nonlinear susceptibility (χ(2)) to 
create a third wave with a frequency equal to the sum of the frequencies of the incoming 
waves. In SHG, signal wave interacts with itself in the presence of the nonlinear material 
to create a new wave at half the original wavelength, shown in Figure 2.5c. This process 
is analogous to the creation of a single fluorescent emission photon from two-photon 
absorption; however SHG is a coherent process, producing a signal that is polarization 
dependent and anisotropically emitted in the forward direction. Nevertheless, the 
backscattered SHG signal can be detected to create im ges of certain biological structures 
such as collagen fibers and other types of connective tissue. A more rigorous discussion 
on the generation and collection of second-harmonic signals from biological sources can 
be found in [115]. Due to the dependence on χ(2), SHG exhibits a quadratic dependence 
on laser intensity similar to TPEF and thus provides similar depth-sectioning capability. 
Images of SHG can provide information about morphology in the extracellular matrix, 
where there are fewer endogenous fluorophores, which makes SHG imaging a good 
complement to TPEF microscopy. In practice, SHG micros opy is often performed 
concurrently with TPEF microscopy and many systems do not distinguish between the 
two signals.  
Both TPEF and SHG microscopy can provide valuable diagnostic information 
when used to image biological tissue, and commercial clinical two-photon microscopes 
have recently become available from JenLab GmbH (Jena, Germany). In addition to 
morphological information, excitation of endogenous fluorophores (autofluorescence) 
can be used to visualize other diagnostic indicators, such as the metabolic rate [116]. 
Specifically, recent studies have found that TPEF and SHG microscopy can be a 
powerful tool for early cancer diagnostics and staging by imaging cellular 




Furthermore, the use of molecularly-specific targeted contrast agents can be used to 
identify a host of known disease indicators for imaging with TPEF microscopy [122,123]. 
The use of contrast agents has also be used to provide additional functional information, 
such as neural activity in the brain [124,125], as well as anatomical information, such as 
vascular pathways [126-128], which enable a wide range of diagnostic applications. 
2.5: DEVELOPMENTS IN NONLINEAR OPTICAL ENDOSCOPY  
Though there exists no previous demonstration of endoscopic development of 
femtosecond laser microsurgery systems, miniaturized and fiber-coupled nonlinear 
optical imaging systems have been developed since 2001 [129]. Initially, the primary 
impetus for development was neurological research [130-135], though recently probes 
have been developed toward clinical examination of diseased tissue as well [136-142]. 
For comparison, Table 2.3 presents a summary of imaging capabilities of various 
miniaturized two-photon microscopy devices found in literature. Table 2.3 also includes 
the two image-guided microsurgery probes presented in this dissertation for ready 
comparison of these probes with the current state of the art. Though using a variety of 
different optical designs, the miniature microscopes in Table 2.3 exhibit similar optical 
resolutions, generally about 1-2 µm laterally and 10-20 µm axially. This resolution 
provides these microscopes with the ability to resolve some sub-cellular detail with basic 
depth-sectioning capability. Collection efficiency is of paramount importance in these 
devices where intrinsic fluorophore signals are weak and fiber-coupling of scattered light 
is often inefficient. Given similar resolutions and frame rates between two devices, the 
power used to image a given sample listed in Table 2.3 can provide a comparison of 





Table 2.3. Summary of imaging capabilities of published miniature fiber-coupled 










 [µm] [µm] [Hz] [mW]  
[129], 2001 NR 140(a) 2 NR  
[131], 2004 3.2 × 20.0 320 NR 30 Pollen 
[132], 2005 1.2 × 9.8 215 2 15-80 Fluorescently-labeled 
blood vessels 
[136], 2006 2.0 × 20.0 220 2.6 10 2.2 µm beads 
[137], 2007 NR × 10.0 140 × 85(a) 0.03(b) 
40 Fluorescently-labeled 
cancer tissue 
1.8 10 µm beads 
[133], 2007 NR 80 × 20 5 30-40 Pollen 
[134], 2008 1.0 × 7.7 200 25 
1 10 µm beads 
25 500 nm beads 
150-200 Fluorescently-labeled rat 
brain tissue 
[138], 2008 1.0 × 14.5 475 1.8 
15 1 µm beads 
30 Fluorescently-labeled rat 
kidney tissue 
[109], 2008 1.6 × 16.4 310 10 
8.2 1 µm beads 
9.0 Pollen 
[139], 2008 0.6 × 4.7 420 0.77 - 
0.013 NR  
[140], 2009 1.6 × 11.4 160 3.3 15 
Fluorescently-labeled pig 
cornea tissue 
55 SHG from rat tail tendon 
[141], 2009 2.0 × NR 200 0.25 13 6 µm beads 
[135], 2009 1.3 × 10.3 295 × 100 15 - 1 27 Labeled mouse 
vasculature 
[143], 2011 1.3 × 9.9 130 × 100 7 
20 SHG from rat tail tendon 
10 1 µm beads 
9.8 Pollen 
NR = Not Reported. (a)Estimated from published images. (b)Estimated from reported 7 
lines/second acquisition rate for 256 × 256 pixel image. Values in grey correspond to image-




Because TPEF and SHG microscopy are laser scanning microscopy techniques, 
any nonlinear optical endoscope must incorporate some form of laser beam scanning, 
either outside of the miniaturized system (proximally) or inside of it (distally). Proximal 
scanning can be achieved by scanning the laser beam onto a coherent fiber bundle, in 
which each fiber acts as a pixel to deliver the scanning pattern coherently to the miniature 
optics. This technique has been widely-demonstrated in confocal endoscopes [144-148]. 
Though proximal scanning through a fiber bundle eliminates the need for a miniaturized 
scanning mechanism and can allow for a relatively large field of view (FOV), the 
resolution is inherently limited by the fiber spacing. Furthermore, for femtosecond laser 
pulses, the single-mode fibers that make up the bundle limit the pulse energy that can be 
delivered before self-phase modulation leads to increased GVD and pulse distortion, as 
previously discussed. Though two-photon endoscopes based upon fiber bundles have 
been demonstrated, their cellular imaging performance has been limited [131]. 
As an alternative, several distal scanning methods have been developed including 
resonant vibration of the laser delivery fiber via a piezoelectric device [129,132,134,136], 
and, more recently, scanning of the laser beam by a microelectromechanical systems 
(MEMS) scanning mirror [133,135,137]. An endoscope design utilizing a rotational 
MEMS micro motor has also been demonstrated recently [149]. This design, common 
among OCT endoscopes, utilizes a small motor to rotate a prism after the objective lens 
to sweep a cylindrical FOV. The use of post-objective scanning in a miniaturized system 
requires a low-NA objective lens, however, which greatly reduces resolution and 
collection efficiency while greatly increasing the laser energy required at the sample.  
While fiber-tip scanning has been implemented since the earliest TPEF probe 
designs, this scanning method can lead to off-axis berrations due to the scanning of 
diverging light through stationary optics. In contrast, MEMS scanning mirrors can be 
used to scan a collimated laser beam, much as a pair of galvanometric scanning mirrors is 
used in a table-top two-photon microscope. As an additional advantage, MEMS scanners 




voltages, or off resonance, where slow scanning speeds and accurate positioning can be 
used for conventional raster scanning. Precise static and off-resonance displacement is 
valuable for FLMS applications, where the microsurgery laser may need to be targeted to 
arbitrary locations within the FOV. One drawback of MEMS scanning mirrors can be the 
low reflectivity of bare silicon, 33% at 760 nm [150]. Though reflectivity can be 
enhanced with metal deposition onto the mirror surface, the use of fiber scanning 
mechanisms in lieu of a scanning mirror will always provide the highest laser energy 
efficiency. 
Aside from miniaturization of a scanning mechanism, efficient collection of 
fluorescent emission is another critical challenge in miniature fiber-coupled TPEF 
devices. For simplicity, some designs collect emitted light through the same fiber used to 
deliver the excitation laser [136,137]. While using a single fiber allows for very compact 
designs, the small NAs and small core sizes make the delivery fibers poor collectors of 
scattered light. This problem is also exacerbated in esigns that use fiber-tip scanning, 
where fast scanning and large deflections will also impair collection of the scattered light. 
Similarly, in MEMS-based systems, losses due to poor mirror reflectivity are incurred 
again on the collection of the emission light. To address this issue, systems have been 
designed which incorporate either dual-core fibers [136,137,151], separate collection 
fibers [132,134], or even miniaturized detectors mounted in the probe [129]. Of these 
solutions, dual-core fibers maintain the most compact design; however the collection-
core sizes are currently limited to approximately 165 µm, which still limits collection 
efficiency compared to large-core multimode collection fibers. The probe-mounted PMT 
used in Helmchen et al. avoids loss of signal due to fiber coupling and transmission 
[129]; however this limits the degree to which the system can be miniaturized, which is 
crucial to many applications. In the following chapter, we will explore the design criteria 
and constraints for miniaturized nonlinear optical microscopes in further detail and 
discuss the unique constraints inherent in designing for delivery of high-energy ultrashort 




Because these nonlinear optical microscopy probes utilize fiber delivery of 
femtosecond laser pulses, the numerous design solutions outlined above can often be 
applied when designing a femtosecond laser microsurgery endoscope. In addition to the 
design considerations present when using low energy pulses for imaging, the use of 
amplified femtosecond laser pulses for microsurgery introduces an additional set of 
design criteria which are required to manage material damage, SPM, and self-focusing 
phenomena. The following chapter will discuss all of the design considerations that play 





Chapter 3: Design Considerations of Femtosecond Pulse Laser 
Endoscopes 
There are several important design criteria for developing a femtosecond laser 
microsurgical endoscope.  First, such a device requi s tight laser focusing at the sample 
to enable optical breakdown at practical laser pulse energies and to maximize the lateral 
and axial imaging resolution. Second, navigation and surgical guidance requires a large 
field of view relative to the features under investiga ion. Third, high scanning speeds are 
desired in clinical applications to mitigate patien motion artifacts and decrease 
microsurgery time. Lastly, efficient light collection is needed to collect weak fluorescent 
signals from intrinsic fluorophores and attenuating issue.  
While the aforementioned criteria are broadly applicable to clinical laser scanning 
microscopy systems, the use of amplified femtosecond laser pulses required for 
microsurgery entails further challenges to ensure that ultrashort pulses of sufficient 
intensity are delivered to the sample. Chief among these challenges is the need to manage 
group velocity dispersion (GVD) while avoiding self-phase modulation (SPM) and 
material damage. This chapter will first address the selection of optical components and 
basic optical layout, followed by an in-depth look at how the optical design dictates the 
imaging and surgery performance through determinatio  of the focused spot size and the 
maximum field of view. 
3.1: SELECTION OF OPTICAL COMPONENTS AND BASIC OPTICAL SY STEM DESIGN 
A nonlinear image-guided femtosecond laser microsurgery endoscope requires at 
least four specific key optical components. First, the system requires a fiber optic to 
deliver the femtosecond laser pulses. Second, a laser beam scanning device is required to 
enable TPEF and SHG microscopy and may also be used to scan the surgery laser. Third, 




successful nonlinear imaging and femtosecond laser blation. Lastly, a flexible means of 
efficiently collecting the emitted TPEF and SHG signal is needed. This section will 
address the selection of each component and discuss their role in determining the 
performance of the system. 
3.1.1: Fiber optic for delivery of ultrashort pulses and collection of emitted light 
Flexibly decoupling the microsurgical endoscope from the optical table requires 
the use of fiber optics for delivery of the laser light and collection of the fluorescent 
emission. Though the original design of Helmchen et al. [129] succeeded in utilizing a 
miniature photomultiplier tube (PMT) to detect fluorescence rather than an optical fiber, 
the current sizes of such devices prevent their use in a clinical endoscopy application.  
As stated in the previous chapter, conventional single-mode fibers present 
difficulties in nonlinear optical imaging due to the onset of SPM complicating dispersion 
management. Specifically, Jung and Schnitzer calculted that SPM becomes significant 
after only 1.3 cm of single-mode fiber when deliverng a 100-fs pulse of just 1 nJ pulse 
energy [130]. Fibers with larger core sizes can be us d, however, in conventional fibers, 
an increase in core size leads to a greater number of transverse modes traveling through 
the fiber. Increased transverse mode content increases the diffraction-limited focused spot 
size of the laser beam and thus degrades resolution while increasing the pulse energy 
required for microsurgery.  
Microstructured fibers have been created which utilize periodic air holes parallel 
to the fiber core to create a photonic crystal structure, altering the propagation dynamics 
of the laser beam. Examples of such fibers are shown in Figure 3.1. One such design 
(Figure 3.1b) allows for single-mode propagation inside an increased core diameter 
(approximately 15-35 µm versus 2-10 µm for a conventional single-mode fiber). Even 
with the increased core size, however, appreciable SPM occurs for pulses just below 10 
nJ after 1 meter of propagation [152]. An alternative to increasing the core size to reduce 




created, shown in Figure 3.1c, that utilize photonic microstructuring to create  photonic 
bandgap. This bandgap confines the laser light to an air-filled hollow core, which can be 
single-mode guiding [153]. 
 
Figure 3.1. Illustrative comparison of single-mode laser delivery 
fibers. a. Conventional single-mode glass optical fiber consists of a glass 
core and cladding which guide light by total internal reflection. b. Large 
mode area photonic crystal fiber uses air holes to create a photonic crystal 
structure, enabling the propagation of a single transverse mode with a 
larger mode field diameter. c. Hollow-core fiber utilizes a photonic 
bandgap to guide light inside a hollow core, usually filled with air. 
Illustrations adapted from Fu and Gu [154]. 
To avoid SPM and enable delivery of high energy (> 100 nJ) amplified 
femtosecond pulses for microsurgery, we have chosen to implement a single-mode air-
core photonic bandgap fiber (PBF) guiding in the range of 750 - 800 nm (Air-6-800, 
NKT Photonics A/S), with a zero-dispersion wavelength near 755 nm.  
Because this specific fiber relies on a photonic bandg p structure to guide the 
light, the spectral bandwidth of guidance is fairly narrow and thus cannot be used for 
collection of visible TPEF or SHG emission light. Therefore a separate dedicated 
collection fiber is required in addition to the laser delivery fiber. While the use of a 
second fiber slightly increases the size and complexity of the miniaturized system, the use 
of a separate collection fiber enables optimization of this fiber for collection of scattered 




efficiency. For this purpose, a large-core plastic optical fiber (NT02-551, Edmund Optics 
Inc.) was chosen as the dedicated collection fiber for its large 2 mm core size, 0.5 
numerical aperture and relatively low attenuation of visible light between 400 nm and 
600 nm.  
3.1.2: Laser beam scanning mechanism 
Nonlinear optical imaging and high-speed microsurgery r quire a means of fast 
laser beam scanning. By selecting an air-core PBF as the laser delivery fiber, we have 
precluded the use of proximal scanning through a coherent fiber bundle and distal 
scanning must be implemented through a miniaturized scanning mechanism. Though, 
hypothetically, a bundle of air-core PBF could be cr ated, scanning of the microsurgery 
laser would likely result in damaging the proximal end of the fiber bundle, destroying the 
coupling efficiency. As previously addressed, the current two best options for distal 
scanning are fiber-tip scanning by piezoelectric actu tors (Figure 3.2a) and beam 
scanning by reflective MEMS scanning mirrors (Figure 3.2b). We also considered other 
options, including rotational scanning by a micromotor and acousto-optic scanning. Post-
objective rotational scanning with a micromotor, as demonstrated by Liu et al. [149], was 
deemed impractical due to the required low NA. Suitably small acousto-optic scanners, if 
they could be fabricated, would be difficult to employ due to the depolarized nature of the 
light exiting the PBF and the spatio-temporal distortions to the pulse that can arise in 






Figure 3.2. Illustration of piezoelectric fiber actuator and MEMS 
micromirror laser beam scanning mechanisms. a. A piezoelectric tube 
can house the fiber to sweep the fiber tip in two directions. Usually the 
motion of each axis is coupled to create a spiral sc nning pattern. b. A 
MEMS micromirror can be used to provide two-axis scanning of a 
reflected laser beam. Illustrations adapted from Flusberg et al. [156]. 
Both fiber-tip actuators and MEMS micromirrors have inherent advantages and 
disadvantages. Piezoelectric fiber-tip actuators posess the advantages of compactness 
and high optical efficiency. Because these devices do not rely upon any reflection, the 
optical path can be entirely parallel to the axis of the device, which helps to reduce 
overall optical system dimensions while also avoiding any reflective losses. These 
devices must be driven on their mechanical resonance, however, which prevents the use 
of raster scanning or off-axis targeting of a microsurgery beam. In fact, nearly all 
applications of piezoelectric fiber scanners in nonlinear microscopy have relied upon 
modulated sinusoidal voltage signals to drive the fib r tip in a circular spiral pattern for 
best actuation. While effective, this scanning pattern requires the measurement and 
compensation of the angular phase lag of the fiber tip to remove twisting artifacts from 
the image during reconstruction [134,136]. Lastly, fiber-tip scanning results in scanning a 
diverging beam of light, which for large deflections can induce off-axis aberrations [156]. 
The alternative is to attach a small collimating lens to the end of the fiber [157], however 
this greatly increases the moving mass, thus slowing the scanning speed and leading to 




MEMS scanning mirrors provide an attractive alternative by easily scanning 
collimated light and offering potential off-resonance actuation. As previously mentioned, 
the drawback of these devices lies primarily in the space required to house and package 
them. Current two-axis micromirror dies are generally between 2 × 2 mm2 to 3.5 × 3.5 
mm2 in size and must be mounted such that light can be refl cted off the mirror surface 
towards the focusing optics. Because of their size, MEMS scanning mirrors can often 
become the limiting factor for overall miniaturization of an endoscope.  
For use in the femtosecond laser microsurgery endoscope, we received two-axis 
gimbaled MEMS scanning micromirrors fabricated from silicon-on-insulator (SOI) by 
the Solgaard Group at Stanford University. The devic s rely upon electrostatic comb 
banks to drive two orthogonal axes of rotation. Their d sign provides the potential for 
off-resonance deflection and static beam steering which may expand the future utility of 
the endoscope. 
3.1.3: Layout of optical system 
We built the remaining optical system around the fiber and MEMS scanning 
mirror we have chosen. Figure 3.3 presents a schematic di gram of the optical system. 
First, a lens collimates the laser light exiting the fiber. For this purpose, we have chosen 
to use a gradient index (GRIN) rod lens. GRIN lenses utilize a radially varying refractive 
index to focus light instead of curved surfaces. As a result, GRIN lenses can be 
manufactured down to very small outer diameters (< 1 mm) with elongated cylindrical 
shapes that ease packaging and alignment. These two virtues are critical for fiber 






Figure 3.3. Schematic of the optical system chosen for the femtosecond 
laser microsurgery endoscope. Amplified and unamplified femtosecond 
laser pulses are delivered through an air-core photonic bandgap fiber 
(PBF). The laser light is then collimated by a GRIN collimating lens (CL) 
before being reflected to the MEMS scanning mirror (MS). The scanning 
mirror scans the laser beam through a relay lens pair (RL), off a silver 
mirror (M) and a dichoric mirror (DM), to the back aperture of a 
miniaturized objective lens (OL). Emitted TPEF or SHG signal from the 
focal plane is then collected by the objective lens a d transmitted by the 
dichroic mirror to the large-core plastic optical collection fiber (CF) to be 
transmitted to a photodetector (not shown). 
The vast majority of previously demonstrated nonlinear optical endoscopes have 
also relied upon GRIN lenses for objective lenses as well, for the reasons mentioned 
above. There are two important disadvantages to GRIN lenses. First, while extremely 
easy to package, GRIN lenses tend to exhibit appreciabl  spherical aberration which 
ultimately limit their resolution to near twice the diffraction limit [156]. Second, the 
gradient index focusing mechanism causes their princi le plane to be set back behind the 
back aperture of the lens, especially at moderate to high numerical apertures. This 
configuration has the consequence of reducing the working distance of GRIN lenses 
relative to traditional spherical or aspherical lens s of similar NA and diameter. Still, 




mm outer diameter, enabling access to many tissues of interest and approaching the 
practical imaging depth of most published nonlinear optical endoscopes.  
Alternatively, a number of manufacturers now offer molded glass aspherical 
lenses with diameters down ~ 2 mm and numerical apertures of 0.6 or higher. For this 
project, both GRIN and aspherical miniature objective lenses were investigated and will 
be discussed in greater detail in subsequent chapters. 
Having chosen to use a separate fiber for the effici nt collection of emitted light, 
the optical system then requires a means for separating the collection light pathway from 
the excitation/microsurgery light pathway and directing the collected light into the 
collection fiber. The most straightforward way to discriminate between the two pathways 
is by wavelength with a dichoric mirror, as the emitted light will be generated at 
approximately half the wavelength of the excitation light and will have ample spectral 
separation. 
Since one of the strengths of nonlinear imaging techniques is the ability to collect 
and use all emitted light regardless of scattering, it is critical that the collection pathway 
be designed to collect as much scattered light as pos ible. The simplest way to achieve 
this with small diameter optics is to use high NA collection optics, in this case a fiber, 
and to place the optics as close to the objective lens as possible. This condition 
necessitates placing the dichroic mirror directly behind the objective lens and allowing 
the dichroic mirror to pass the emitted light to the collection fiber placed directly behind 
it.  
The maximization of the field of view was among the chief design goals 
identified earlier. While achieving this goal, we will need, first, to maintain a useful 
imaging resolution over the full angular scanning range of the MEMS scanning mirrors, 
and, second, to place the dichroic mirror and colletion fiber in close proximity to the 
objective lens for efficient collection of scattered light. This need then requires that the 
MEMS scanning mirror be separated from the objectiv lens by at least the size of the 




generously assume a dichroic mirror of equal size can be fabricated, the path length from 
the scanning mirror surface to the back aperture of the objective lens can be no smaller 
than roughly 4.75 mm. For a common 1.8 mm GRIN lens with a clear aperture of 1.26 
mm (such as the LGI830 from Newport, Inc.), this ditance dictates that optical scanning 
angles must be kept well below 7.5º half angle to av id scanning off the clear aperture of 
the objective lens. Since MEMS scanning mirrors commonly achieve maximum optical 
scanning half angles over 10º, this simple configuration clearly limits our maximum 
achievable field of view. 
To overcome this conflict and maximize both collection and FOV simultaneously, 
while maintaining a uniform resolution across the FOV, we have chosen to employ a 
relay lens system to image the scanning mirror plane to the back aperture of the objective 
lens. Such lenses are common in bench-top laser scanning microscopes, though they have 
frequently been eschewed in miniaturized systems to avoid complicating alignment and 
packaging. Several miniaturized nonlinear imaging microscopes have utilized multi-pitch 
GRIN lenses or GRIN lens assemblies [135,158]. In GRIN rod lenses, an infinitely long 
lens would guide light in a sinusoidal fashion such that the light periodically focused and 
collimated within the lens. The number of periods of the sinusoid that light will 
experience in the GRIN lens is referred to as the “pitch”. Thus a single-pitch or higher 
GRIN lens will have at least one focus inside of the lens. Such internal foci must be 
avoided in a microsurgery probe to avoid nonlinear ffects such as SPM and self-
focusing near the focus and to prevent damage to the lens. Indeed, König et al. observed 
luminescence originating from the interior of a 0.97-pitch GRIN lens when delivering 
femtosecond laser pulses at 0.12 J/cm2 per pulse, which they attributed to material 
damage [159]. To avoid such damage and unwanted nonlinear effects, any intermediary 
focus in the optical system must be located in air, where the breakdown threshold is high 
and the n2 is low. To achieve this, we have chosen to use a simple two lens relay system 
using two positive lenses separated by their combined focal lengths. This arrangement 




scanning mirrors is often smaller than the back apertur  size of miniaturized objective 
lens candidates by roughly a factor of 2. The possibility of beam expansion allows for 
increasing the beam diameter after the scanning mirror to utilize more of the objective 
lens aperture and thus increase resolution. The choice f expansion ratio ultimately 
dictates the trade-off between resolution and field of view in such a system. The design 
aspects controlling this optimization are discussed in the following section. 
3.2: OPTICAL DESIGN FOR MINIATURE LASER SCANNING MICROSCO PES 
In laser scanning imaging systems, arguably two of the most important indicators 
of optical performance are the field of view (FOV) and the lateral resolution, δxy. These 
two parameters can be combined to compare imaging systems on a normalized basis 






≡N . (3.1) 
For basic projection systems consisting simply of a laser beam deflected optically by 







≡projN , (3.2) 
where θ is the total optical scan angle from the scanning device and ∂θ is the full angle 
angular beam divergence. All angles are expressed in radians. Assuming an overfilled 









where λ is the illumination wavelength and D is the aperture diameter of the scanning 
device(3). Thus we see for simple projection systems, the number of resolvable spots is 





N proj ≅ . (3.4) 
Equation (3.4) illustrates that the factors dictating the maximum number of 
resolvable spots is determined by the scanning device and the wavelength of the 
illumination. This result can be applied broadly to a wide range of laser scanning optical 
systems because the product θD is the optical (Lagrange) invariant of the system [161]. 
As such, θD is a constant of the optical system unaffected by the addition of any static 
refractive or reflective optical elements to the beam path. Thus: (1) given the assumption 
that the scanning device is over-filled, and (2) in the absence of any diffraction or 
aberration from any additional optical elements, the number of resolvable spots in any 
laser scanning system is dictated by the performance of the beam scanner and the 
wavelength of illumination.  
Approaching this concept in another way, remember that the limiting aperture of 
an optical system constitutes the aperture stop and is the only element that contributes 
diffraction effects to the propagation of the beam [162]. Thus for an assumption of an 
over-filled scanning device, the scanning device can be assumed to be the limiting 
aperture. Therefore the device determines the optical invariant for the rest of the optical 
system. 
Equation (3.4) provides accurate characterization of simple laser projection 
systems and can be useful in comparing scanning devices. For real laser scanning 
                                                
(3) Occasionally, Equation 3.3 is multiplied by a factor of 1.22, corresponding to diffraction from a circular 





microscopy systems, however, the assumptions that the scanner is the dominating source 
of diffraction and that the scanner is completely overfilled are often incorrect. Equation 
(3.4) has been applied to report the maximum number of resolvable spots in several 
published miniaturized laser scanning microscope systems [141,163,164] and is useful in 
comparing the scanning devices used in each case, however analysis of the performance 
of these systems clearly shows that the equation is not intended to properly model the 
systems in question. Thus, to properly model the imaging conditions of the femtosecond 
laser microsurgery endoscope and guide the design process, it is necessary to derive the 
number of resolvable spots for the optical system of the endoscope. 
In bench-top systems, commonly used galvanometric scanning mirrors can 
achieve many thousands of resolvable spots, and thus the mirrors are often underfilled, 
while the beam is expanded significantly to overfill the back aperture of the objective 
lens. Overfilling the back aperture of the objective sacrifices achieving the maximum N 
in favor of maximizing imaging resolution. For the f mtosecond laser microsurgery 
probe, the choice is less clear and there exist two different generalized scenarios to 
consider. Namely, one in which the MEMS scanning mirror provides the limiting 
aperture of the system and another in which the limiting aperture belongs to the objective 
lens. These scenarios presume that the relay lenses are of large enough diameter that 
neither of them constitutes the limiting aperture. The assumption is reasonable as the 
relay lens apertures must be designed to be sufficiently large to permit scanning of the 
beam. The generalized case can be derived, which applies whether the scanner or the 












by using the paraxial and thin lens approximations, where f is the focal length of the 
objective lens and θobj and θmirror are the full scan angles at the back aperture of the 
objective lens and at the MEMS mirror, respectively, in radians. Here, M is the effective 
magnification of the relay lens pair. The two-photon microscopy resolution (full width at 









where 2  factor accounts for the difference in FWHM of the intensity-squared 
distribution from that of the intensity distribution and K1 is a correction factor accounting 
for the diffraction experienced by a Gaussian laser beam [165].  The K1 parameter is 













 for aperturebeam DD  > 0.4. (3.8) 
Here, Dbeam is the 1/e
2 diameter of the beam waist at the limiting aperture, Daperture is the 
diameter of the limiting aperture [165], and we defin  the limiting aperture as the 
aperture stop of the system, or the aperture that provides the largest truncation ratio. The 




Again using the paraxial approximation, we can rewrite the focusing numerical 
















depending on whether the objective lens or the MEMS mirror is the limiting aperture, 
respectively. Equation (3.9) has the added assumption that the lens is focusing in air, and 
can be multiplied by the index of refraction of the immersion fluid if one is used. When 
the mirror constitutes the limiting aperture of theoptical system, the aperture that dictates 
the NA of the optical system is given by the projection of the MEMS mirror aperture at 
the objective lens.  
In the case of under-filled apertures where the truncation ratio is less than 0.5, the 
laser beam diameter defines the resolution of the system. By substituting Eqs. (3.7) and 




















where objectivebeamD and 
mirror
beamD are the beam size on the objective and mirror, respectively. By 
substituting Eqs. (3.5) and (3.10) into Eq. (3.1), we find that the number of resolvable 










Here Eq. (3.13) is generalized such that Dbeam and θ correspond to either the values at the 
objective lens or the scanning mirror. From Eq. (3.13), we see that the scanning device 




the case of under-filling, however, the beam waist t he scanning device replaces the 
scanner diameter.  
In the case of greater truncation ratios (Dbeam/ Daperture > 0.4), the derivation of 
maximum number of resolvable spots achievable follows the same steps but does not 
reduce to a compact form due to the nonlinear nature of Eq. (3.8).  
Finally, for the limiting case of uniform aperture illumination (Dbeam/ Daperture → 










where Daperture and θ correspond to either the values at the objective lens or the scanning 
mirror depending which one is the limiting aperture. Note that Eq. (3.14) is very nearly 
the relationship for a simple projection system multiplied by the 2  factor for two-
photon excitation. Because inherent in Eq. (3.13) is the requirement that the Gaussian 
beam be no larger than half the diameter of the aperture at the aperture stop, Eq. (3.14) 
shows that uniformly filling the aperture can increas  N at least 45% compared with 
under-filling. In practice, however, the over-filling of the limiting aperture to achieve a 
uniform illumination with a Gaussian beam results in s gnificant energy loss from the 
laser beam and a compromise must be made. 
It is useful to note that the diffraction-limited axi l resolution can also be 





























 for aperturebeam DD > 0.4. (3.17) 
From these equations, we see that the axial resolution is much more sensitive to the 
degree of truncation on the scanning device. As with the lateral resolution, these 
equations also hold if the objective lens is the limiting aperture, where the truncation ratio 
at the scanner is replaced with the truncation ratio t the objective lens. 
From the discussion above, it is clear that when designing a laser scanning 
microscopy system, the scanning device determines th  upper bound on the number of 
resolvable spots achievable in the system. Once this parameter is fixed by the size of the 
beam on the scanning device, the remaining optics can be chosen with the goals of (1) 
selecting the desired combination of FOV and resolution, as dictated by N, and (2) 
avoiding the introduction of aberrations, which would degrade N.  
When a relay lens pair is used to provide magnificat on between the scanning 
device and the objective lens, these basic design constraints allow significant freedom in 
the choice of an objective lens. In the case of the femtosecond laser microsurgery probe, 
the desired objective lens will have: high NA and large clear aperture for maximum 
collection efficiency, small total diameter for miniaturization, and a working distance 




Chapter 4: Development of an 18-mm Diameter Image-Guided 
Microsurgery Probe 
As a first step towards development of a clinical femtosecond laser microsurgical 
endoscope, we set out to develop a preliminary device to act as the proof of concept. The 
goals of this first device were (1) to test the criti al components, such as the air-core fiber 
and MEMS scanning mirrors, as part of a miniaturized optical system; (2) to demonstrate 
femtosecond laser microsurgery for the first time through a fiber-coupled micro optical 
system, and (3) to experimentally investigate the factors limiting both microsurgery and 
imaging performance. This chapter will summarize th independent characterizations of 
the air-core fiber and MEMS mirror, followed by a summary of the fully packaged 
system and a detailed description of the Lissajous image reconstruction algorithm 
developed for nonlinear imaging. The chapter will con lude with a characterization of the 
performance of both the individual optical components and combined system, and lastly 
successful demonstration of the cellular imaging and microsurgery capabilities of the 
completed device. 
4.1: COMPONENT CHARACTERIZATION  
4.1.1: Characterization of air-core photonic bandgap fiber 
As previously noted, the nonlinear absorption mechanisms at the heart of both 
femtosecond laser microsurgery and nonlinear optical im ging are sensitive to pulse 
duration. The air-core PBF propagates the laser light through air and thus introduces 
extremely low material dispersion. However, waveguide dispersion is still present and 
can introduce significant anomalous dispersion to the pulse. As a result, laser pulses far 
from the minimally dispersive wavelengths of the fiber can have their pulse duration 




meter of PBF.  We therefore characterized the key features of the fiber and specifically 
measured the pulse duration, collimated beam profile, and wavelength spectrum of pulses 
with various center wavelengths after propagating through one meter of fiber. 
In our experiments throughout this chapter, we used laser light from either a 
Ti:sapphire oscillator or a chirped pulse amplifier (CPA). The Ti:sapphire oscillator (Mai 
Tai, Spectra Physics) is a wavelength tunable source delivering pulses near 100 fs at a 
repetition rate of 80 MHz and 1 Watt average power. Its high repetition rate and 
wavelength tunability make this laser well-suited for nonlinear imaging. Microsurgery in 
the high-density plasma regimes requires amplified laser pulses to initiate optical 
breakdown. For this purpose, we utilize pulses from the CPA (Spitfire, Spectra Physics). 
The CPA system also delivers pulses near 100 fs and 1 Watt average power, but at a 
much lower repetition rate of 1 kHz providing pulses as large as 1 mJ in energy. The 
wavelength of the CPA has a narrow tuning range and is therefore kept at a nominal 
center wavelength of 780 nm. 
The air-core PBF chosen for our femtosecond laser microsurgery endoscope has a 
good transmission range from 750 nm to 800 nm, which covers the wavelength of the 
CPA and determines the range of wavelengths that can be used for imaging from the 
Ti:sapphire oscillator. The fiber exhibits a near-ze o-dispersion wavelength near 755 nm, 
above which the fiber is increasingly anomalously dispersive. The fiber is single-mode 
guiding with a core size of 6 µm. We created a scanning electron micrograph of the tip of 





Figure 4.1. Scanning electron micrograph of the air-core photonic 
bandgap fiber. The fiber consists of a 125 µm-diameter silica cladding 
with a periodic air-hole microstructure creating a photonic crystal in the 
center. A larger central air hole in the crystal with 6 µm diameter acts as a 
single-mode waveguide. A high magnification view in the inset shows 
detail of the microstructure. Scale bars are 15 µm and 3 µm (inset).  
Using a flipping mirror we could select and direct ei her laser beam to a 10× 
objective lens with 0.25 NA for coupling into the fiber. By under-filling the coupling 
lens, we matched its effective numerical aperture to the 0.17 NA of the fiber to maximize 
the coupling efficiency. At the fiber exit, the laser light was collimated using a 0.23-pitch 
GRIN lens with 1.8 mm diameter (LGI830-1, Newport, Inc.). This lens is similar to the 
small diameter GRIN lenses suitable for use in a fully miniaturized endoscopy system.  
Using this fiber coupling arrangement, we first measured the overall transmission 
efficiency for two different lengths of fibers; 0.72 m and 5.92 m. The large difference in 
fiber lengths was chosen to isolate the effects of coupling efficiency and attenuation. 
Table 4.1 summarizes their transmission efficiencies for laser pulses from the Ti:sapphire 
oscillator at 755 nm and 780 nm, as well as from the CPA at 780 nm. The overall 
transmission efficiency, T, is a function of the coupling efficiency, ηc, the attenuation 
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and α is in units of dB/m. The parameters ηc and α can be found using the transmission 
measurements in Table 4.1 and solving Eq. (4.1) simultaneously for the two lengths at 
each wavelength. This procedure yields a measured attenu tion coefficient of 
approximately 0.3 dB/m and a coupling efficiency between 64% and 69%. The error 
estimated from propagation of measurement uncertainty is approximately ± 0.08 dB/m on 
α and ± 3.5 % on ηc. The fiber manufacturer specifies the attenuation c efficient as “< 0.4 
dB/m” for the wavelength range measured, in good agreement with the measured values. 
These measurements also illustrate that the both laser systems can be coupled into and 
out of the PBF equally well with this arrangement. 
Table 4.1. Fiber coupling and attenuation measurements. 























0.30 64 5.92 43 
 
To measure pulse dispersion, we built a homemade interferometric autocorrelator 
similar to Ranka et al. [166] utilizing a GaAsP photodiode as a nonlinear signal 
transducer to measure the pulse durations before and after propagation through one meter 
of PBF. Autocorrelation measurements were taken directly from the collimated beam 
emerging from the collimating GRIN lens. Representative autocorrelation traces are 
shown in Figures. 4.2 and 4.3, while Figure 4.4 summarizes pulse duration measurements 




fiber was found to exhibit a minimum amount of dispersion at a center wavelength of 753 
nm, where a 120 fs input pulse resulted in a 150 fs output pulse after one meter of fiber 
propagation. At a center wavelength of 780 nm, a 140 fs input pulse was found to have 
been stretched by over a factor of 20× to 3.2 ps.  
 
Figure 4.2. Autocorrelation traces near the zero dispersion 
wavelength of the PBF. a An interferometric autocorrelation trace (grey) 
and the running average (red) for a 753 nm wavelength pulse of 120 fs 
duration FWHM, prior to propagating through the PBF. b The 
corresponding trace for a 753 nm pulse after propagatin  through 1 meter 
of PBF,  in which the pulse duration remains relatively short at 150 fs. The 





Figure 4.3. Autocorrelation traces before and after the PBF at 780 
nm. a An interferometric autocorrelation trace (grey) and the running 
average (red) of a 780 nm wavelength pulse of 140 fs duration, prior to 
propagating through the PBF. b The corresponding trace for a 780 nm 
pulse after propagating through 1 meter of PBF. Here the pulse duration 
has stretched considerably due to group velocity dispersion, to a length of 
3.2 ps. Note change in scale between a and b. The Ti:sapphire oscillator 
was used to produce the laser for both traces. The small side-lobes in a are 
low energy features in the pulse shape that arose fr m the laser oscillator 





Figure 4.4. Summary of autocorrelation measurements before and 
after propagation through one meter of PBF using pulses from the 
Ti:sapphire oscillator. The blue data points represent the measured pulse 
duration before propagation through the fiber, while the red data points 
indicate the measured pulse duration after the fiber. The fiber exhibits 
minimal dispersion near a center wavelength of 753 nm. Above 753 nm, 
the fiber is anomalously dispersive with dispersion i creasing 
monotonically up to 780 nm, the highest wavelength tested.  
All autocorrelation measurements were made assuming a sech2 pulse shape and 
using the corresponding deconvolution factor of 1.54. For clarity in analyzing heavily 
chirped pulses (see, for example, Figure 4.3b), the fringe-averaged trace is calculated 
using a running average. Averaging yields a close approximation of the amplitude trace 
by removing the effects of interference. Estimated measurement uncertainty is ± 10 fs. 
The manufacturer specifications for this fiber list a zero dispersion wavelength 
near 755 nm and report dispersion increasing with wavelength to a dispersion coefficient, 
Dλ, of approximately 390 ps/km/nm at 780nm. The disper ion coefficient can be 













where λ is the center wavelength of the laser, c is the speed of light, and L is the length of 
fiber. For one meter of the air-core fiber at a center wavelength of 780 nm, the predicted 





















τ BoutB CC , (4.3) 
where τout is the pulse duration measured after the fiber, while ∆ν and CB are the 
frequency spectrum of the pulse and the transform-limited time-bandwidth product 
introduced in Chapter 2. For the measured output pulse duration of 3.2 ps, Eq. (4.3) 
yields a measured GDD of 129,000 fs2. This measured value agrees quite well with the 
predicted value of 126,000 fs2. 
For nonlinear optical imaging, we generate femtosecnd pulses from our 
wavelength-tunable oscillator, and thus the center wavelength can be tuned at or near the 
minimum dispersion wavelength of 753 nm to minimize dispersion of imaging pulses. 
However, with the CPA operating at a fixed wavelength of 780 nm, the microsurgery 
pulses clearly require dispersion pre-compensation to restore a femtosecond-regime pulse 
duration at the sample. This pre-compensation was achieved by modifying the 
compression stage of the CPA such that a suitable amount of positive dispersion was left 
in the pulse exiting the amplifier. 
The best pre-compensation was achieved when delivering a 3.8 ps positively-
chirped pulse into the fiber, which resulted in a 180 fs pulse after one meter of 
propagation. An autocorrelation of a pre-compensated pulse from the CPA after 
propagating through one meter of PBF is provided in Figure 4.5. Pre-compensating the 
pulse duration by stretching the input pulse also provides the added benefit of lowering 
the peak intensity being focused on the fiber tip during coupling of the light into the fiber. 
We found laser damage to the fiber tip during coupling to be the condition limiting the 




from 140 fs to 3.8 ps increased the maximum energy we could deliver through the fiber 
from 400 nJ to 1.3 µJ without damaging the fiber tip. 
 
Figure 4.5. Autocorrelation trace at 780 nm after pre-compensation 
and propagation through one meter of PBF. Interferometric 
autocorrelation trace (grey) and the running averag (red) of a pulse from 
the chirped pulse amplifier where the compression stage of the amplifier 
was adjusted to precompensate for the fiber dispersion, resulting in a 
recompressed pulse of 180 fs duration. Low energy side-lobes are present, 
likely due to the presence of higher-order dispersiv  effects in the fiber 
which were not compensated for in our arrangement. 
In addition to dispersion characterization, we also characterized the beam profile 
to ensure the output laser beam was single mode. We also monitored the laser spectrum 
to ensure the laser beam exhibited no spectral broadening from self-phase modulation. 
For these measurements, we used a combination of a beam profiling camera (UP-680-
12B, UNIQ) and software (LBA-PC, Spiricon) along with a spectrum analyzer 
(USB2000, Ocean Optics). Pulses from the Ti:Sapphire oscillator at 760 nm and 780 nm 
center wavelengths were delivered through one meter of PBF and collimated by a 0.23-
pitch GRIN lens with 1.8 mm outer diameter. Beam profiling found the 1/e2 collimated 




At 780 nm, these values were measured to be 0.44 mm and 1.31 mrad. The expected 




θ = , (4.4) 
where θ here is the far field divergence half angle, λ is the center wavelength of the 
propagating laser light, and w0 is the minimum beam radius. For the measured beam 
waists indicated above, the theoretical far field divergence angles for collimated Gaussian 
beams are 1.32 mrad at 760 nm and 1.12 mrad at 780 nm. The good agreement between 
the experimental and theoretical beam divergence angles indicate that the fiber-delivered 
beam is well collimated and predominantly in the TEM00 mode.  
While monitoring the beam profile, we also adjusted he stability of the beam 
profile to transient motion of the fiber and to moderate bending. While holding the two 
ends of the fiber fixed, the beam profile showed no noticeable variations when perturbing 
the middle of the fiber with rapid movements or intoducing bends as small as 5 inches in 
radius. Smaller bend radii were not tested. This insensitivity to bending makes this fiber 
an attractive candidate for clinical use, where theclinician will desire consistent 
performance despite the positioning of the probe. Furthermore, no spectral broadening 
was observed using the spectrometer for exiting pulse energies up to the maximum pulse 
energy of 1.3 µJ used in our experiments. 
4.1.2: MEMS scanning mirror characterization 
The MEMS device implemented in our first probe has a bare Si mirror measuring 
500 × 500 µm2 and was provided by our collaborators at the Solgaard group at Stanford 
University [167].  The device, illustrated in Figure 4.6, operates using banks of vertical 
interdigitated combs, which are driven outward by electrostatic forces.  These forces 
create torsion along the mirror support beam and twist the mirror about this axis.  The 
mirror is fabricated with both an inner and an outer axis oriented in a gimbaled fashion so 





Figure 4.6. Detail images of the MEMS scanning mirror. a Illustration 
of the MEMS mirror architecture. The device utilizes a gimbaled support 
of a central mirror surface. Interdigitated comb banks are actuated through 
electrostatic forces to drive the mirror rotation. The driving electrodes and 
rotational torsion springs are labeled. b An SEM micrograph of a  MEMS 
device of this design. The insets show detail of the vertical comb 
structures used to drive the mirror.  Reproduced from [167]. 
For packaging into our first probe, the silicon-on-insulator chip containing the 
MEMS device was mounted onto a 9 mm × 7 mm leadless chip carrier. To characterize 
the mirror performance, we first investigated the static and dynamic deflection 
characteristics using a helium-neon laser reflecting off the MEMS mirror onto a screen 
2.5 meters away. For static deflection, increasing voltage was applied to each electrode 
up to 180 V or until no more deflection was observed upon increasing voltage. Though 
MEMS scanning mirrors of this design have been shown to exhibit static optical 
deflections in excess of ±7°, imperfections in our device limited the measured static 
optical deflection to less than ±1° on the inner axis with negligible deflection measured 
using the outer axis.  
We then measured dynamic scanning performance of the mirror by applying a 
sinusoidal voltage signal between zero and a peak voltage to opposing comb banks driven 
180 degrees out of phase.  In this manner, the device is driven to large deflections by 
exciting the resonant frequencies of the two axes. At a maximum driving voltage of 80 




to be 1.54 kHz ± 12 Hz and 2.73 kHz ± 40 Hz, with peak optical deflections of ±10.5° 
and ±10.0°, respectively. The stated bandwidths of the resonant peaks are measured at 
FWHM. For this MEMS scanning mirror, the mirror size and maximum deflection yield 
a maximum number of resolvable spots of approximately 333 × 317 by Eq. (3.14), which 
sets the upper bound on the number of resolvable spots possible for this prototype. 
Lastly, we measured the reflectivity of the mirror using the collimated NIR laser 
beam from the PBF discussed in the previous section. The reflectivity of the bare Si 
MEMS mirror at 760 nm and 780 nm was found to be 30% for the largely depolarized 
light exiting the fiber. 
4.2: PROBE DESIGN AND EXPERIMENTAL SETUP  
In addition to the PBF and MEMS scanning mirror, a miniature objective lens, 
two relay lenses, and a dichroic mirror were selectd to complete the optical system 
discussed in Chapter 3.1.3 (Figure 3.3) and shown here, as built, in Figure 4.7. 
A GRIN lens with 0.46 NA (LGI830-1, Newport, Inc.) was chosen for use as the 
miniature objective lens. This GRIN lens is 0.23-pitch long, meaning that it acts as a 
positive singlet lens, and possesses a compact 1.8 mm outer diameter with a working 
distance of 210 µm. Despite the spherical aberrations that have been observed in such 
lenses, they have proven successful in many nonlinear optical endoscopes and their 
compact cylindrical shape make them easier to package.  
For relay lenses, we chose a pair of aspherical lenses with 6.5 mm maximum 
outer diameter and 3.4× nominal beam expansion. Given the 7 × 9 mm2 size of the chip 
carrier containing the MEMS scanning mirror, the relay lens diameters were chosen to be 
as close to 7 mm as possible to allow for the largest apertures without increasing the size 
of the prototype. To maximize resolution, the beam expansion ratio was chosen such that 
the 0.37 mm beam waist of the imaging laser is expanded to match the 1.26 mm clear 
aperture of the GRIN objective lens.  
 
 
The dichroic mirror is a 5 × 5 mm
Hot Mirror, High End Systems) which reflects > 99% of light between a
740 nm and 950 nm while transmitting > 90% of 
mixed polarization. A 5 mm glass prism with a silvered hypotenuse was used as a mirror 
to direct light from the relay lenses to the dichroic mirror, finishing ou
system. 
Figure 4.7. The 18-mm diameter
laser microsurgery. 
probe showing 1) air
MEMS scanner on a leadless c
lenses, 4) mirror, 5) dichroic mirror, 6) 0.46
7) 2mm-core plastic optical fiber. 
probe as built without the delivery fiber and the lid that was used 
the probe. The PBF and its collimating GRIN lens were mounted 
separately and aligned to the probe during experiments.
Nickel is provided for size comparison.
section, illustrating the encircling diameter
smallest diameter housing that could be used to deliver this probe.
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Figure 4.7 shows the individual components of the miniature optical system as 
packaged in a housing machined from Delrin® acetal resin polymer. We machined the 
housing, measuring at 10 × 15 × 40 mm3, using a computer numerical controlled (CNC) 
milling station. The approximate finished dimension t lerance was 100 µm. The use of 
CNC facilitated rapid production of the prototype housing directly from a SolidWorks® 
computer model. Individual optical components are pss-fit into the housing, as is a 
Delrin® lid which is used to seal the probe from stray light during use.  The use of press-
fit grooves for positioning of the optical components allows for simple fabrication and 
assembly of prototypes during refinement of the design, however the lack of positioning 
control in the final housing (e.g., adjustment screws or micropositioners) limits the ability 
to adjust component alignment after fabrication of the housing. This limitation was 
mitigated by the ability to rapidly mill revised housings as needed. With a circumscribing 
diameter of 18 mm, this first prototype is already small enough to be useful as a flexible 
surface probe for accessing many regions of the body, although it is still too large for 
endoscopic use. 
Figure 4.8 presents the experimental setup used for testing the probe. We 
implemented the same fiber coupling and collimation system used during PBF 
characterization. Here, the probe is mounted inverted with the GRIN objective lens facing 
down with the sample holder positioned below on a three-axis piezoelectric translation 
stage. The fiber collimation system, consisting of fiber chuck and collimating GRIN lens, 
is mounted outside of the probe housing and aligned to irect the collimated laser light 
into the housing.  
For imaging, a maximum average power of 120 mW near the 753 nm imaging 
wavelength could be delivered from high-repetition rate oscillator to the sample. The 
total transmission efficiency of the probe is about 12% as a result of a ~63% total 
transmission through one meter of PBF, the ~30% reflectance of the MEMS mirror, and 
the insertion losses of the remaining optics. For microsurgery, the maximum pulse energy 




laser intensity at the entrance to the PBF began to damage the fiber and decrease coupling 
efficiency. 
 
Figure 4.8. Experimental setup for testing the 18-m diameter probe. 
For testing the first prototype, femtosecond laser pulses from a Ti:sapphire 
oscillator and pre-chirped picosecond pulses from a CPA were coupled 
into one meter of PBF, with selection between the lasers achieved using a 
flipping mirror mount. At the fiber output, the collimating GRIN lens was 
mounted independently and directed the laser light nto the probe. A 
computer acquired the amplified photocurrent from the PMT, drove the 
MEMS scanning mirror, and reconstructed the resulting image. λ/2: half 
wave plate; PBS: polarizing beam splitter; FM: flipping mirror; Obj.: 0.25-
NA objective lens; PBF: one meter of photonic bandgap fiber; PZT: 
piezoelectric translation stage; CF: one meter of plastic optical collection 
fiber; F: laser blocking filter; PMT: photomultiplier tube; I→V: current-to-
voltage preamplifier; Amp: 200 V MEMS driving amplifier. 
Collected fluorescence is delivered through 1 meter of the collection fiber and 
focused into a photomultiplier tube (PMT) (H7422-40, Hamamatsu) by a 4 mm focal 
length lens with a Schott BG38 filter blocking scattered laser light. The PMT 




Research Systems) operating in high-bandwidth mode and sampling at 1 MHz.   The 
amplified signal is read into a computer and a homebuilt LabView program through a 
data acquisition card (PCI-6115, National Instruments), which also shares duty with 
another data acquisition card (PCI-6711, National Istruments) for sending the driving 
signal to the MEMS. We use two cards simply because the PCI-6115 does not have 
enough output channels to drive the MEMS mirror independently. This signal is 
amplified by a custom built 10-channel amplifier (AgilOptics), which can supply up to 
200 V at low driving currents, before being delivered to the MEMS device. Further 
details of the image reconstruction algorithms develop d for the driving LabView 
program are discussed in the following section. 
4.3: DEVELOPMENT AND IMPLEMENTATION OF A FAST -UPDATING AND NON -REPEATING 
L ISSAJOUS IMAGE RECONSTRUCTION METHOD  
The MEMS mirror used in the 18-mm image-guided microsurgery probe provides 
laser beam scanning only when actuated at its resonant frequencies. Resonant scanning 
scans the laser beam with two orthogonal sinusoids of comparable frequency, resulting in 
a mesh-like Lissajous pattern. Using traditional methods of Lissajous scanning, the frame 
rate must be reduced in order to achieve a dense scanning pattern that can acquire high 
resolution information evenly throughout the FOV. In this section, we present a new fast-
updating method of Lissjous image reconstruction that provides increased temporal 
information at a high frame rate while still densely scanning the FOV. This section will 
introduce the conventional method of Lissajous image reconstruction, followed by a 
detailed description of our fast-updating method. We conclude this section with example 
images from the implementation of this method in the 18-mm probe. 
4.3.1: Introduction to Lissajous scanning and image reconstruction 
Most often, laser scanning microscopes scan the focused laser beam in a raster 




of parallel lines. The raster pattern provides the advantage of a uniformly illuminated 
FOV, in which each pixel receives nominally the same laser exposure, and requires only 
a simple image reconstruction algorithm. The creation of a raster pattern requires a fast 
scanning axis to scan each line and an orthogonally oriented slow axis, moving at the 
frame rate, to provide separation between each line to fill up each image. However, 
because our MEMS scanning mirror must be operated with each axis moving at 
resonance to achieve practical scanning angles, the common raster scanning pattern 
cannot be employed in our prototype. 
 
 
Figure 4.9. Comparison of laser scanning patterns for image 
reconstruction. a An illustration of a raster scanning pattern, which is 
commonly used in two-photon microscopes. In this pattern as it is shown 
here, the horizontal axis moves very rapidly for line-by-line acquisition 
while the vertical axis moves slowly at the frame rate.  b Lissajous 
scanning moves both axes sinusoidally to cover the FOV, resulting in a 
mesh pattern.  Note that in the Lissajous scan, the outside receives more 
laser coverage than the inner portions of the FOV and specific points are 
scanned repeatedly before the pattern is complete. 
Driving the scanning mirror with both axes on resonance creates a Lissajous 
pattern, illustrated in Figure 4.9b, where the location (x, y) of the focused laser beam is 
given by the parametric equations: 
 
















Here f and φ are the driving frequency and phase shift, respectively, in the x or y 
direction, and X and Y are the maximum extents of the field of view in x and y, 
respectively. For image reconstruction, Eqs. (4.5) and (4.6) describe the pixel location of 
each data sample where X and Y are in units of pixels. The pattern repeat rate, fP, of a 











where nx and ny are the smallest integer divisors that satisfy Eq. (4.7). Thus, for all real 
and rational scanning frequencies, the corresponding Lissajous pattern is stable and will 
repeat at a fixed rate. The integers nx and ny determine the number of cycles that occur in 
either the x or y direction, respectively, before the pattern repeats [129]. Larger values of 
n increase the number of lines scanned across the FOV during one completion of the 
Lissajous pattern. 
Within the resonance bandwidth of the MEMS scanning mirror, the driving 
frequencies can be chosen to maximize the n values that satisfy Eq. (4.7), thereby 
increasing the line density of the image.  From Eq. (4.7), it is clear that an increase in line 
density inherently reduces the pattern repeat rate.When the frame rate (fF) is made equal 
to fP, as is commonly done, there exists an intrinsic trade-off between sampling density 
and frame rate. Furthermore, because the Lissajous pattern is repeated once for each 
frame, regions of the image left unsampled by a sparse Lissajous pattern in one frame 
remain unsampled in subsequent frames and this information is lost. For illustration, 
Figure 4.10 displays single Lissajous-scanned frames where fF = fP for several scanning 




restricted to the resonant scanning peaks of the MEMS scanning mirror used in the 
prototype: fx = 1540 Hz with a 12 Hz FWHM bandwidth and fy = 2730 Hz with a 40 Hz 
FWHM bandwidth. The images are compared quantitatively in Table 4.2. 
 
Figure 4.10. Conventional Lissajous reconstructions for various 
pattern repeat rates and pixel sizes. The color map represents the 
number of times a given pixel is sampled before one cycle of the Lissajous 
pattern completes. For the conventional case where fF = fP, this represents 
the number of times a pixel is sampled in each frame. White pixels denote 




Table 4.2. Pixel sampling data for single frames in a traditional Lissajous-scanned image. 
Scanning 
Frequencies 
(fx, fy) (Hz) 
Frame Rate 






Pixels Sampled more 
than 10 times in a frame 
(%) 
1540, 2730 70 
512 × 512 17.4 0.0 
256 × 256 32.7 0.1 
128 × 128 54.5 0.5 
1536, 2724 12 
512 × 512 70.9 1.3 
256 × 256 95.2 3.7 
128 × 128 100 12.2 
1537, 2722 1 
512 × 512 100.0 70.5 
256 × 256 100.0 100.0 
128 × 128 100.0 100.0 
 
In Figure 4.10, pixels that do not get sampled by the Lissajous pattern are shown 
white. To reduce these unsampled pixels, higher line densities, and subsequently lower 
frame rates, can be used and/or the relative pixel s z  can be increased. In either solution, 
pixels toward the outside of the image can be heavily o ersampled (e.g., sampled ten or 
more times) in each frame. Moderate resampling of pixels can be useful in reducing noise 
when intensity values from different cycles within the same frame are averaged, however 
significant resampling of pixels provides little new spatial information despite the 
increased laser exposure to these oversampled regions. 
The selection of the image pixel size also introduces several constraints. As seen 
in Figure 4.10, image reconstruction with a fewer number of pixels can reduce the 
number of unsampled pixels to achieve a completely filled image. For a given FOV and 




image resolution becomes limited by the pixel size. Using the Nyquist criterion, we 
desire at least two pixels per resolvable spot in our image. Thus for an example case of a 
200 µm × 200 µm FOV and a 1 µm resolution, this criteria requires the reconstructed 
image consist of no fewer than 400 × 400 pixels. However, in addition to increasing the 
likelihood of unsampled pixels, increasing the number of pixels used in image 
reconstruction also increases the required data acquisition rate to avoid missing pixels at 
the center of the image. Explicitly, the pixel scanning speed can be expressed by the first 
derivatives of Eqs. (4.5) and (4.6), 
 ( ) ( )[ ]xxx tfXftx φππ += 2cos&  (4.8) 
and 
 ( ) ( )[ ]yyy tfYfty φππ += 2cos& . (4.9) 
When both axes are traveling at their maximum velocity, which occurs at the center of 
the image, the maximum scanning speed, vmax, in pixels/second is given by 
 22max yx ffPv += π , (4.10) 
for a square image in which X = Y = P. In the example case where P = 400, fx ≈ 1540 Hz 
and fy ≈ 2730 Hz, vmax = 3.94×10
6 pixels/second. Therefore the data acquisition rate must 
equal or exceed 3.94 MHz to avoid missing pixels in the center of the image and thus the 
image size introduces hardware constraints in addition to resolution constraints. 
Lastly, when the FOV is large relative to the focused laser spot size, sparsely 
sampled, fast-repeating patterns such as the 70 Hz pattern of Figure 4.10 may lose image 
information as a result of gaps in the scanned pattern on the sample. In these cases, 
increasing the pixel size will still reduce the number of unsampled pixels but will not 
change the density of the scanning pattern on the sample and thus will not recover any 
information that was not swept by the laser beam. Thus care needs to be taken in 
selecting the Lissajous pattern to ensure that the scanning pattern is dense enough such 




As illustrated in Figure 4.10, it is possible to completely fill images with large 
numbers of pixels by selecting driving frequencies corresponding to a slowly repeating 
Lissajous pattern. However, for application in a clini al imaging system, the slow frame 
rate and inefficient use of laser dosage associated with large oversampling are both 
undesirable. While the 12 Hz updating pattern with a 256 × 256 pixel image size appears 
to be a good compromise, approximately 5% of the pix ls towards the center of the image 
remain unsampled and will be unsampled in every frame, resulting in a small loss of 
information. What we desire is to achieve full coverage of the FOV, such as found with 
the 1 Hz updating pattern, but with the ability to capture dynamic information at a faster 
rate and to use the laser exposure more efficiently. 
4.3.2: Our improved fast-updating Lissajous image reconstruction method 
To improve upon this traditional approach to Lissajous scanning for clinical 
imaging applications, we have developed a new fast-updating Lissajous image 
reconstruction algorithm that uses a slowly repeating Lissajous pattern but updates the 
image at a frame rate much faster than the pattern repeat rate. Here, we simply take 
advantage of the fact that a Lissajous scanning pattern repeatedly samples across the 
entire extent of the FOV while acquiring information for a given frame. Thus information 
about the entire FOV can be extracted from a partially scanned frame.  
In this new method, the image reconstruction algorithm tracks the pixel location 
continuously over time, rather than refreshing at the end of each frame. The location for 
the first pixel of each frame is dictated by the Lissajous trajectory and pixel location at 
the end of the preceding frame.  The frame rate, fF, is then set independently of fP to 
optimize single-frame detail and imaging speed (fF > fP). In this manner, the number of 
oversampled pixels in a single frame is greatly reduc  and the frame rate is increased for 
increased temporal resolution. Figure 4.11 illustrates this method where a 1 Hz Lissajous 
pattern created using fx = 1537 Hz and fy = 2722 is segmented into 10 frames for each 




oversampling that can capture faster dynamic events a d can also be combined into the 
original 1 Hz Lissajous-scanned image. In this example, the frame rate was chosen such 
that each frame samples more than 84% of pixels and the percent of pixels sampled ten 
times or more is kept below 6%.  
 
Figure 4.11. Illustrative representation of our fast-updating Lissajous 
image reconstruction method. The color map represents the number of 
times a given pixel was sampled before one cycle of the Lissajous pattern 
completed. In our method, a scanning pattern that would normally create 
the slowly updating (1 Hz) and oversampled image on the left is 
segmented into ten frames displayed at 10 Hz. The resulting 10 Hz images 
can capture faster events without motion artifacts and reduce 




Though each frame now contains more unsampled pixels than the corresponding 
image formed when fF = fP, the scanned pattern is changing between each subseq ent 
frame, which means that unsampled pixels in one frame can be sampled in the following 
frame. Furthermore, due to the increased frame rate, the overall sampled pixel density can 
appear higher as the frame rate approaches the flicker fusion threshold of the human 
visual response [168].  
Critically, no information is lost from the traditional slower-displaying Lissajous 
image. The information is simply separated and displayed into shorter time intervals to 
capture additional dynamic information. Thus, both the fast-updating, lower-pixel density 
image of our new algorithm and the slower, high pixel density image of the traditional 
algorithm can be viewed side-by-side during real-time image reconstruction. 
4.3.3: Experimental implementation 
To drive the scanning mirrors and handle image reconstruction, we developed a 
LabView program. This program generates driving signals for the MEMS scanning 
mirror and implements our fast-updating Lissajous image reconstruction algorithm to 
display the collected image data. Figure 4.12 provides a flow chart representing the basic 
program algorithm. The program generates two sinusoidal voltage waveforms using the 
driving frequency and driving voltage parameters given for each axis. Both x-axis and y-
axis waveforms are then duplicated and the duplicated copies are phase-shifted 180º. The 
waveforms are then delivered out to the high-voltage amplifier through the analog 
voltage outputs of the PCI-6115 and PCI-6711 data acquisition cards. The clocks of the 
two data acquisition cards are locked over a Real-Time System Integration (RTSI) bus.  
The voltage waveforms are also converted to pixel coordinates and used to map 
the incoming data to locations in the current frame. The amount of data to map into a 
given frame before moving to the following frame is determined by the frame rate. For 
driving the MEMS mirror in the 18-mm probe, we drive the mirror at fx = 1537 Hz and fy 




an image size of 256 × 256 pixels, in which over 90% of pixels in are sampled in each 
frame. The pre-amplifier used in our system limited acquisition speed to 1 MHz, resulting 
in some loss of pixels in the center of each frame. Because the exact locations of these 
pixels varied from frame to frame, however, their loss is mitigated when multiple frames 
are averaged. 
 
Figure 4.12. Flow chart illustrating our fast-updating Lissajous image 
reconstruction algorithm. User inputs are shaded gray and located on the 
left. User-selectable options are denoted by diamond process blocks. The 
MEMS driving signal and the data collection are synchronized by 
triggering from the same master clock in the software nd by linking the 




A real-time user-controlled pixel delay is used to shift the pixels along the 
Lissajous trajectory in order to compensate for the cumulative phase lag between the 
mirror driving signal and the true pixel location of the acquired data. An incorrect pixel 
shift leads to the formation of four ghost images of each object. The correct phase delay 
is then achieved by increasing the pixel offset until the ghost images merge into a single 
true image of the object. Using a real-time and variable phase shift compensation scheme, 
such as this pixel delay control, carries several advantages over using fixed phase delays 
generated from prior measurements of the MEMS mirror. While position sensitive 
detectors can be used to track the deflected laser beam and determine the phase delay 
between the position and the driving signal, this measurement would have to be 
investigated for each desired pair of driving voltages (i.e., each magnification). 
Additionally, we have found that the phase delay and deflection of the MEMS mirror 
inner axis is weakly dependent on the laser power incident on the mirror. We believe this 
dependence arises due to charge build-up and dissipation on the bare silicon mirror 
surface from the photoelectric effect. Due to this dependence, the phase delay would also 
have to be measured at each anticipated laser power. In contrast, the variable delay 
control in our program allows for real-time adjustments as necessary. Note that once the 
correct delay had been identified, it was found to be stable for all durations observed. 
When a pixel location is repeatedly sampled during the construction of a frame, 
the program assigns the most recently sampled pixel value to that location, rather than 
averaging with the previous value. While averaging is preferred to help reduce noise in 
individual frames, pixel averaging at such a high data acquisition and display rate was 
found to be too computationally intensive to implement. This fact further underscores the 
utility of our image reconstruction methodology. In conventional reconstruction, where 
dense patterns are generally heavily oversampled th inability to average repeatedly 
sampled pixels during reconstruction would mean that e noise level would not be 
improved despite the inefficient resampling of every pixel. Thus the laser exposure is 




For greater image detail, we have also implemented a user-selectable “moving 
average” mode. When activated, the displayed image is averaged with the five preceding 
images to suppress noise and provide greater image detail. The image still updates at the 
specified frame rate, in this case 10 Hz, however th  use of averaging begins to introduce 
mild motion artifacts for moving samples. This “moving average” image serves as a 
compromise between the high-speed dynamic information of the fast-updating image and 
the high detail of the traditional Lissajous image. Figure 4.13 shows two-photon 
fluorescence images taken with the 18-mm probe withand without the “moving average” 
mode, as well as after image post-processing. During post-processing, many frames could 
be averaged together to further reduce noise. Also, any isolated pixels that remained 
unsampled due to the 1 MHz sampling rate or any pixel noise can be easily filtered out 
using a Fourier-domain low-pass spatial filter.  
Note in Figure 13 that the image illumination is fairly uniform across the FOV, 
rather than increasing at the edges where the laser dw ll time is longer. This uniformity is 
inherent in this method of Lissajous image reconstruction, where the sampling rate is held 
constant. Because of the constant sampling rate, 1 MHz in the case of the 18-mm probe, 
and the constant laser repetition rate of 80 MHz, each pixel represents an integration of 






Figure 4.13. The imaging modes of the image-guided microsurgery 
probe software using our fast-updating Lissajous reconstruction 
algorithm. a An example of an unprocessed image frame of pollen grains 
taken with the 18-mm probe.  b A running average mode is also available, 
in which the current frame is averaged with the 5 previous frames to 
provide greater detail.  Though still updating at 10 Hz, this frame contains 
information from the previous 0.5 s.  c Averaging of 10 raw frames (1 s 
average) conducted during post-processing. d Sub-resolution noise and 
zero-intensity pixels can be filtered out in post-processing as well, along 
with calibration of the pixel dimensions. Scale baris 20 µm.  
4.4: NONLINEAR IMAGING CHARACTERIZATION AND VALIDATION  
To characterize the imaging performance of the 18-mm probe, we first measured 
the resolution and maximum field of view, followed by imaging of pollen grains for 
qualitative comparison with other devices.  
The resolution of the prototype can be characterized by its point spread function 
(PSF). The PSF is essentially the impulse response f an imaging system, or put another 
way: the image formed from a point source object. For laser scanning optical microscopy 
systems, the PSF is equivalent to the focused laserspot that is scanned across the sample. 
This laser spot serves as the impulse response with which the sample is convolved. The 
PSF, and thus the focal spot size and shape, can be practically measured by imaging 
particles that are significantly smaller than the focal spot being measured.  
To measure the 3D two-photon PSF of the probe, we imaged 100 nm fluorescent 
beads (F-8803, Invitrogen) suspended in an agar gel across a 40 × 40 × 100 µm3 FOV. 




dispersed in 2 mL of 4% agar in water, which is then allowed to gel. During imaging, we 
acquired 50 frames at each of a series of planes along the optical axis, with 3.3 µm axial 
separation between planes. The axial movement was achieved by translating the sample 
using the piezoelectric stages. The images at each z location were averaged during post-
processing to reduce noise. Lateral PSF measurements were taken by measuring the 
vertical and horizontal line profiles through the cnter of each bead at their respective 
focal planes, and fitting a Gaussian peak function t  each profile. Axial PSF 
measurements were taken by measuring the maximum intensity of each bead at each 
imaging plane, and fitting a Gaussian peak function to the data for each bead. 
To characterize the resolution, we measured the FWHM of the PSF, which 
corresponds to the Rayleigh resolution criterion. The FWHM of the Gaussian fits to the 
bead images (Figure 4.14) were 1.64±0.09 µm and 16.4± .0 µm, for lateral and axial 
dimensions, respectively. The measurements were averaged across 10 beads and the 
reported errors correspond to the standard error of the mean. For comparison, the 
diffraction-limited FWHM values are 622 nm and 4.2 µm for lateral and axial resolution, 
respectively [165]. This resolution degradation relative to the diffraction limit has been 
previously attributed to spherical aberration from the GRIN objective lens and is similar 
in magnitude to what has been observed in other studies [128,130].  
Epithelial cells form the most superficial layer of most body cavities and are thus 
likely targets for a femtosecond microsurgery endoscope. They can vary greatly in size 
but are frequently in the realm of 10 to 20 µm in diameter. Thus we see that the measured 
lateral resolution of this prototype is sufficient for visualization of sub-cellular structures. 
However the axial resolution reduces the optical sectioning capabilities and will degrade 
resolution in optically thick samples.  
 
 
Figure 4.14. Example lateral and axial point spread function 
measurements. a A representative PSF measurement showing the
resolution of the 18-mm
bead used for PSF measurement,
bar. b A representative axial PSF displaying the axial resolution. 
data is shown in black and 
The average FWHM of the lateral and axial PSFs are 
µm, respectively. 
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The limiting aperture for the maximum FOV 
relay lens in the beam path, where the beam is either clipped by the limit of the clear 
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µm yield an experimental number of resolvable spots of 189. The truncation of the 
maximum FOV and resolution degradation from aberrations both prevented the 
realization of the maximum theoretical N of ~330; however, this N value of 189 was still 
the second largest yet demonstrated for a fiber-coupled nonlinear imaging endoscope at 
the time of its publication [109], indicating the potential of this optical system. Since this 
time, two experimental N values as high as 700 (0.6 µm resolution, 420 µm FOV) have 
been reported using a fiber-scanner system with an aberration-corrected GRIN objective 
lens [139]. 
 
Figure 4.15. Two-photon fluorescence images used in characterization 
of the 18-mm probe. a An image of 1 µm fluorescent beads deposited on 
glass shows substantially uniform signal intensity, even at the maximum 
FOV, before dimming and ultimately truncating at a di meter of 310 µm. 
b The imaging resolution of the prototype is sufficient to detect the thin 
spike features covering the surface of these two pollen grains, however the 
clear resolution of each spike is somewhat degraded. The average powers 
at the sample were 8.2 mW for a and 9.0 mW for b. The displayed image 
in a is an average of 6 frames, corresponding to a 0.6 s acquisition time. 
The image in b is an average over 50 frames (5 seconds). Scale bars are 50 
µm in a and 25 µm in b. 
Lastly, we imaged a fixed sample of various pollen grains prepared on a 
microscope slide (30-4264, Carolina Biological Supply Co.) to demonstrate qualitative 
imaging capabilities. One of the pollen grain morphologies exhibits a spherical shell of 




seen in Figure 4.15b, the prototype microsurgery system is capable of resolving the spiky 
structure of the pollen grains, though clear resoluti n of the individual spikes remains a 
challenge. Imaging of the pollen grain required 9.0mW of laser power at the sample. 
When compared with other published nonlinear imaging e doscopes that have imaged 
the same sample slide (see Table 2.3), our 18-mm probe required 3-4× less laser power to 
image, suggesting that the combined excitation and collection efficiency of our prototype 
exceeds that of these designs. Similarly, the 8.2 mW of laser power required to image the 
1 µm beads is nearly a factor of 2× less than the or published study using a similar 
sample. 
4.5: CELLULAR IMAGING AND ABLATION  
The combined imaging and microsurgery capabilities of the probe were 
demonstrated using breast carcinoma cells grown in a single cell layer and labeled with 
the fluorescent cell viability dye, calcein AM. For these experiments, MDA-MB-468 
breast carcinoma cells were cultured in complete L15 medium, then harvested via 
trypsinization and spun down at 200 g for 7 min befor  depositing them on a tissue 
culture dish in 2 mL Dulbecco’s Phosphate Buffered Saline (DPBS).  The cells were 
allowed to incubate for one hour at 37° C to begin adhering to the dish, at which point the 
DPBS was replaced with a solution of 14 µM calcein AM in fresh DPBS.  Following 
further incubation for 30 min, the calcein solution was removed and replaced with fresh 
DPBS. Calcein AM is a cell-membrane permeable dye that indicates cell vitality when it 
is converted into fluorescent calcein by esterases found in living cells. Images obtained 
immediately after uptake and activation of the calcein, showed a uniform fluorescence in 
living cells. 
During these experiments, the cells were imaged before and immediately 
following ablation. For microsurgery, the flipping mirror that directs the imaging beam 
was lowered to direct the microsurgery beam into the fiber while the imaging laser was 




targeting the center of the FOV. By bringing the microsurgery beam collinearly with the 
imaging beam and triggering it through the imaging program, simultaneous imaging and 
microsurgery of off-axis targets is also possible with this system.  
Figure 4.16 presents two-photon images of breast carcinoma cells before and after 
femtosecond laser microsurgery with a single pulse at 280 nJ pulse energy. Ablation of a 
targeted cell is evidenced by the loss of its fluorescence signal, where the abrupt signal 
loss suggests that the membrane of the targeted cell was ruptured, releasing all of the 
calcein dye. In this set of experiments, the pulse en rgy was increased incrementally from 
160 nJ until loss of cellular fluorescence was observed at 280 nJ. Ablation using this 
energy level was found to be very repeatable. As only a single laser pulse was used in this 
experiment, we expect that the loss in fluorescence is due to ablation rather than 
photobleaching of the calcein inside the cell. Because the cells are much larger (~10-20 
µm diameter) than the focal spot, longer exposures would be necessary to photobleach 
the total volume of the cell. Furthermore, the measured spot size from the PSF and the 
pulse duration measured after the fiber indicate that e peak irradiance at the focus 
exceeded 14 TW/cm2 for a 280 nJ pulse, which is over 2× the predicted threshold for 
plasma-mediated ablation [17].  Additionally, increasing the brightness of the post-
ablation imaging during post-processing revealed that some dimly fluorescent cell 
remnants are still present at the targeted cite (shown in the insets of Figure 4.16), which 
indicate that the cell was not merely knocked loose from the cell culture and ejected from 
the FOV. Note that the high precision of fs-laser ablation allowed disintegration of the 





Figure 4.16. Combined two-photon microscopy and femtosecond laser 
microsurgery of a single layer of breast carcinoma cells. a, c Two 
photon images of a single layer of live breast carcinoma cells after uptake 
of calcein AM taken prior to irradiation with a hig intensity microsurgery 
pulse. b, d The same FOVs as a and c, respectively, immediately after 
irradiation of a single cell with a single laser pulse at 280 nJ pulse energy. 
Average laser power used for imaging in both images wa  10 mW. Both 
images were averaged over 5 seconds at 10 Hz frame te and spatially 
filtered. Note that in both cases the targeted cellhas lost fluorescence 
while the cell touching the targeted cell is left intact. Inset images in b and 
d show the targeted region with the image brightness greatly enhanced, 
showing remnants of the ablated cells. Scale bars are 20 µm. 
We also investigated two-photon imaging and ablation of cells within a three-
dimensional (3D) tissue phantom consisting of breast c rcinoma cells embedded in a 
collagen matrix. This sample mimics tissue scattering properties and provides a means 
for testing sub-surface ablation. 
For the phantom experiments, MDMBA468 breast carcinoma cells were cultured, 
harvested, and centrifuged as before, then resuspended i  a solution of 14 µM calcein 




remove excess calcein AM and resuspended in a buffered solution of high concentration 
type I collagen (BD Biosciences). The collagen/cell mixture was pipetted into a 500 µm 
deep silicon isolator (Molecular Probes) and then incubated for 25 minutes to allow the 
solution to gel before imaging. 
We imaged the carcinoma cell phantom with 17 mW averag  power measured at 
the sample while making axial steps of 6.6 µm by moving the sample on the piezoelectric 
stage. Figure 4.17 presents images where a cell approximately 125 µm deep was targeted 
for ablation. Here, 5000 pulses at 213 nJ per pulse were used as the scattering collagen 
media reduces the total energy reaching the focal plane. In this case, we again observed 
the immediate loss of cellular fluorescence after irradiation with the microsurgery laser 
while the cells closest to the target remain intact. Because the targeted cell is completely 
embedded in collagen, which restrains the motion of cells in 3D, these experiments 
provide further evidence that the immediate loss of fluorescence upon irradiation is due 





Figure 4.17. Combined two-photon microscopy and femtosecond laser 
microsurgery of breast carcinoma cells in a collagen tissue phantom. a 
Lateral slices with FOV of 116 × 160 µm2 depicting a cell targeted for 
ablation as well as cells above it. The distance betwe n the center of the 
targeted cell and those of the two cells above it is ~35 µm. b The same 
cells shown in a after irradiation of the targeted cell with 5000 pulses at 
213 nJ pulse energy. c, d Vertical slice reconstruction through the same 
targeted cell and the cells above it before and after laser irradiation, 
respectively. Total imaging depth was 210 µm and the axial spacing 
between lateral slices was 6.6 µm. Scale bars are 20 µm. 
In using lower pulse energies with many laser pulses, we take advantage of the 
widely known fact that the threshold for femtosecond laser ablation decreases as larger 
numbers of pulses are used as a result of an incubation effect. For example, when the 




Elegans, Bourgeois and Ben-Yakar reduced the threshold from 9.6 TW/cm2 to 1.8 
TW/cm2 [169]. Shen et al. [170] achieved ablation of individual mitochondria within 
cells with 1,000 pulses at 9.1 TW/cm2, as estimated based on the reported NA of 1.4 and 
using NAd λ925.0=  [165]. Additionally, Tirlapur and König succeeded in optoporating 
cells using over one million pulses at 2.4 TW/cm2 at an 80 MHz pulse repetition rate and 
NA of 1.3 [171]. For comparison, during ablation within the collagen tissue phantom, the 
5000 pulses at 213 nJ correspond to ~11 TW/cm2 per pulse. Given the scattering that 
occurs within the turbid tissue-like media of the phantom, the intensity used in this 
experiment compares well to the intensities used in other multiple-pulse experiments. In 
light of these results for both single- and multiple- ulse experiments, the observed 
cellular ablation threshold using the 18-mm prototype suggests that we were able to 
achieve femtosecond laser microsurgery with efficien y comparable to high-NA table-top 
systems. 
The laser dosages used here for two-photon imaging are estimated to be at a safe 
level for cell vitality, which is crucial for sensitive clinical applications (see Table 4.3). 
Cell viability will depend on both the incident peak laser intensity and the number of 
pulses at this intensity that the cell receives. Thus for comparison, the number of 
overlapping consecutive pulses was estimated as well as the peak intensity. The number 
of overlapping pulses is defined here as the laser repetition rate divided by the product of 
the spot size and the scanning speed. For the 18-mm probe, the slow axis MEMS 
scanning frequency and the ~116 µm FOV of this experiment were used to arrive at a 
conservative estimate of scanning speed. Looking at peak intensity, the maximum 
average power used during cell imaging (17 mW used for imaging in the tissue phantom) 
corresponds to a peak intensity at the sample of ~13 GW/cm2, which is below the 
maximum peak intensities found to be safe for long term two-photon imaging in recent 
studies [172-175]. In addition, the fast scanning speed used in the probe results in far 




overall laser dosage to the sample when imaging with the probe. The favorable 
comparison shown in Table 4.3 suggests that the combined excitation and collection 
efficiency of the probe is sufficiently high to enable safe cellular two-photon imaging 
using conventional fluorophores.  
Table 4.3. Comparison of imaging conditions proven not to affect cell viability to 
imaging conditions used in this study using the 18-mm probe. 
 Other studies presenting threshold 
imaging conditions that do not impair normal cell function 
 
 König et al. 
[172], 1997 
König et al. 
[173], 1999 
Koester et al. 
[174], 1999 






34 61 78 27 13 
Number of 
overlapping pulses 
while scanning  
53,000 8,500 15,000 2,800 850 
4.6: SUMMARY OF 18-MM PROBE VALIDATION  
Using this initial prototype, we successfully demonstrated the potential for 
creating a fiber-coupled miniaturized probe that is capable of both nonlinear optical 
imaging and femtosecond laser microsurgery. Self-phase modulation and GVD were 
successfully managed to enable delivery of both amplified and unamplified femtosecond 
laser pulses over one meter of a single fiber, with peak laser intensities at the sample 
sufficient for both two-photon microscopy and optical breakdown. In addition to 
demonstrating the first fiber-coupled femtosecond laser microsurgery, the prototype 
provided nonlinear image guidance that equal or exce ding the state of the art in the 
experimental number of resolvable spots and combined excitation and collection 
efficiency. 
There are several aspects of the prototype that require further development before 




endoscopic use, the overall device dimensions must be reduced without significantly 
compromising the optical performance. Also critical, the packaging of the system must 
incorporate the delivery fiber and collimating lens to enable truly flexibly decoupling the 
probe from the optical bench. To demonstrate clinical feasibility, a means of ablating 
large regions of cells over a short period of time should be demonstrated along with 
successful imaging of biological tissues. The ability to deliver even greater pulse energies 
to the sample would also help extend the clinical microsurgery potential, while an 
increase in deliverable power could potentially enable imaging of intrinsic fluorophores. 
The elongated axial resolution of the current prototype also needs to be addressed. 
Because the axial resolution is currently larger than most single cells, the optical 
sectioning abilities in tissue will be greatly degraded unless the axial resolution can be 
improved. 
To address these issues, we developed an improved second-generation prototype 
based on the design of this 18-mm probe. The following chapters will first cover the in-
depth design of the revised probe, followed by the c aracterization and demonstration of 




Chapter 5: Design of a Revised 9.6-mm Diameter Image-Guided 
Microsurgery Endoscope 
The successful demonstration of imaging and microsurgery with our 18-mm 
probe is highly encouraging and illustrates the potential for a clinical femtosecond laser 
surgery endoscope. We now wish to refine the design of the 18-mm probe further 
towards a clinical practical tool through the development of a smaller second probe. As 
previously discussed, the general goals of this second-generation prototype are to reduce 
the packaged size, extend the microsurgery capabilities to enable ablation in tissue as 
well as rapid ablation of larger areas, and finally to enable imaging of intrinsic sources of 
nonlinear imaging signal. The new probe will utilize the same optical layout as the initial 
device so as to leverage our experiences from the 18-mm probe and to discover the 
limitations of this design. 
This chapter will cover the design process for the second-generation prototype. 
We begin with the characterization and packaging solutions for the PBF and MEMS 
mirror, followed by investigation of miniature objective lens alternatives and the design 
and modeling of the remaining optical system. The capter will conclude with the 
packaging design, followed by alignment and construction. 
5.1: PHOTONIC BANDGAP FIBER CHARACTERIZATION AND PACKAGIN G 
One of the goals of this new probe is to increase the maximum deliverable 
microsurgery pulse energy and the average laser power for imaging at the sample. One 
means to address this goal is to maximize the output through the PBF. During the 
development of the 18-mm probe, we found the microsurgery pulse energy to be limited 
by damage to the fiber tip during coupling, while imaging power was limited by the 
maximum output power of the Ti:sapphire oscillator c mbined with the coupling and 




damage threshold and thus the maximum deliverable microsurgery energy, and even 
higher pulse energies should be deliverable by pre-chirping the pulse to even longer pulse 
durations. Greater stretching of the pulse requires longer lengths of fiber to restore a 
femtosecond-scale pulse duration and the use of longer fiber will introduce even greater 
attenuation losses to the imaging laser. Thus the sel ction of the PBF length must be 
optimized to balance the deliverable laser energy of each laser system.  
Figure 5.1 presents the estimated maximum microsurgery pulse energy and 
maximum imaging average power for increasing PBF lengths. In this estimation, we 
assumed an attenuation of 0.3 dB/m and a coupling efficiency of 65% using the fiber 
characterization results from Chapter 4, Section 4.1. To model the increase in deliverable 
pulse energy due to pre-chirping the pulse to longer pulse duration, τ, we interpolated the 
damage threshold measurements for fused silica made by Stuart et al. [22]. To summarize 
these measurements, Stuart et al. found the damage threshold of fused silica to scale with 
τ
0.5 down to approximately 10 picosecond, below which the dependence becomes 
progressively weaker [22].  
The model uses the observed damage threshold for one meter of PBF (1.3 µJ 
pulse energy) and the data of Stuart et al. to scale this threshold for longer pulses. If laser 
pulses with a larger spectral bandwidth were used, they would require larger pre-chirping 
prior to fiber delivery in order to compensate for the increased dispersion they would 
experience over a given length of fiber. The increased pulse duration would 
correspondingly increase the damage threshold at the fiber, and thus how much energy 
could be coupled into the fiber. Therefore, using a microsurgery laser source with a larger 
bandwidth provides another means for increasing the deliverable microsurgery energy. 
Larger spectral bandwidth would also result in a shorter pulse duration at the fiber exit 
when GDD is properly compensated for, thus increased care should be taken in this case 




Figure 5.1. Estimated maximum deliverable
energy and imaging laser average power for increasing lengths of 
photonic bandgap fiber.
maximum microsurgery pulse energy 
fiber with the current coupling opti
average laser power that can be delivered through the fiber 
shown in red. The reflectivity of the MEMS mirror (30%) and any 
insertion losses from the remaining optics will reduce the transmission of 
both lasers through the probe to the sample.
8 nm spectral bandwidth of the amplified pulses from the CPA
780 nm wavelength.  
Increasing the wavelength of the surgery laser can also produce increased 
dispersion in this fiber, leading to greater pre
pulse energies. However, a shift to longer wavelengths will only be able to provide an 
incremental improvement using the air
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93 
 microsurgery pulse 
 The data in blue represents the predicted 
that can be delivered through the 
cs. Data in red represents the maximum 
fo imaging is 
 The curves shown reflect the 
, centered at 
-chirping and ultimately higher deliverable 
-core fiber in this study, as the fiber quickly 
 
of Figure 5.1 to estimate the impact of fiber length, 
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to MEMS reflectivity and insertion losses from the r maining optics, the maximum 
deliverable pulse energy at the sample would be 460 nJ.  To achieve higher pulse energy 
at the sample with our probe architecture, metallic coating of the MEMS mirror could 
triple the energy to ~1.4 µJ. An increase in fiber length also yields a decrease in available 
imaging power. At 6 meters, the maximum average power for imaging after the fiber 
would be reduced to 350 mW, yielding ~85 mW at the sample assuming the same 25% 
transmission.  
To balance this trade-off, we have selected a PBF length of 3 meters. At this 
length, the maximum microsurgery pulse energy through the fiber should increase by 
24% to approximately 1.7 µJ, (~420 nJ at the sample) while average power from the 
oscillator will drop only 13% to approximately 450 mW (~105 mW at the sample). This 
length was chosen to aid ablation inside more turbid samples and at greater depths 
without requiring large numbers of pulses, while maintaining nearly all of the imaging 
power to aid deep imaging and possibly enable visualization intrinsic fluorophores. 
We measured the pulse widths before and after propagation through three meters 
of PBF using the same autocorrelation method described in Chapter 4, Section 4.1. Using 
the tunable Ti:sapphire oscillator at the minimum dispersion wavelength of 753 nm, we 
measured an output pulse duration of 280 fs, shown in Figure 5.2. Though the pulse was 
stretched to 2.3× the input pulse duration of 120 fs, this amount of dispersion is still less 






Figure 5.2. Autocorrelation trace at 753 nm center wavelength after 
propagation through three meters of PBF. An interferometric 
autocorrelation trace (grey) and the running averag (red) for a 753 nm 
wavelength pulse of 280 fs duration FWHM, after propagating through 
three meters of PBF, for a 120 fs input pulse. 
Increasing the fiber length from one to three meters riples the amount of GDD 
introduced to the microsurgery pulse and therefore requires pre-chirping the pulse to 
approximately 11 ps. The compressor stage of the CPA could not be easily adjusted to 
provide this much positive dispersion, so we constructed a dedicated pulse stretching 
system based on a single reflective grating first suggested by Martinez [177], shown in 
















where 1/s is the groove spacing of the grating, θ0 is the emerging angle of the beam off 
the grating, f is the focal length of the lens, and z is the separation between the grating 
and the lens, which can be varied. Detailed derivation of the pulse stretching design 
equations can be found in Martinez [177]. For our configuration, with a grating groove 
spacing of 1480 lines/mm, a lens focal length of 200 mm, and an emerging angle of ~35º, 




GDD of the fiber of 126,000 fs2/m, three meters of fiber can be easily accommodated by 
setting z to approximately 183 mm. 
 
Figure 5.3. Top-down schematic of the single-grating pulse stretcher.  
λ/2: half wave plate; PBS: polarizing beam splitter; λ/4: quarter wave plate; 
FM: flipping mirror; M: mirror; G: gold reflection grating, 1480 lines/mm; 
L: 200-mm focal length lens; TS: linear translation stage. The lens 
provides a vertical displacement (out-of-plane in this diagram) in addition 
to collimating the diffracting beam. The translation stage provides control 
over the grating-lens separation, z. 
Using this system with pulses from the CPA, a minimum pulse duration of 165 fs 
was measured after three meters of PBF for an input pulse duration of 11.5 ps. The 
corresponding autocorrelation traces are provided in Figure 5.4. With the 11.5 ps pulse, 
the maximum pulse energy that could be delivered to the output of three meters of PBF 
without damaging the proximal end of the fiber was found to be 1.6 µJ. This represents a 
20% increase in deliverable energy compared to the 1.3 µJ that could be delivered 





Figure 5.4. Autocorrelation traces before and after three meters of 
PBF using optimally pre-chirped pulses at 780 nm. a An 
interferometric autocorrelation trace (grey) and the running average (red) 
of a 780 nm wavelength pulse from the CPA, after pr-chirping to a pulse 
duration of 11.5 ps. b The corresponding trace for a pre-chirped 780 nm 
pulse after propagating through three meters of PBF. Here the pulse 
duration has compressed considerably down to 165 fs. Note change in 
scale between a and b. 
Another design goal for the second probe is the shrinking and streamlining of the 
entire endoscopic system. For the PBF, this shrinking requires incorporating the 
collimating lens and the distal end of the PBF into the endoscope housing while 
minimizing the size of the collimation assembly. For this purpose, we have chosen a 




GRIN lens with a 0.5 mm right angle prism. The GRIN lens is designed to collimate the 
laser beam to a 1/e2 diameter of 425 µm with a working distance of 100 µm, while the 
prism reflects the beam by 90º through total internal reflection (TIR). This assembly 
provides a 15% increase in beam size relative to the 18-mm probe. An increase in beam 
diameter was shown in Chapter 3, Section 3.2 to increase the maximum number of 
resolvable spots while the 70% reduction in lens diameter aids the further miniaturization 
of the probe. The use of a right angle prism at the collimator output also enables 
packaging of the collimation assembly parallel to the axis of the endoscope with the fiber 
trailing behind to streamline the packaging, rather t an orienting the fiber at a 90º angle 
as in the 18-mm probe. 
To fix the lens-prism assembly to the distal end of the PBF, we have chosen to 
use a commercially available glass ferrule (Accu-Glass) to hold the PBF and a stainless 
steel tube to fix the lens-prism assembly to the ferrul . The ferrule is designed for 
mounting of single mode fiber and possesses an outer diameter of 1.0 mm with a 0.129 
mm bore. The steel tubing has an inner diameter of 0.5 mm to match the outer diameter 
of the lens-prism assembly and an outer diameter of 1.0 mm to match that of the ferrule. 
After proper alignment, which will be discussed later, an ultraviolet light (UV)-curing 
epoxy can be used to bond the components together. T  full assembly, illustrated in 





Figure 5.5. Illustration of photonic bandgap fiber collimation 
assembly. a An exploded view showing the individual elements of the 
collimation assembly designed for the second-generation microsurgery 
endoscope. b As designed, the completed collimation assembly has a 
diameter of 1 mm and produces a collimated beam with a 425 µm 1/e2 
diameter. When assembled, the PBF protrudes into the stainless steel tube 
such that a 100 µm separation exists between the fiber tip and the GRIN 
lens. 
5.2: MEMS  SCANNING MIRROR CHARACTERIZATION AND PACKAGING  
The MEMS scanning mirror provided for the second prototype is based on the 
same design used in the 18-mm probe. In this device, the mirror area is increased to 750 
µm × 750 µm, while the total size of the MEMS chip is 3.0 mm × 3.2 mm. The mirror 
surface is bare silicon. Mirror deflection characterization was carried out following the 
protocol outlined in Chapter 4, Section 4.1, though this time care was taken not to exceed 
a peak dynamic driving voltage of 45 V because this device was reported to have a lower 
threshold for mechanical failure. The device did not display any measureable deflection 




deflections of ±7.1º and ±15.3º at resonant frequencies of 2.26 kHz and 0.98 kHz, for the 
inner and outer axes respectively. The bandwidth at FWHM of the inner and outer axes 
resonant deflection peaks are 100 Hz and 18 Hz, respectively. 
In the 18-mm probe, the mounted MEMS mirror was the largest single element in 
the design. The leadless chip carrier used in the 18-mm probe, mounted at a 45º angle, 
occupied an area of 6.4 mm × 7 mm and thus limited th  minimum size of the endoscope. 
To further miniaturize the endoscopic system for the second-generation prototype, a 
custom MEMS mount has been developed consisting of a 4.5 mm × 4.4 mm printed 
circuit board (PCB) with a total of five plated through-holes along two of the edges to 
provide wire-bonding contacts for the four voltage leads and the ground lead of the 
MEMS mirror. The through-holes allow the MEMS actuation wires to connect through 
the back of the PCB to help reduce the total packaged footprint. A photograph of the new 
PCB MEMS mount alongside the leadless chip carrier mount of the 18-mm probe is 






Figure 5.6 Photograph of MEMS scanning mirror mounts. The 
leadless chip carrier (left) that was used in the 18-mm probe. The large 
area of the chip carrier constituted a significant limitation to further 
miniaturization. For the second-generation prototype, a custom PCB 
(right) was designed to minimized the area required to mount the MEMS 
scanning mirror. 
5.3: CHARACTERIZATION OF MINIATURE OBJECTIVE LENSES  
The resolution of the 18-mm probe was not diffraction-limited and exhibited 
significant aberration. Since this aberration has been widely attributed to spherical 
aberration inherent to GRIN lenses, we wish to characterize a range of commercially 
available miniature lenses to determine the aberrations inherent to each lens. For this 
purpose, we have identified four lenses with diameters and numerical apertures suitable 
for use as a miniature objective lens at NIR wavelengths. The first lens (GT-LFRL-180-
023-50, GRINTECH) is another GRIN lens with similar specifications to the previous 
objective lens. This lens utilizes a silver ion exchange to generate the radial refractive 
index gradient, rather than the thallium ion exchange used in the previous GRIN lens 
(manufactured by Nippon Sheet Glass (NSG)), and advertises improved aberration 
control. It should be noted that GRINTECH has recently offered a 0.65 NA compound 
GRIN lens with improved aberration correction that was not available at the time of 




Technologies) are aspheric singlet lenses with numerical apertures ranging from 0.50 to 
0.80. A summary of their relevant specifications is provided in Table 5.1. 
Table 5.1. Comparison of commercially available lenses considered for use as the 













  [mm] [mm] [mm] [mm] [nm] 
Newport (NSG) 
LGI830-11 
0.46 1.8 1.26 0.21 1.38 830 
GRINTECH  
GT-LFRL-180-023-50 
0.49 1.8 1.62 0.23 1.78 810 
Lightpath 352150  0.5 3.0 2.00 1.09 2.00 780 
Lightpath  352140 0.55 2.4 1.60 0.88 1.45 780 
Lightpath  370840 0.80 3.0 1.20 0.2 0.75 1550 
NA: numerical aperture; OD: outer diameter; CA: clear aperture; WD: working distance; FL: focal length; 
λd: design wavelength. 
1The objective lens used in the original 18-mm probe is provided here for 
comparison. 
 
To test the performance of these miniature lenses, w  used a bench-top two-
photon microscope. The experimental set up for this microscope is given in Figure 5.7. 
The laser oscillator, sample stage, and detection hardware are all identical to those used 
with the 18-mm probe, and further details of the microscope can be found in Durr et al. 
[123]. To test the imaging capabilities of each lens, an adapter was fabricated that 
allowed for mounting of each lens in place of the full-size objective lens. The PSF of 
each lens was then measured using a 100 nm bead-in-agar phantom following the 
protocols outlined in Chapter 4, Section 4.4. We ued the Ti:sapphire oscillator, tuned to a 
center wavelength of 753 nm, to match imaging conditions that are in the endoscope. 
Since the clear aperture dimensions of the lenses vary, the beam diameter at the back 




each lens exceeded 2.0 and therefore each lens could be said to be equally overfilled 
[165]. The maximum scanning angle during imaging was held constant, except for the 
0.80 NA lens where it was increased by 30%, to maintain a FOV between 25 µm and 50 
µm for all lenses. This small FOV was desired so as to maintain a suitable number of 
pixels within each bead to provide a Gaussian fit. Point spread function measurements 
were taken from across the full FOV. No variations in PSF were identified over this fairly 
small FOV. 
 
Figure 5.7. Experimental setup for measuring the PSF of miniature 
objective lenses. The system consists of a home-built inverted two-ph ton 
microscope in which a miniature lens is used in place of a traditional 
objective lens. Also, an optional beam path delivers the laser pulses 
through one meter of PBF. Care was taken to maintain a beam diameter at 
the back aperture of approximately 4 mm (1/e2) for both optical paths. λ/2: 
half wave plate; PBS: polarizing beam splitter; FM: flipping mirror; Obj.: 
0.25-NA objective lens; PBF: one meter of photonic bandgap fiber; BE: 
beam expander; SM: galvonemetric scanning mirrors; DM: dichroic mirror; 




preamplifier;  PS: scanning mirror power supply.
The optimum beam quality in the endoscope 
from the PBF and collimating lens. Since GRIN lenses remain the optimum choice for 
achieving the smallest outer diameter of the fiber collimating assembly, we also repeated 
the PSF measurements using a beam delivered through one meter of PBF and collimated 
by the GRINTECH GRIN lens
to 4 mm to be consistent with the measurements made without the fiber. 
In addition to the lenses being investigated, the PSF of the 
in the 18-mm probe was also measured for comp
axial PSF measurements, with and without fiber delivery, a e provided in 
Figure 5.8. Lateral 
commercially available miniature lenses.
the FWHM of the lateral (
the free-space propagated beam are provided in blue. 
with a beam collimated by a GRIN lens after propagation through one 
meter of PBF are provided in red
diffraction limit for the specified numerical aperture. Error bars 
correspond to the standard error of the mean
104 
: photomultiplier tube; I→V: current-to-voltage 
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From Figure 5.8, the effect of fiber delivery and GRIN lens collimation appear to 
be insignificant. Given the 0.17 NA of the PBF and the 0.49 NA of the GRIN collimating 
lens, only a small portion of the full NA (and thus a mall portion of the clear aperture) of 
the GRIN collimator is used during fiber collimation, which may explain why the GRIN 
lens aberrations does not affect the beam quality during fiber delivery. 
When used as the objective lens, however, the influe ce of spherical aberrations 
in both the GRIN lenses is immediately apparent. The axial resolution of the NSG lens is 
approximately 3× larger than the diffraction limit. While the GRINTECH lens shows 
marked improvement in the axial resolution, it still remains far from diffraction-limited. 
Not surprisingly, the highest resolution is achieved using the 0.8 NA aspheric lens. This 
lens does not exhibit diffraction-limited performance, however, may be due to the large 
difference between the imaging wavelength of 753 nm a d the lens design wavelength of 
1550 nm. The 0.55 NA aspheric lens demonstrates diffraction-limited axial resolution 
with nearly diffraction-limited lateral resolution. This lens is a particularly attractive 
objective lens candidate due its smaller 2.4 mm diameter and long 0.88 mm working 
distance. The increased working distance can enable imaging through a cover slip or 
optical window, which would allow housing of the system inside of an endoscope 
insertion tube. From these measurements, both the 0.8 and the 0.55 NA aspheric lenses 
were identified as potential miniature objective lens candidates.  
5.4: OPTICAL SYSTEM DESIGN  
5.4.1: Analytical modeling 
After identifying attractive candidates for miniature objective lenses and 
characterizing both the PBF and MEMS mirror, we investigated the potential optical 
systems that could be built around these components. The collimated beam diameter set 
by the design of the PBF collimation assembly and the scanning mirror aperture and 




resolvable spots for the new probe. This upper value provides the limiting constraint on 
the optical design.  
With the MEMS mirror oriented at 45º to the beam, the effective mirror aperture 
is 750 µm × 530 µm. By orienting the mirror such that the ±15.3º optical deflection is 
along the 530 µm axis and the ±7.1º optical deflection is along the 750 µm axis, a 425 
µm beam waist at the mirror provides truncation ratios of 0.80 and 0.57, respectively. 
Oriented in this fashion, the difference in N for the two axes can be reduced. Using Eq. 
(3.8) and following the methodology used in Chapter 3, Section 3.2, the maximum 
number of resolvable spots for this system is 436 × 243. Note that the real optical system 
consists of a rectangular aperture and an under-filling round beam, while the equations 
used here are for a round aperture and a round beam, or a significantly overfilled 
rectangular aperture. As a result, the analytical model predicts slightly different 
resolutions along the two different axes due to the two different truncation ratios when 
the mirror is the limiting aperture. In reality, however, the beam only experiences these 
truncations along the two axes and elsewhere underfills the rectangular mirror aperture 
more significantly and we do not expect a measurably symmetric resolution. Thus this 
maximum number of resolvable spots should be taken as an idealized design guideline 
rather than an absolute experimental target. 
To begin modeling the optical system, we began by determining what the 
achievable fields of view and resolutions were for the various miniature objective lens 
candidates, given our collimated beam and MEMS mirror characteristics. To model these 
parameters, we calculated the FOV, lateral resolution and axial resolution for each lens. 
To explore the design space, we modeled varying relay lens pair magnifications from 
1.25 to 4.75. As in Chapter 3, the equations used here utilize the thin lens and paraxial 
approximations and ignore all lens aberrations to estimate the “best case” performance 
limited only by diffraction. Plotting the calculated lateral resolution against the maximum 




miniature objective lens collapse to a fixed linear slope over much of the plot. The slope 
corresponds to the number of resolvable spots, N, dictated by the mirror for that axis, as 
expected. 
As beam expansion ratio increases, decreasing the FOV, the beam size at the back 
aperture of an objective lens increases. When the truncation ratio at the back aperture of 
the objective lens exceeds the truncation ratio at the mirror, the objective lens becomes 
the limiting aperture and the plot begins to deviate from the N calculated for the mirror. 
Note that the maximum N, given by the quotient of FOV over resolution, is decreased 
once the objective lens becomes the limiting apertur . Thus the optimal imaging 
performance is obtained by filling the scanning mirror more than the objective lens. This 
result may seem non-intuitive for those familiar with the design of bench-top microscope 
systems, where the objective lens is usually overfill d to maximize resolution and the 
beam is minimized on the scanner to avoid unnecessary energy loss. The scanning 
mirrors commonly used in bench-top systems, which usually have large scanning angles 
and large apertures, have N values much higher than needed for most imaging purposes 
[178]. In such systems, the number of resolvable spots can be partially sacrificed for 
increased resolution.  
Figure 5.9 provides a map of the available design space, where the area above 
each curve contains designs allowed by diffraction heory and points along the curves 
represent diffraction-limited designs. The best resolution for each objective lens 
corresponds to a magnification of 4.75×, where the clear aperture of each objective lens is 
filled, while the worst resolution for each lens corresponds to the lowest magnification of 
1.25× magnification. Over much of the design space, th  choice of objective lens is not 
critical, as any lens can achieve the same design poi t given a suitable magnification 
from the relay lenses. For example, achieving a FOV of 475 µm × 220 µm FOV with the 
0.55 NA aspheric objective lens requires a relay lens magnification of 1.625×. The 
predicted lateral resolutions along the outer and inner axes are 1.1 µm and 0.9 µm, 
respectively. The exact same resolution and FOV conditi s can be achieved with the 0.8 
 
 
NA objective lens, but would require a relay lens magnification of 0.906×. In this case, 
the beam diameter would actually need to be reduced, thus magnifying the scanning 
angle, to achieve such a large FOV with this lens. 
Figure 5.9. Calculated diffraction
versus field of view for miniature objective lenses
diffraction-limited lateral and axial 
collimated beam size and the MEMS mirror used in the new probe and the 
miniature objective lens
to the outer and inner axes of the ME
The optical deflection angles and effective aperturs of the outer and inner 
mirror axes are ±15.3º
The collimated beam size
collimation lens used in the probe. 
corresponds to a magnification of 4.75×, while the maximum resolution 
for each lens corresponds to
The axial resolution 
resolution depends nonlinearly on truncation 
rapidly as the objective lens is increasingly under
the design. For instance, from 
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 of 425 µm corresponds to the 0.5-mm GRIN 
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 a 1.25× magnification. 
provides additional design guidance. Because the
ratio, the axial resolution grows much more 
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resolution from 0.9 µm to 1.5 µm to increase the maxi um FOV from 390 µm to 655 
µm, with little loss in resolvable features. However, the axial resolution curve predicts 
this would degrade the axial resolution from 7.8 µmto 21.8 µm, seriously impairing the 
optical sectioning capabilities of the endoscope.  
This analytical model ignores all aberrations in the optical system. However the 
aberrations from the miniature objective lenses can be quite significant, as seen in Section 
5.3, and the aberrations arising from off-axis scanning through the relay lenses must also 
be taken into account. 
5.4.2: Numerical modeling with ZEMAX optical design software 
To explore the impact of aberrations, we have constructed a computer-aided 
model of the new probe using ZEMAX optical design software. The ZEMAX model, 
shown in Figure 5.10, consists of an input beam, two relay lenses, a right angle prism, a 
dichroic mirror, and an objective lens. The prism and the dichroic mirror are modeled 
from commercially available optics (055-003, OptoSigma, and FF670-SDi01-4x5, 
Semrock, respectively). As the model describes only the laser delivery pathway of the 
endoscope, and not the emission collection pathway, only the reflective surface of the 
dichroic is modeled. 
The input laser beam is defined by an entrance pupil diameter of 0.5303 mm, 
corresponding to the short effective aperture of the MEMS mirror at 45º, and an 
apodization factor of 1.5575, corresponding to a 425 µm beam diameter (1/e2). The 
aperture conditions are set to the outer axis values because the ZEMAX Gaussian beam 
definition does not allow for a rectangular aperture in the Gaussian beam definition. Field 
angles of 0º, 7.1º, and 15.3º are modeled to explore the scanning angles of interest from 
the MEMS mirror. For the objective lens, the 0.55 NA aspheric lens was initially selected 
based on its combination of diffraction-limited performance and long working distance.  
The ZEMAX software provides many different analysis tools with which to 




primarily operates through numerical ray tracing, it is also able to model aperture 
diffraction and diffraction-limited focusing. In the latter case, this is achieved by 
calculating the cumulative phase delay along each ry up to the exit pupil of the focusing 
lens. The phase delay of each ray is used to model the wavefront at the exit pupil, which 
is then propagated to the focus using either the fast Fourier transform (FFT) algorithm or 
the Huygens diffraction integral, depending on the requirements for accuracy and 
computing time.  
For the microsurgery endoscope, we are most interested in maintaining a 
diffraction-limited focus across the entire FOV and thus the performance metrics chosen 
were the diffraction encircled energy (DEE), the Strehl ratio, and the root mean square 
(RMS) wavefront error at each field angle. In ZEMAX, the DEE is the plot of the percent 
of a beam’s energy that lies inside a circle of increasing radius. Minimizing the DEE 
ensures the laser energy is being concentrated in as sm ll a spot as possible at each field 
angle. Similarly, the software can calculate the prdicted two-dimensional PSF using the 
Huygens diffraction integral, from which the two-photon excitation and SHG resolution 
can be deduced by multiplication of a factor of 1 √2⁄ .  
The Strehl ratio is the ratio of the intensity at the center of the simulated PSF to 
the peak intensity of the theoretical diffraction-limited PSF. This metric indicates how 
much energy is taken out of the central peak of the ocus or how much the central peak is 
widened due to aberrations. By convention, a focus with a Strehl ratio of 0.8 or greater is 
taken to be qualitatively diffraction-limited [179], although clearly some energy is lost 
from the focus as the Strehl ratio decreases from unity.  
Lastly, the RMS wavefront error is a measurement of the average error between 
the aberrated focusing wavefront and a perfectly spherical focusing wavefront. This 
metric is particularly useful in ZEMAX, because it is computed for all field angles up to 
the maximum design field angle, rather than just at the specific field angles specified by 




between the specified field angles. A RMS wavefront error of 0.07λ or less is commonly 
considered to be diffraction-limited [179]. 
To begin designing the optical system, we chose to start with commercially 
available aspheric lenses like those used in the first prototype. Specifically, we wished to 
identify a lens pair with a magnification between 1.8× and 2.5× and an outer diameter no 
larger than 3.5 mm. The diameter constraint is dictated by the desire to have the largest 
clear aperture possible without exceeding the size of the mounted MEMS mirror and thus 
increasing the packaged size of the prototype. For the 0.55 NA objective lens, these 
magnifications correspond to a maximum FOV at ±15.3º optical deflection of at least 310 
µm with an axial resolution no worse than about 10 µm based upon the analytical model. 
Ultimately, the best lens pair we identified consisted of a 3 mm focal length lens (AC510, 
Anteryon) and a 6.1 mm focal length lens (352550, Lightpath Technologies) for a 
nominal magnification of 2.03×. Both lenses possess an outer diameter of 2.8 mm, 
though only the clear apertures of the lenses appear in the model. The optical layout for 
this system is shown below in Figure 5.10. The DEE and RMS wavefront error for the 
system are presented in Figure 5.11 and the PSF at each design scan angle are presented 






Figure 5.10. ZEMAX model of the new 9.6-mm probe design using a 
relay lens pair, consisting of commercially available aspheric lenses 
and 2.03× magnification. This optical layout displays the full ZEMAX 
model of the endoscope system, with the blue, green, and red rays 
corresponding to 0º, 7.1º, and 15.3º deflections from the MEMS mirror, 





Figure 5.11. Optical performance of the optical system shown in 
Figure 5.10. a The diffraction encircled energy (DEE) at each field angle, 
where blue, green, and red lines correspond to 0º, 7.1 and 15.3º field 
angles. The predicted DEE is nearly diffraction-limited at the FWHM for 
small field angles, but rapidly increases toward the maximum extent of the 
FOV.  b The RMS wavefront error versus field angle. The RMS error 
remains near 0.07λ up to a field angle of approximately 5º, before off-axis 





Figure 5.12. Point spread functions for the optical system shown in 
Figure 5.10. Each PSF is calculated using the Huygens diffraction integral 
and maximal values indicate Strehl ratio. The PSFs at 0º, 7.1º, and 15.3º 
are provided in a, b, and c, respectively. The modeled Strehl ratios at the 
0º, 7.1º, and 15.3º field angles are 0.81, 0.47, and 0.036, respectively. 
Using this relay lens pair yields a maximum FOV of approximately 415 µm × 210 
µm but with significant curvature to the imaging plane. The peak-to-valley focal shift due 
to field curvature, ∆z, is fairly large for this design at ± 42 µm. Additionally, Figure 5.11 
clearly indicates the presence of strong aberrations arising from scanning the laser beam 
off the optical axis of the relay lenses. On axis, at a field angle of 0º, the system is nearly 
diffraction-limited with a predicted RMS wavefront error of 0.071λ and a predicted 
Strehl ratio of 0.81. From the DEE analysis, we seethat the PSF has departed only 
slightly from the diffraction limit at the FWHM. The calculated PSF at the 0º field angle 
(provided in Figure 5.12a) predicts the on-axis imaging resolution to be approximately 
0.922 µm. However, as the laser is scanned to greater angles, the wavefront error 
increases nonlinearly. At 7.1º, the maximum scanning extent of the inner axis of the 
MEMS mirror, the DEE appears the same however the Srehl ratio has dropped to 0.47. 
Though the DEE is normalized to unity, the lower Stehl ratio is clearly visible in the 
modeled PSF shown in Figure 5.12b. The resolution would not change significantly at 
this angle, however the excitation efficiency would decrease significantly. At the 
maximum field angle of 15.3º, wavefront error reaches approximately ¾λ and the PSF, 
shown in Figure 5.12c, contains very little energy. Based on this analysis, this optical 




the excitation efficiency decreasing by about 66% out t  a FOV of 180 µm, much beyond 
which the excitation would be negligible. 
The primary source of aberrations is astigmatism, arising from the scanning of the 
laser beam off-axis through the relay lens pair. The aspheric lenses used in the lens pair 
are designed primarily for collimating laser diodes and fiber-optics and therefore lack 
aberration correction for off-axis beams. Because the relay lens pair is critical to our 
endoscope design, we next endeavored to design a fully aberration-corrected lens pair. 
The ZEMAX software package provides a powerful means of automated optical 
system design. Briefly, the user first builds a basic model of the optical system and then 
assigns variables to various parameters, such as lens curvature or thickness. Afterward, 
the user creates a “merit function” which consists of the performance metrics to be 
optimized (e.g., RMS wavefront error or DEE), target values for each metric, and relative 
weights to prioritize the metrics. The value of them rit function is given by the RMS of 
the difference between each performance metric and its target value, multiplied by its 
weight. The software can then optimize the system using a damped least-squares 
algorithm to progressively modify the variables until the merit function arrives at a local 
minimum. Initial investigation found that lens optimization of only the objective lens 
could not correct for aberrations across the entire scan range while still maintaining a 
realistic lens geometry. Thus we applied the automaed design process to the relay lens 
pair to explore the possibility for diffraction-limted performance in our miniature optical 
system. 
Using the ZEMAX software, we began with the commercially available relay 
lenses used in the initial model with their lens clear apertures increased to 3 mm to 
improve transmission of larger scan angles. To ensur  the final lens designs could be 
easily manufactured, each lens was kept as a plano-co vex lens with one aspherical 
surface. Also, since miniature aspheric lenses are often produced through a molding 
process, the glass types used in the commercially available lenses (N-BAK and CO550) 




Spherical aberrations arise when focusing into media of different indices of 
refraction, such as through microscope cover slips or into biological tissue. Clinical 
applications will require focusing into tissue and likely this device will be housed behind 
an optical window so that the system can be moved axially to adjust the focal plane. To 
account for any corresponding spherical aberrations at the focus, the sample was modeled 
as a microscope cover slip (BK7, n = 1.511) with seawater (n = 1.340) as the sample 
medium to approximate focusing in tissue through an optical window. 
The radius of curvature, thickness, conic constant and aspheric constants of each 
lens were established as variables to be optimized, along with the distance between the 
relay lenses and the distance between the effective MEMS aperture and the first relay 
lens. We then constructed the merit function to optimize these variables to reach specified 
values of DEE at each field angle, with each weighted equally. By selecting DEE target 
values corresponding to different desired spot sizes, the software could be guided to 
optimize the relay lens pair for different magnifications. 
In nonlinear optical imaging, a flat field of view is desirable, however not a strict 
requirement as most of the imaging is meant to occur inside the bulk of the samples. To 
improve the flatness of the FOV, the system was initially optimized with a flat image 
plane, so that the software would try to reach the target DEE everywhere on the flat 
image plane. Invariably, some curvature to the FOV would remain after optimization. To 
find the correct curvature and accurately represent the focus along the curved FOV, a 
second optimization was run using the same merit function but with the image plane 
curvature as the only variable. Using this method, the peak-to-valley focal shift, ∆z, due 
to the FOV curvature was kept at 10 µm or less. 
Using the design methodology outlined above, we optimized three different relay 
lens systems for use with the 0.55 NA aspheric objectiv  lens. For each effective 
magnification, the minimum Strehl ratio across all design field angles, Stmin, was 
maintained above 0.8 indicating nearly diffraction-limited performance. A similar lens 




achieve higher resolution while still seeking to maximize N. Table 5.2 displays a 
summary of the optical performance for each optical system design. Figure 5.13 plots 
these designs on the resolution versus FOV plot from Figure 5.9a. From Figure 5.13, we 
see that the analytical model provides an accurate guideline for the optimum imaging 
performance of the system and that the custom lens d signs were able to converge very 
nearly to this limit imposed by diffraction.  







Nmodel ∆z Stmin 
 [µm] [µm]  [µm]  
0.55 
1.82 448 × 212 1.06 423 10 0.86 
1.98 396 × 192 0.962 412 10 0.85 
2.38 308 × 148 0.736 418 5 0.87 
2.32 
297 × 142 0.741 – 5.231 NA 18 0.04 
(85 × 85) (0.741) 115 5 0.80 
0.80 1.75 220 × 104 0.529 416 5 0.90 
Values in grey correspond to commercially available spherical lens pair. The values in 
parentheses refer to the diffraction-limited portion f the field of view. NA: Not 
applicable due to rapid decrease in St across FOV. 1Where aberrations induce an 
asymmetric PSF, the encircled energy radius corresponding to half the maximum energy 
is reported. 
 
One goal of the second prototype is to enhance the imaging and microsurgery 
capabilities beyond those of the initial 18-mm probe. Reducing the focused spot size is a 
clear means to achieve this goal by reducing the energy required for ablation, improving 
the imaging resolution, and increasing the two-photon fluorescence excitation and SHG 
efficiencies. Though the design built around the 0.80 NA objective lens predicts an 
imaging resolution of approximately 530 nm, the short 200 µm working distance may 
 
 
make future packaging of the system difficult and may limit the maximum imaging and 
ablation depths. For this reason, we chose to further pursue the 2.38× magnification 
design built around the 0.55 NA objective lens. The optical layout for this system is 
provide in Figure 5.14, with plots of the DEE and RMS wavefront error provided in 
Figure 5.15 and the PSF at the design field angles provided in 
in Figs. 5.15 and 5.16, the optical design is very well corrected for aberrations across the 
entire FOV. 
Figure 5.13. Comparison of optimized relay lens design systems with 
the analytical diffraction
diffraction-limited lateral resolution vs. maximum FOV
effective dimension of the MEMS mirror is reproduced here from 
5.9a, with the ZEMAX models performances 
design of the relay lenses to be aberration
magnifications, the ZEMAX designs approach the diffraction
predicted by the analytical model.
models utilizing the 0.55 NA aspheric objective lens (green line) while the 
triangle indicates the model using the 
(turquoise line). The hollow marker corresponds to a model using 
commercially available spherical lenses for the relay lens pair (only the 
diffraction-limited region of the FOV is indicated).
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Figure 5.16. As illustrated 
  
-limited model. The analytical model for the 
 along the 530 µm 
Figure
overlaid. By optimizing the 
-c rrected at varying 
 The circles correspond to ZEMAX 









Figure 5.14. ZEMAX model of second-generation endoscope 
prototype using a custom-designed relay lens pair with 2.38× 
magnification. This optical layout displays the full ZEMAX model of the 
endoscope system, with the blue, green, and red rays corresponding to 0º, 
7.1º, and 15.3º deflections from the MEMS mirror, respectively. The relay 
lenses used in this system provide correction of aberr tions arising from 
off-axis scanning and refractive index mismatches at the sample. The 





Figure 5.15. Diffraction-limited optical performance of the optical 
system shown in Figure 5.14. a The diffraction encircled energy at each 
field angle, where red, green, and blue lines correspond to 0º, 7.1º, and 
15.3º field angles. Note that, for each field angle, the predicted DEE at 
FWHM is indistinguishable from the diffraction-limited value, shown here 
as a dashed line.  b The RMS wavefront error versus field angle. The 
RMS error remains below 0.07λ across all field angles, and thus across the 





Figure 5.16. Point spread functions for the aberration-corrected relay 
lens pair system shown in Figure 5.14. Each PSF is calculated using the 
Huygens diffraction integral and maximal values indicate Strehl ratio. The 
PSFs at 0º, 7.1º, and 15.3º are provided in a, b, and c, respectively. The 
modeled Strehl ratios at the 0º, 7.1º, and 15.3º field angles are 0.93, 0.94, 
and 0.87, respectively. 
To ensure this design was practical to manufacture, we analyzed the optical 
system for manufacturing and alignment tolerances. U ing the ZEMAX software, 
tolerance sensitivity can be investigated by specifying the parameters subject to variation 
and the range of variation for each parameter. For example, lateral lens placement could 
be identified as a parameter and specified to vary ± 100 µm from the nominal position. 
The system can then use a Monte Carlo algorithm to randomly generate a series of optical 
systems in which all of the toleranced parameters have been perturbed within their 
specified range. The software models the optical performance (e.g., DEE, RMS 
wavefront error) for each Monte Carlo iteration. Additionally, the software can provide 
sensitivity analysis wherein each tolerance is investigated independently and the 
aggregate system performance is estimated by a root-sum-square method. This sensitivity 
analysis is useful in identifying which tolerance has the largest impact on the system 
performance, while the Monte Carlo method is useful in accurately predicting the overall 
system performance. We used both methods in analyzig the tolerance sensitivity of our 
model. 
First, we assessed the sensitivity of our lens design to manufacturing tolerances 




only decenter of the aspheric lens surfaces requiring “precision” manufacturing under 
conventional definitions [15]. There were no specifications requiring “high precision” 
tolerances. Using these tolerances, provided in Table 5.3, we used ZEMAX to generate 
500 randomly perturbed systems and found over 98% of the models exhibit maximum 
RMS wavefront error below 0.069λ, with the worst system only exhibiting wavefront 
error of 0.077λ. Thus this lens design should be inexpensive for commercial mass 
production. 
Table 5.3. Manufacturing tolerances sufficient for maintaining diffraction-limited 
performance. 
Specification Tolerance Units 
Radius 0.04 mm 
Edge Thickness 0.1 mm 
Wedge 60 arc sec 





For alignment tolerances, the lens tilt was allowed to vary ± 1.5º for each relay 
lens, while the lateral and axial positions of the lenses were allowed to vary by ± 50 µm 
and ± 100 µm, respectively. The working distance between the objective lens and the 
image plane was allowed to vary to account for a foc l shift arising from axial movement 
of the relay lenses. 
The impact of these combined tolerances can be seen in the overlay of the DEE 
and RMS wavefront error of 30 Monte Carlo-perturbed systems, provided in Figure 5.17. 
From the Monte Carlo-based results, the performance of the system appears to be robust 




angles in many cases, with a handful of cases showing the onset of aberrations at field 
angles greater than 13º. Using the sensitivity analysis, the model predicts that the system 
is most sensitive to the tilt and lateral displacement of the first relay lens. By allowing the 
working distance to adjust for the best focus, axial variations in relay lens position have 
little effect on the imaging system. As the tolerance on lateral lens placement is loosened 
to ± 100 µm, the focused spot size at the periphery of the FOV was found to increase by 
up to 64%, indicating that lens alignment is the most stringent requirement. Based on this 
information, the lenses appear to have reasonable manufacturing requirements, while the 
packaging and alignment of this endoscope design should ensure that the required lens tilt 





Figure 5.17. Effect of manufacturing and alignment tolerances on the 
optical performance of the optical system shown in Figure 5.15. a The 
diffraction encircled energy at each field angle. For all perturbations 
modeled, the system maintains near diffraction-limited performance at the 
FWHM. The furthest deviations from the diffraction limit appear at the 
largest field angles. b The RMS wavefront error versus field angle. In 
agreement with the DEE results in a, the design remains approximately 
diffraction-limited over much of the FOV, with departures from the 
diffraction limit only occurring above field angles of ~13º. A field angle of 






The results of the lens design optimization demonstrate the potential for a fully 
miniaturized femtosecond laser microsurgery endoscope with robust aberration 
correction. Using current glass molding technologies, aspheric lenses of this size and 
complexity can be easily mass produced for commercial development. For this stage of 
prototype development, however, the production of low quantities of the custom lens 
designs is not cost effective. For our new probe, w have chosen to implement 
commercially available spherical lenses, each with 3 mm outer diameter (NT45-960  and 
NT48-648, Edmund Optics), to form an inexpensive relay lens pair with a nearly 
identical magnification of 2.32×. The optical layout of this system is provided in Figure 
5.18 while the DEE and RMS wavefront plots are shown in Figure 5.19. The calculated 
PSFs for each specified field angle are given in Figure 5.20. The performance of this 
system is also compared to the aberration corrected models in Table 5.2 and Figure 5.13. 
For this model, the cover slip was removed from sample plane, since this design is not 
intended for incorporation into a commercial endoscope. The spherical lenses provide 
diffraction-limited performance at the center of the FOV, with predicted lateral and axial 
resolutions on-axis of 741 nm and 5.2 µm, respectivly. These values agree with the 
lateral and axial resolutions predicted by the analytical diffraction model (760 nm and 5.6 
µm, respectively) to within 10%. The maximal predicted FOV with this design is 297 µm 
× 142 µm. However off-axis aberrations, this time dominated by coma, increase 
drastically with increasing scanning angles similar to the stock aspheric lenses and only 
the central 85 µm maintains St ≥ 0.8. Though aberrated, this design provides an 
inexpensive means of verifying whether the theoretical performance of the ZEMAX 
model can be achieved experimentally prior to commissioning expensive custom lenses. 
Because these lenses possess similar dimensions and focal lengths to the custom lenses, 
the endoscope housing can be designed around these lenses and potentially reused with 





Figure 5.18. ZEMAX model of second-generation endoscope using a 
commercially available relay lens pair consisting of spherical lenses 
with 2.32× magnification. This optical layout displays the full ZEMAX 
model of the endoscope system, with the red, green, and blue rays 
corresponding to 0º, 7.1º, and 15.3º deflections from the MEMS mirror, 
respectively. The system is designed as a low-cost alternative to the 
optimized custom lens design shown in Figure 5.11.  
 
 
Figure 5.19. Optical performance of the op
Figure 5.18, utilizing inexpensive spherical lenses
encircled energy at each field angle, where red, green, and blue lines 
correspond to 0º, 7.1º, and 15.3º field angles. 
departs from the diffraction
the scanning angle increases
angle. The RMS error remains below 0.07
approximately 4.3º, corresponding to the central 85 
larger field angles, the RMS wavefront error increases dramatically.
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tical system shown in 
. a The diffraction 
The predicted DEE clearly 
-limited value, shown here as a dashed line
.  b The RMS wavefront error versus field 
λ up to a field angle of 







Figure 5.20. Point spread functions for the optical system shown in 
Figure 5.18. Each PSF is calculated using the Huygens diffraction integral 
and maximal values indicate Strehl
are provided in a, b, and
15.3º field angles are 0.9
In addition to modeling the laser delivery pathway of the optical system, 
a separate model to analyze the collection pathway. This part of the pathway consists of 
all of the optical elements between the source of the emitted light and the PMT detector. 
Given the 2.4 mm outer diameter of the chosen objective lens, the same 2 
collection fiber used in the 18
without increasing the final packaged dimensions. 
670 nm; FF670-SDi01, Semrock)
as a perfectly transmitting glass plate with the dichroic mirror’s dimensions of 4 × 5 × 1 
mm3. The previous lens (f = 4.0 mm, 0.6
light from the collection fiber into the
Specifically, the PMT cathode was modeled using a detector surface the same size as the 
PMT cathode inside an absorbing housing w
To approximate scattered light emitted from tissue, t
5.21a,  is modeled as a block of seawater (
Henyey-Greenstein phase function using a me
anisotropy factor, g, of 0.
fluorescence or SHG is modeled 
The source is modeled as isotropically emitting 
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 ratio. The PSFs at 0º, 7.1º, and 15.3º 
 c, respectively. The Strehl ratios at 0º, 7.1º, and 
9, 0.36, and 0.04, respectively. 
-mm probe is utilized in the second-generation prototype 
A hort pass dichroic mirror (
 was selected to pass the emitted light and was modeled 
0 NA; C610TME-A, Thorlabs) directing the 
 PMT (H7422-40, Hamamatsu) is reused as well. 
ith the same dimensions as the PMT housing.
h  sample, shown in 
n = 1.340) with bulk scattering defined by a 
an scattering length of 29
75 [180]. The emitted light arising from two
by a point source embedded inside th seawater b














corresponding with the emission of many intrinsic fluorophores, such as NADH [181]. 
The depth of the source inside the sample can be vari d while maintaining a fixed focal 
length from the objective lens to simulate increased imaging depth. The collection fiber is 
modeled by two concentric cylinders with inner and outer indices of refraction of 1.490 
and 1.402, to match the total internal reflection properties of the actual fiber. As the 
model is only intended for comparison of relative collection efficiencies between design 
changes, rather than an absolute quantitative measurement, attenuation and bending in the 
collection fiber are ignored. Relative changes in colle tion efficiency can be determined 
by comparing the number of rays that reach the PMT cathode in this original model with 
the number of detected rays after any modifications. 
As in the 18-mm probe, an air gap exists between th dichroic mirror and the 
entrance to the collection fiber, in which some scattered light may be lost, as seen in 
Figure 5.21a. To capture the lost light, we introduced a 45º bevel to the distal end of the 
collection fiber, shown in Figure 5.21b, allowing it to sit flush with the dichroic mirror.  
Figure 5.21c displays the fraction of total emitted rays detected by the PMT for 
both the beveled and flat fiber tips with increasing maging depth, normalized to the 
fraction detected when the focus is at the surface. When the focus is modeled to be at the 
surface of the sample, the emitted light is unscattered and is well collimated by the 
objective lens. Not surprisingly, this case results in the largest percentage of collected 
light. As imaging depth increases, more of the emitted light is scattered and accordingly 
fewer rays enter the objective lens. While both the flat and the beveled fiber tips exhibit 
decreasing collection efficiency as the imaging depth increases, the beveled fiber tip is 
less sensitive to increased scattering due to the closer interface between the fiber and the 
dichroic mirror. By creating a 45º bevel at the distal end of the collection fiber, this 
model predicts increases in collection efficiency up to 10% over the flat fiber tip at an 
imaging depth of 5 scattering lengths deep (145 µm). This modification should slightly 




Figure 5.21. Detailed view of the distal end of the collection efficiency 
model. a The model utilize
point source as the sample, (2) the 0.55 NA aspheric objective lens, (3) the 
Semrock dichroic mirror, and (4) the 2 mm plastic optical collection fiber. 
b The addition of a 45º bevel (
flush with the dicrhoic mirror, enhancing collection f scattered rays.
The impact of the beveled fiber tip on the number of ays detected from 
the PMT for varying imaging depths, where depth has been normalized by 
scattering length. 
The optimization of the collection pathway completes he design and modeling of 
the entire optical system of the second
optical system is displayed in
layout of the 18-mm probe
which need to be accurately aligned to each other. 
dictated by the packaging of the system, which is discussed in the follo
130 
s (1) an scattering tissue block containing a 
red arrow) enables the collection fiber to sit 
o
-generation microsurgery endoscope. The
Figure 5.22. Because this optical system is b
, the system includes many independent, miniature optics 











Figure 5.22. Optical system of the new 9.6-mm femtosecond laser 
microsurgery endoscope probe. This rendering includes all of the optical 
components designed for the second-generation prototype. Lenses are 
displayed in yellow and mirrors in blue. The components include: (1) three 
meters of PBF; (2) the fiber collimation assembly; (3) a two-axis MEMS 
scanning mirror; (4) a pair of spherical relay lenss with 2.32× 
magnification; (5) a right angle TIR prism; (6) a 0.55 NA aspheric 
objective lens; (7) a dichroic mirror; and (8) one meter of 2 mm core 
plastic optical fiber. 
5.5: PACKAGING DESIGN  
The packaging of the optical system determines the final outer dimensions of the 
endoscope and also how the optics can be aligned to ach other. For active alignment, 
where each optic must be carefully placed in its correct location and orientation by some 
form of micromanipulator, the packaging must provide each optic sufficient degrees of 
freedom to allow for movement of the optic and access for the micromanipulator. 
Conversely, in passive alignment the optical element is aligned by the shape of the 
package, such as a press-fit into a tightly toleranced hole or centered by gravity into a v-




fixation of each optic while passive alignment places the burden of accuracy on the 
fabrication of the housing design. The 18-mm probe primarily utilized passive alignment, 
with each optical component press-fit into precision machined slots while the collimated 
laser beam was actively aligned into the housing. 
For the second-generation prototype, we initially considered several designs. A 
flat silicon optical table with lithography-etched grooves would provide high-precision 
location of the lenses, however lens tilt would be difficult to control and grooves may 
obscure the lower portion of the lens clear aperturs. Also, the orientation of the MEMS 
scanning mirror mount and fiber collimation assembly shown in Figure 5.22 is difficult to 
achieve on a flat plate. At the other end of the spctrum, a single block in which each 
component is press-fit, similar to the first prototype, requires high-precision fabrication 
of complex geometries and does not allow for fine tuning of alignment during 
construction to compensate for inaccuracies in fabric tion. For these reasons, a hybrid 
active-passive approach was chosen, resulting in a modular packaging design shown in 
Figure 5.23. In this design, the optics are divided into three sub-housings: the MEMS 
mirror housing, the relay lens pair housing, and the objective lens housing. Within each 
module, the optics are aligned predominantly through passive means by precision slots 






Figure 5.23. Packaging design for the new 9.6-mm diameter 
microsurgery and microscopy endoscope. a The packaged endoscope is 
shown transparently overlaid with the optical system of the endoscope, 
shown in Figure5.22. The assembled endoscope design has a 
circumscribing diameter of 9.6 mm and a rigid length of 23 mm.  b An 
exploded view of the endoscope housing, showing each module 
separately. c An alternate perspective of the exploded view, showing 
details of the complex geometry used for alignment of the optics. d 
Photograph showing the housing of the 18-mm probe beside the housing 
for the 9.6-mm probe. A US penny is shown for scale. 
Because the MEMS mirror and relay lens housings contain complex geometries 
that would be difficult to produce by milling processes, the housings were specified for 
manufacture with ProJet Ultra High Definition 3D printing, a high-precision rapid-
prototyping technique. This technique is capable of quickly producing small polymer 
parts with a typical accuracy of 25 – 50 µm. The objective lens housing is essentially a 




designed to be manufactured from Delrin® acetyl resin on a high-precision end mill, to 
take advantage of the material’s higher stiffness.  
To ensure the accuracy of the relay lens placement, which was found to be the 
most critical alignment item in the ZEMAX model, the press-fit holes for the relay lenses 
were specified slightly smaller than the 3 mm lens diameters and are to be finished out to 
exact dimensions with a high-speed drill. Passive alignment was chosen over active 
alignment for the lateral and angular relay lens poitioning because the small scale of the 
lenses and packaging made access with micromanipulators difficult and because the edge 
thickness of the lenses are long enough to ensure < 1.5º angular deviation in a tightly 
toleranced press-fit. Axial lens positioning, which was found to be significantly less 
critical, can be achieved actively by adjusting thelens’ positions axially inside their 
respective holes while monitoring beam collimation. Details of the alignment procedure 
are provided in the next section. 
This design reduces the outer dimensions of the new endoscope to 6.0 mm × 8.8 
mm × 23.0 mm. The circumscribing diameter of this de ign has been reduced to 9.6 mm, 
nearly half the 18.0 mm of the intial prototype, while the rigid length has been decreased 
by 43%. The improved miniaturization and packaging e ables this design to be flexibly 
delivered to the oral cavity, to a wide range of open intraoperative sites, or delivered 
through the insertion tube of most commercial colonscopes as a custom endoscope. 
5.6: ENDOSCOPE ALIGNMENT AND CONSTRUCTION  
The construction of the 9.6-mm probe consisted of the alignment of several sub-
assemblies of increasing size which were finally aligned to each other while using laser 
beam profiling to monitor beam quality. To construc the fiber collimation lens assembly, 
the custom GRIN collimation lens and prism were first nserted into a 5 mm length of the 
1 mm outer diameter stainless steel tube. The lens was then fixed in place by distributing 
a small amount of UV-curing epoxy where the exposed ides of the lens interface with 




table while the glass ferrule and PBF were aligned to the steel tube with micrometer 
control of x-, y-, and z-axes, as well as pitch and yaw angles. Collimation of the laser 
light was achieved by adjusting the axial position of the PBF inside the glass ferrule 
using a second translation stage while monitoring the beam waist at various distances 
from the collimating lens. Once optimum alignment ad collimation were achieved, a 
small amount of UV-curing epoxy was applied to the perimeter of the junction between 
the glass ferrule and the steel tube and also to the PBF where it exits the back of the 
ferrule. A photograph of the complete collimation assembly is provided in Figure 5.24. 
 
Figure 5.24. Photograph of the finished fiber collimation assembly. 
Once aligned, the assembly was sealed together using small drops (≤0.5 
µL) of UV-curing epoxy where indicated by the black arrows. 
During alignment of the collimation assembly, the bst collimation yielded a 
beam diameter (1/e2) of 405 µm, close to the design specification of 425 µm. The far-
field beam divergence half-angle was measured to be 2.59 mrad, more than twice the 
diffraction-limited divergence half-angle of 1.10 mrad. This increased beam divergence is 
likely because we are utilizing the full clear aperture of the 500 µm GRIN collimating 
lens, and thus spherical aberration in the lens will be more noticeable than when using the 




During application and curing of the UV-curing epoxy, the beam profile was 
observed to undergo distortion and then settle at a sm ller collimated beam waist of 320 
µm. The divergence half-angle decreased slightly to 2.11 mrad, only 40% larger than the 
1.51 mrad diffraction-limited half-angle for this beam waist. That the divergence angle 
moved closer to the diffraction limit as less of the lens aperture was filled by the 
collimated beam supports the theory that the increased divergence stems from spherical 
aberration in the lens. This change in collimated bam waist also accompanied a drop in 
the transmitted energy across the three-meter PBF and collimation assembly from 53% 
before the curing of the epoxy to 33% afterward. Even though the amount of epoxy 
applied was small (~0.5 µL), the viscosity of the unc red epoxy is very low and most 
likely a sufficient volume of epoxy wicked into the inside of the steel tubing during 
curing. Because the steel tube significantly blocks the UV curing lamp, the epoxy did not 
cure before capillary forces had distributed the epoxy into the space between the fiber and 
the collimating lens. Improper curing of this epoxy due to the opacity of the steel tube is 
likely responsible for the drop in transmitted energy. This issue will need to be addressed 
in future prototypes. 
To package the MEMS scanning mirror, the silicon chip containing the MEMS 
device was first transferred mounted to the custom PCB using double-sided tape. We then 
wire-bonded the voltage actuator leads and the ground lead to the PCB bonding pads. 
During wire-bonding, we found it difficult to achiev  a reliable bond between the silver 
wire and the leadless solder of the PCB, so small gold pads were glued over the PCB 
bond pads using conductive silver paint. 
To mount the MEMS chip and PCB to the MEMS module of the endoscope 
package, we constructed a specialized alignment system. First, a helium neon (HeNe) 
reference laser was reflected off a one inch mirror onto a screen three meters away. The 
mirror was leveled to be completely flat with respect to the optical table. We then 
replaced the one inch mirror with the PCB-mounted MEMS chip, held by a pair of 




the angle of the MEMS chip was adjusted until the projected laser spot matched the 
previous spot made by the flat mirror, indicating that the MEMS chip was level. Next, the 
linear controls of the translation stage were adjusted to lower the PCB onto the MEMS 
mirror module of the endoscope housing, which was mounted in a 45º clamping mount 
(VC1, Thorlabs) such that the MEMS mounting surface was also level with the table. To 
fix the PCB to the housing, a drop of cyanoacrylate epoxy was placed on the mounting 
surface of the housing. To ensure accurate placement of the PCB, the entire process was 
conducted under a stereoscope. After successful mounting of the PCB, the wires carrying 
the MEMS mirror driving signal were attached to theplated through-holes on the back of 
PCB using conductive silver epoxy. The far side of the wires connected to a custom-built 
junction box connecting each voltage lead to a BNC terminal and linking the common 
grounds, with a switch to control power to the mirror. 
We next mounted the fiber collimation assembly into the MEMS mirror module 
of the housing and aligned the collimated laser beam to the MEMS scanning mirror. The 
fiber collimation assembly was aligned through its mounting hole using a 5-axis 
translation stage, after which the assembly was rotated until the beam was centered on the 
MEMS mirror. The inner axis of the MEMS mirror was ctuated to verify that the laser 
beam was centered on the mirror surface of the MEMS chip before sealing the 
collimation assembly in place with cynaoacrylate epoxy. 
For the relay lens module of the endoscope package, the relay lenses were each 
pressed into their appropriate holes and inspected under a stereo scope to ensure they 
were not tilted with respect to the optical axis. The relay lens housing was then aligned to 
the collimated beam from the MEMS mirror housing to check that the beam was 
collimated emerging from the relay lenses. The lensseparation was then adjusted slightly 
as necessary using a small cotton swab to optimize the beam collimation. The collimated 
beam diameter after expansion through the relay lenses was measured to be 1,000 µm, 
very near the design specification of 986 µm. The increased beam divergence from the 




a beam diameter after expansion close to the design value despite the smaller beam 
diameter from the collimator. The measured divergence half-angle of 1.19 mrad is further 
from the divergence half-angle predicted by the diffraction of 0.48 mrad, however. In the 
ZEMAX model, moderately increased divergence due to axial separation of the relay 
lenses resulted primarily in shift in the focal plane with minimal degradation to the 
imaging resolution. After best collimation was achieved, the lenses were fixed into place 
using a small amount of UV-curing epoxy placed around the perimeter of each lens. 
During collimation, significant high-frequency and axially symmetric ripples 
were observed superimposed upon the Gaussian spatial profile of the beam (Figure 5.25). 
The highest spatial frequencies were observed close t  the second relay lens, with 
decreasing spatial frequencies as the observation distance increased. A clean Gaussian 
profile was recovered for distances larger than the Rayleigh range. 
 
Figure 5.25. Beam profile evolution after expansion by the miniature 
relay lens pair. a Series of beam profiles taken at increasing distances 
from the second relay lens. The distance is noted in each frame and image 
separations are scaled accordingly. The beam profile at 1 cm displays 
high-frequency ripples across the profile, which decrease in spatial 
frequency as distance increases, similar to diffraction from a circular 
aperture. This pattern was repeatable even with large diameter (1 inch) 
lenses. b Outside the Rayleigh range (~1 m), a Gaussian profile is 
recovered.  





The ripple pattern follows the behavior of diffraction arising from the aperture of 
the second relay lens, however this diffraction is unlikely given the 1.00 mm beam 
diameter and the 2.7 mm minimum clear aperture specified for the lens. Replacing the 
relay lens module with a 35 mm focal length one inch diameter lens, the collimated beam 
from the MEMS module displayed the same behavior. Therefore, we suspect that 
phenomenon is a beam quality issue arising from the issues in the fiber collimation 
assembly. 
When a laser beam is focused, high spatial frequencies the beam profile will result 
a distribution of energy out of the central focus spot and into low-energy rings. This is a 
result of the Fourier transform properties of a lens [162]. To estimate how much energy 
would be lost from the focal spot due to the ripple attern we observed, we wrote a 
MATLAB script to analyze the Fourier transform of the capture beam profile. This 
analysis estimated an 18% reduction in the peak intensity. 
With the relay lenses fixed in place, the right angle prism and dichroic mirror 
were pressed into their appropriate places in the relay lens module. The relay lens module 
was then realigned to the MEMS mirror module. During this process, the angle of the 
collimated laser beam was monitored to ensure that the right angle prism and the dichroic 
mirror were both mounted vertically and at 45º with respect to the beam path. With 
alignment verified, the prism and the dichroic were both fixed in place with UV-curing 
epoxy and the MEMS mirror module was bonded to the relay lens module using 
cyanoacrylate epoxy around the junction of the two modules. 
The objective lens was pressed into the Delrin® nosepiece of the endoscope and 
inspected under stereoscope to ensure that the lens was not tilted, which would result in 
astigmatism. This nosepiece was aligned to the rest of the endoscope using a 5-axis 
translation stage. The beam profiler was used to ensur  that the placement of the lens did 
not alter the angle of the emerging laser light andthat the far-field beam profile was 





Lastly, the collection fiber was installed in the endoscope, taking care to ensure 
that the beveled angle of the collection fiber was oriented parallel to the dichroic mirror. 
We then used cyanoacrylate epoxy to seal the fiber in place, completing the construction 
of the 9.6-mm microsurgery endoscope. 
5.7: SUMMARY OF 9.6-MM  ENDOSCOPE DESIGN 
In designing the 9.6-mm probe, we established design goals of reducing the 
packaged size, extend the microsurgery capabilities and enabling imaging of intrinsic 
sources of nonlinear imaging signal by optimizing the optical system of the 18-mm 
probe. The finished probe has been reduced in size by nearly a factor of two along every 
dimension, resulting in a 9.6 mm circumscribing diameter that would allow flexible 
delivery into the oral cavity or an intraoperative surgical site, or allow for delivery 
through the insertion tube of most commercial colonscopes. Analytical and numerical 
design analysis, along with experimental testing of miniature objective lenses, showed 
that the resolution could be improved and the FOV increased, even within the smaller 
packaged size of the new prototype. Chapter 6 will cover the characterization and 
demonstration of this new prototype with the aim of demonstrating improved imaging 




Chapter 6: Characterization of the 9.6-mm Probe 
We have constructed a 9.6-mm diameter probe of the femtosecond laser 
microsurgery endoscope with the goals of:  
• Decreasing the size of the system to enable future endoscopic use 
• Improving the resolution and fluorescence collection efficiency to enable 
tissue imaging 
• Improving the microsurgery capabilities to enable both delivery of high 
energy pulses for ablation in tissue. . 
Using the design methodology covered in the previous chapter, we have successfully 
reduced and streamlined the packaged size of this opt cal system such that it can now be 
incorporated into a custom endoscope and access a variety of clinical sites. In this 
chapter, we will investigate the imaging and ablation capabilities of this new prototype.  
We begin by illustrating improvements made to the data acquisition and image 
reconstruction methods, followed by determining thefocused laser spot size, and thus 
resolution, by measuring the PSF. In addition to the PSF, we will determine our 
maximum FOV and compare our experimental imaging capabilities with the performance 
predicted by our ZEMAX modeling. Additionally, we will image standard benchmark 
samples, such as pollen grains, to qualitative explore the imaging capabilities and allow 
comparison with other published nonlinear optical endoscopy systems. To finish the 
imaging characterization, we will explore our ability to identify morphology and image 
intrinsic signals in tissue. 
 Finally, we will explore the microsurgery capabilities of the new endoscope. To 
achieve rapid ablation over larger areas, we will introduce a new technique called 
plasmonic laser nanosurgery (PLN), in which bio-conjugated gold nanospheres will be 




only provides molecularly-specific imaging contrast to aid diagnosis, but also greatly 
reduces the ablation threshold of the labeled cancer cells. 
6.1: CHARACTERIZATION OF IMAGING CAPABILITIES  
The experimental setup used to demonstrate the new prototype (shown in Figure 
6.1) is nearly identical to the setup used in Chapter 4, Section 4.2, with two key 
improvements. First, the microsurgery laser can pass through a single-grating pulse 
stretching system which pre-chirps pulses from the CPA to approximately 11.5 ps to 
compensate for dispersion in the PBF. Second, the 1MHz current-to-voltage preamplifier 
used in the previous system was replaced with a high-speed current-to-voltage 
preamplifier (DHPCA-100, FEMTO Messtechnik). Operatd in “High Gain” mode at a 
bandwidth setting of 14 MHz, the new preamplifier is able to provide twice the 
transimpedance gain of the previous preamplifier while sampling at 4 MHz. Using this 
increased sampling speed, the new endoscope captures 512 × 512 pixel images, increased 
from 256 × 256 pixels, without any missed pixels at the center of the FOV due to under-
sampling. This increases the quality of the individual frames while ensuring that the 
Nyquist sampling theorem is upheld for all achievable FOV. Based on the resonant 
performance of the new MEMS scanning mirror, the mirror is driven at scanning 
frequencies of x = 2,263 Hz and fy = 979 Hz to create a dense Lissajous pattern with a 
pattern repeat rate of 1 Hz. Using the image reconstruction algorithm discussed in 
Chapter 4, Section 4.3, we display images at a frame rate of 7 Hz to balance increased 
temporal resolution with single-frame image quality. At 7 Hz, between 75.7% and 76.4% 
of pixels are sampled in every frame, providing a good balance between single frame 





Figure 6.1. Experimental setup for testing the 9.6-mm probe. The 
experimental setup consisted of the prototype mounted inverted above a 
piezoelectric sample holder, similar to the testing of the first prototype. 
This new system includes a single-grating pulse strtcher for pre-chirping 
the microsurgery pulses, which is boxed in by the tin dashed line. λ/2: 
half wave plate; PBS: polarizing beam splitter; λ/4: quarter wave plate; G: 
reflective grating; FM: flipping mirror; Obj.: 0.25-NA objective lens; PBF: 
three meters of photonic bandgap fiber; PZT: piezoelectric translation 
stage; CF: one meter of plastic optical collection fiber; F: laser blocking 
filter; PMT: photomultiplier tube; I→V: current-to-voltage preamplifier; 
Amp: 200 V MEMS driving amplifier. 
The improvement in image quality due to the new sampling and image acquisition 
settings can be seen in comparing images of 1 µm fluorescent beads dried on a 
microscope slide. Figure 6.2a shows a raw frame taken at a 7 Hz frame rate with an 
image size of 512 × 512 pixel images and a 4 MHz sampling rate using the new high-
speed preamplifier. Figure 6.2c presents approximately the same FOV imaged with 256 




image taken at 4 MHz samples more pixels in the center of the FOV, providing greater 
detail. Given the 110 µm × 110 µm FOV, the Nyquist sampling theorem is still satisfied 
with 256 × 256 pixels, however Figure 6.2a still appears to provide better resolution of 
single beads in the raw frames due to the insufficient sampling speed in Figure 6.2c  
Even after acquiring seven frames to acquire the full Lissajous pattern, the 512 × 512 
pixel image (Figure 6.2b) with the 4 MHz sampling rate provides noticeable 
improvement in signal-to-noise ratio when compared with the previous methodology 
(Figure 6.2d). As a result, the new endoscope requires less averaging of raw frames for 
producing low noise images.  
Similarly, Figure 6.3 illustrates the ability of the 9.6-mm probe to capture 
increased dynamic information using the fast-updating Lissajous image reconstruction 
algorithm developed in Chapter 4, Section 4.3. In this experiment, 1 µm fluorescent 
beads (F-8823, Invitrogen) were dried onto a glass slide, after which a drop of water was 
placed over the beads. The water allowed some of the beads to become unfixed from the 
slide and move freely around the sample to provide movement. In the frames produced at 
7 Hz using our method (Figure 6.3a), the motion is captured and the independent motion 
of each bead and agglomerate can be tracked across the three second acquisition time. 
The white circles in Figure 6.3a track an individual bead’s trajectory from the entra ce at 
the right of the FOV to its exit at the left. In the frames reconstructed using the traditional 
Lissajous reconstruction method (Figure 6.3b), where the frame rate equals the pattern 
repeat rate of 1 Hz, the temporal resolution is insufficient to identify the entry and exit 
points of the highlighted bead. Also, the crisp outline of the moving agglomerated beads 






Figure 6.2. Comparison of new image sampling and reconstruction 
parameters with those of the previous prototype. a and b, A single raw 
frame and the maximum intensity projection of 7 frames, respectively, of 
agglomerated 1 µm fluorescent beads on glass taken with the 9.6-mm 
probe using a 512 × 512 pixel image size and sampling at 4 MHz with the 
FEMTO Messtechnik preamplifier. c and d, A single raw frame and the 
maximum intensity projection of 7 frames, respectively, taken with the 
9.6-mm probe using the previous 256 × 256 pixel image size and sampling 
at 1 MHz with the SRS preamplifier. A slight shift of the FOV between 
the top and bottom image sets can be observed, which oc urred while 
changing the preamplifier hardware in between images. Average laser 









Figure 6.3. Comparison of time-elapse images using our fast-updating 
Lissajous image reconstruction method and using the traditional 
method. a A series of images of 1 µm fluorescent beads taken t 7 frames 
per second using our fast-updating Lissajous image reconstruction 
algorithm and the 9.6-mm endoscope. The beads were allowed to dry and 
then hydrated with water so that some beads and agglomerates move 
freely. b The corresponding traditional Lissajous-scanned images, 
updating at 1 frame per second, for the same data set. The white circles in 
a highlight a freely flowing single bead travelling across the FOV. Its 
trajectory can be clearly identified. The red circles in b highlight the same 
bead. The red arrow denotes one of the noticeable motion artifacts 
encountered using the traditional image reconstruction method. Single 
frame FOV is 35 µm × 35 µm and the average laser power at the sample is 
10 mW. 
Using the new prototype endoscope in this experimental setup, we can deliver a 
maximum average power of 60 mW to the sample from the Ti:sapphire oscillator for 
imaging and, based on our measured transmission efficiency, a maximum pulse energy of 






power and microsurgery energy predicted in Chapter 5 and are also significantly less than 
those of the 18-mm probe. The primary cause of this decreased transmittance is the added 
attenuation of the fiber collimation assembly, as di cussed in the previous chapter. In 
addition to addressing this issue in future designs, the use of metallic coated MEMS 
mirrors will triple the transmittance of future endoscopes based upon our design. The 
lower deliverable laser powers for imaging and microsurgery can be partially offset by 
improvements to the resolution as well. 
We experimentally measured the PSF of the new prototype using a bead-in-agar 
phantom similar to the samples used in the previous chapters. For this sample, we utilized 
500 nm fluorescent beads (F-8813, Invitrogen) to improve the signal-to-noise ratio of our 
measurements. We took measurements over a 160 µm FOV to attempt to detect the off-
axis aberrations predicted by the ZEMAX model. The av rage power of the laser at the 
sample was 27 mW.  
The FWHM of the Gaussian fits to the lateral and axial PSFs are 1.32 µm ± 0.03 
µm and 9.92 µm ± 0.40 µm, respectively. The measurements are averaged cross 12 
beads and the reported errors correspond to the standard error of the mean. 
Representative PSF measurements are provided in Figure 6.4. There was no statistically 
significant difference in PSF size for beads measured at different locations in the FOV, 
suggesting that the any aberrations arising on-axis in the 9.6-mm probe are sufficiently 
larger than those predicted by ZEMAX over a 150 µm FOV. While the 500 nm beads 
used in this experiment are significantly larger than the 100 nm beads used in our 
previous PSF measurements, we found the change in FWHM spot size due to 
deconvolution of the 500 nm bead to be less than 5% and so these measurements do not 
include deconvolution. There was no measurable asymmetry in the lateral PSF shape, 
though the analytical model predicted that some asymmetry may be present due to the 




because the PSF is not diffraction-limited and aberrations mask any small asymmetry that 
would otherwise be present. 
 
Figure 6.4. Example lateral and axial point spread function 
measurements for the 9.6-mm probe. a A representative PSF 
measurement showing the lateral resolution of the 18-mm probe. The inset 
image shows a single 500 nm bead used for PSF measurement, as imaged 
by the probe with 1 µm scale bar. b A representative axial PSF displaying 
the axial resolution. The inset image shows a x-z plane reconstruction 
showing the axial profile of a single 500 nm bead with 1 µm scale bar. 
The raw data is shown in black and the Gaussian fit to the data is provided 
in red. The average FWHM of the lateral and axial PSFs are 1.32 µm and 
9.92 µm, respectively. 
The measured PSF represents a notable improvement ov r the previous 18-mm 
probe, with a 20% decrease in lateral spot size and a 40% decrease in axial spot size. The 
measured PSF is significantly larger than the PSF predicted by the ZEMAX model, 
however. The model predicted that with a perfect Gaussian beam and ideal alignment the 
optimum lateral and axial resolutions at the center of the FOV would be 0.74 µm and 5.2 
µm, respectively. Based on the beam profiling measurements taken during alignment of 
the prototype, the departure of the measured resolutions from the predicted values is most 
likely attributable to the spherical aberration and beam quality issues arising from the 





a collimation assembly design that utilizes a larger aperture collimating lens and prevents 
the introduction of epoxy into the air space between the fiber and the lens. Despite not 
being diffraction-limited, however, the measured improvement in axial resolution will 
greatly improve the optical sectioning capabilities of this probe. 
As with the previous endoscope, we imaged the slide of fixed pollen grains to 
provide qualitative visualization of resolution improvement and also a benchmark with 
which to compare the combined excitation and collection efficiency. Using the 9.6-mm 
probe, we imaged the same species of pollen grain as with the 18-mm probe, 
demonstrating that the spikes along the outer shell ar  now clearly resolved (see Figs. 
6.5a-c).  When comparing these pollen images with those tak n using the 18-mm probe 
(reproduced in Figure 6.5d), the improved lateral and axial resolutions of the new 
prototype can be clearly seen. The spikes along the periphery of the pollen grains are 
better resolved with the new prototype due to the improvement in lateral resolution, while 
the improved axial resolution provides increased optical sectioning, which is evident in 
the series of axially spaced images provided in Figure 6.5d.  
The average laser power used to image the pollen grai s was in the range of 9.8-
25 mW, slightly higher than the 9.0 mW used in the 18-mm probe. This increase in 
required power is most likely because longer axial resolution of the 18-mm probe excites 
more fluorescent molecules than the 9.6-mm probe in thicker samples. For a flat sample, 
the 10.0 mW average laser power used to image the 1 µm beads in Figure 6.3 is also 
slightly higher the 8.2 mW used to image the dried 1 µm beads with the 18-mm probe in 
Figure 4.15. This slight increase in imaging powers suggests that the combined excitation 
and collection efficiency of the 9.6-mm probe is comparable to the 18-mm probe for 
minimally scattering samples. Most likely, the increased excitation efficiency that would 
be expected from the smaller focused spot size is offset by the ~18% decrease in peak 
intensity anticipated by the Fourier analysis of the collimated beam profile (Chapter 5, 
Section 5.6). As with the 18-mm probe, this new 9.6-mm probe is able to image standard 
samples such as pollen grains and fluorescent beads using lower laser powers than the 
 
 
other published devices li ted in Table 2.1
high excitation and collection efficiency of the 
packaged size by almost 50%.
Figure 6.5. Comparison of two
grains taken with the 
probes. a, b Representative images of pollen grains taken with the 
mm probe. Due to improved optical sectioning, images are depth 
projections of axially spaced images
between images is 4.2 µm
step. Average laser power at the sample is 
A series of axially spaced images used to construct he image shown in 
demonstrating the optical sectioning power of the new prototype. 
of two pollen grains taken with the first 
comparison. Average laser power was
averaging at a single axial location over 50 frames (5 econds).
are 5 µm. 
Using a peak driving voltage of 45 V to both axes of the MEMS mirror, we 
imaged the rhodamine-stained tissue paper of 
(see Figure 6.6). At this driving voltage and using 
maximal FOV of the 9.6-mm probe
150 
s . This proves that we were able to conserve the 
18-mm probe even while reducing
 
-photon fluorescence images of pollen 
two femtosecond laser microsurgery endoscope 
 to show 3D detail. The axial step 
 with 14 frames (2 seconds) averaged at each 
9.8 mW in a and 25 mW in
d Image 
18-mm probe, provided for 
 9.0 mW at the sample 
Scale bars 
Figure 6.2 to determine the maximum FOV 
7 mW average laser power, the 











predicted FOV (380 µm × 150 µm) is larger along the MEMS outer axis than the 
measured FOV, while the other axis is slightly shorter. The differences likely arise from 
changes in the quality of the electrical connections during wire-bonding and packaging. 
At two sides of the periphery of the FOV, the signal level decreases. The region of the 
FOV that provides the greatest signal is approximately 130 µm × 100 µm. That the area 
of best signal is not centered in the image suggests some misalignment in the probe, as it 
is unlikely that aberrations decrease at larger scan angles for a well-aligned probe. 
Despite the use of beam profiling and active alignme t, one or more optics is likely 
sufficiently off-axis to produce this effect. Future devices will need to develop more 
stringent alignment techniques to achieve optimal performance. Lastly, a scanning device 
with static deflection capabilities might be used to compensate for this type of 




Figure 6.6. Maximum intensity depth projection image of rhodamine
stained lens paper showing maxim
45 V was delivered to each actuator on the MEMS device to achieve the 
maximum FOV without risking damage to the MEMS scanning mirror. A 
depth stack of 135 µm
that the presence of field curvature was accommodated.
averaged at each step.
along two sides of the FOV. The optimal resolution appears to be achieved 
over an area of roughly 130 µm × 100 µm
image is 210 µm × 160 µm
and the scale bar is 20 µm.
To complete the characterization of the imaging capabilities, we investigated the 
ability of the new endoscope to visualize morphological fea
and to utilize intrinsic sources of contrast such as SHG and autofluorescence. The first 
sample investigated is rat tail tendon. 
microscopy sample because it consists of dense and
act as a strong source of intrinsic SHG and, to a lesser degree, autofluorescence. The 
sample was prepared from a tail harvested from a 
had been euthanized as required for an unrelat
Animal Resource Center of The University of Texas at Austin. After harvesting of the 
tail, the tail was then delivered to our lab in room
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um FOV. A peak driving voltage of 
 total depth with 4.2 µm steps was taken to ensure 
 14 frames were 
 Loss in resolution and signal intensity is observed 
, while the total FOV of the 
. Average laser power at the sample was 7 mW 
 
tures inside biological tissue 
Rat tail tendon is a common nonlinear optical 
 highly aligned collagen fibers that 
Sprague Dawley rat, after the animal 
ed pproved research protocol at the 




were removed, and placed on a microscope s
probe, the fibrous structure of the rat tail tendon can be clearly visualized
without the introduction of exogenous contrast agents. The images in 
acquired using an average power o
Wu et al. [140], providing further evidence that the combined excitation and collection 
efficiency of this prototype compares well with published systems.
imaging of the collagen-rich rat tail tendon demonstrates the potential to conduct 
nonlinear optical imaging based solely on intrinsic ources of contrast with our new 
mm probe. 
Figure 6.7. SHG images of rat tail tendon taken with the 
femtosecond laser microsurgery 
110 µm × 75 µm, the high degree of orientation in the fiber can be seen.
The dashed white box represents the size of the 40 µm × 40 µm FOV 
shown in b. The average laser power at the sample was 20 mW and t
scale bars are 10 µm and 5 µm in 
14 frame averages. 
In addition to rat tail tendon, we tested the capabilities of the 
image the epithelial layer of porcine vocal fold. 
interest because the treatment of scarred vocal folds presents a major clinical challenge as 
well as a unique application for femtosecond laser microsurgery that will be explored in 
the following chapter. Porcine larynx was obtained from a lo
153 
lid  in saline for imaging. Using the 
 in 
Figure
f 20 mW, which is 2.75× less than the 55 mW used by 
 The successful 
9.6
and imaging probe. a At a FOV of 
a and b, respectively. Both images are 
9.6-
Vocal fold tissue is of partic
cal slaughterhouse and 
9.6-mm 
Figure 6.7, 











brought to our lab for dissection. After dissection, the superior vocal fold was excised. 
Initial imaging of the unlabeled vocal fold did not produce sufficient autofluorescent 
signal for imaging at approximately three hours after initial excision from the pig. To 
enhance the imaging signal, we then incubated the excised vocal fold in a 5 mL solution 
of phosphate-buffered saline (PBS) containing 5 µM Hoechst 3342 for 45 minutes. 
Hoechst 33342 is a cell-permeable dye which binds to DNA to provide nuclear contrast. 
Nuclear stains are preferable to cytoplasmic stains such as calcein AM for tissue imaging 
with our probes, as distinguishing the boundaries of cl sely packed cells with uniform 
fluorescence is difficult with an axial resolution ≥ 10 µm. The two-photon excitation 
spectrum of Hoechst 3342 (λex ~ 650-750 nm) is better suited for the endoscope than 
those of the two other commonly used nuclear stains, 4",6"-diamidino-2-phenylindole 
(DAPI, λex ~ 780-810 nm) and acridine orange (λex ~ 780-900 nm) [182,183]. After 
incubation, the vocal fold sample was placed on a microscope slide and kept moist with 
PBS during imaging with the prototype (see Figure 6.8).  
The images of the stained vocal fold clearly delineate the nuclei in the outermost 
cell layers of the epithelium and provide morphological information about nuclear size, 
cell density, and the surface contours of the vocal fold. Using an average power of 35 
mW, only a one to two cell layers are clearly visible. Below these cells, the imaging 
power was increased up to the maximum deliverable power of 60 mW, however 
negligible increase in signal was observed. We believ  this is because the Hoechst stain 
was unable to penetrate further into the tissue during incubation. The available literature 
on Hoechst staining pertains mostly to staining of thin tissue sections and cell cultures, 
and there is little information regarding the penetration of the dye through intact tissue. If 
the penetration of the dye proves to be limiting, clini al applications of the femtosecond 
laser microsurgery endoscope requiring exogenous contrast will need to identify a stain 




Figure 6.8. TPEF images of Hoechst 3342
epithelium taken with the 
projection from a series of images taken 4.2 µm apart axially, 14 frames 
averaged at each step. Total imaging depth is a
Montage of selected frames from the depth stack, showing the contour of 
the epithelium. Axial step between displayed images is 8.4 µm. Average 
laser power at the sample was 35 mW, scale bars are 10 µm in 
µm in b. 
We opted not o test microsurgery using 
for damaging the fiber collimation assembly
laser transmission that was observed after sealing the fiber collimation assembly has 
limited the maximum deliverable laser energy
pulse. Given the decrease in lateral 
spot size of the 18-mm probe, 195 nJ should be sufficient for single pulse cell ablation 
with the 9.6-mm probe. However, most likely the drop in transmission and the 
accompanying distortions to the beam profile 
assembly are a result of UV-curing epoxy seeping into the fiber collimation assembly and 
occupying the space between the fiber and the collimating le s. If this is the case, the 
laser light enters the cured epoxy immediately upon exiting the fiber, at a beam diameter 
equal to the 6 µm core size of the fiber. 
155 
-stained porcine vocal fold 
9.6-mm probe. a Maximum intensity depth 
pproximately 67 µm.
a and 20 
the 9.6-mm probe as a result of 
 with amplified laser pulses. 
 to the sample to an estimated 195 nJ per 
1/e2 spot size to ~3.2 µm, from the 3.9 µm 1/e
that occurred after sealing the collimation 
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nJ pulse to the sample requires delivering a 1.6 µJ pulse to the exit of the fiber, where the 
6 µm spot size would create a fluence of 5.7 J/cm2. Since this is well above the damage 
threshold for glass of 2 J/cm2 for NIR femtosecond laser pulses, it is highly like y that the 
epoxy would become ablated at the interface with the fiber and produce unpredictable 
and irreversible changes to the beam quality. For this reason, we have chosen to avoid 
delivering amplified laser pulses for microsurgery with the 9.6-mm probe, and instead we 
develop a new means of rapid cellular ablation using the plasmonic optical near-field 
enhancement of gold nanoparticles.  
6.2: PLASMONIC LASER NANOSURGERY OF GOLD METAL NANOPARTIC LE-LABELED 
CANCER CELLS FOR RAPID NON -THERMAL CELL DEATH  
Though the maximum deliverable pulse energy in our 9.6-mm endoscope has 
ultimately proven to be limited in comparison to the 18-mm probe, our goal of enabling 
rapid ablation of larger areas of cells can still be achieved through the use of bio-
conjugated gold nanoparticles. Recently, bio-conjugated gold nanoparticles have attracted 
attention as a means for enhancing the signal leveland for providing molecularly specific 
contrast in nonlinear optical imaging through multiphoton-induced luminescence 
[122,123,184]. By conjugating such nanoparticles to ligands for receptors known to be 
over-expressed in particular pathologies, the particles enable selective visualization of 
diseased cells and may be useful in guiding treatment. 
We have recently proposed and demonstrated that the sam  gold nanospheres and 
laser system can also be used as precise treatment ag s, selectively disrupting the 
cellular membranes of labeled cells at laser fluences known to be safe for healthy cell 
types [185] and can lead to cell death. Cell death is caused by exciting plasmonic gold 
nanospheres using ultrafast laser pulses, where the ul rafast pulses are enhanced in the 
near-field of nanoparticles. The use of femtosecond laser pulses prevents thermal side 
effects that can lead to collateral tissue damage. Meanwhile, the use of the nanoparticles’ 




improves the precision of femtosecond laser ablation beyond the diffraction limit. An 
additional benefit of this method is that it relaxes the requirements for laser guidance and 
tight focusing because damage will selectively occur wherever particles are bound. We 
term this nanoparticle-mediated ablation technique plasmonic laser nanoablation (PLN) 
[186,187]. The synergistic combination of molecularly-specific image enhancement and 
selective therapy suggest that gold nanospheres may present a promising modality for 
guided treatment of small cancerous cell masses in sensitive areas, such as neural tissue. 
The clinical application of PLN requires the parallel development of flexible 
miniature imaging devices capable of delivering ultrafast laser pulses inside the body or 
to intraoperative surgical sites, such as our femtosec nd laser microsurgery and 
microscopy probes. The use of bio-conjugated gold nanospheres for luminescent imaging 
and plasmonic ablation are particularly complimentary o our miniaturized microsurgical 
system as they enhance both the imaging and microsurgical capabilities. 
In this section, we present preliminary results demonstrating combined 
multphoton luminescence imaging and plasmonic laser nanosurgery of gold nanosphere-
labeled cancer cells using 9.6-mm image-guided microsurgery probe. 
6.5.1: Experimental methods 
For these experiments, we fabricated 50 nm diameter gold nanospheres using the 
Turkevich method. Specifically, the gold spheres posess a mean diameter of 49 nm and a 
standard deviation of 3.4 nm. The mean ellipticity of the particles is 1.22. Anti-epithelial 
growth factor receptor (αEGFR) antibodies are directly physisorbed to the particle 
surface with final average molar ratio of antibodies to particles of 1:630. 
Carcinoma cells (MDA-MB-468) are cultured on cover slips that are also 
functionalized with αEGFR antibodies to bind the cells strongly to the glass substrate and 
ensure cells are not washed off during subsequent labeling steps. The nanoparticle bio-
conjugate solution is allowed to interact with the cultured cells for 20 minutes at room 




endoscope prototype. Dark field light microscopy and multiphoton luminescence images 
from a bench-top microscope illustrate the degree of labeling (Figure 6.9a). 
 
Figure 6.9. Image of breast carcinoma cells labeled with 50 nm gold 
nanospheres. a Dark field microscopy image of gold-nanosphere labe ed 
cells, where the bright punctuate objects are the nanospheres. From this 
image, the degree of labeling can be observed. b Two-photon 
luminescence image of gold nanosphere-labeled breast carcinoma cells 
taken with the 9.6-mm probe. This image is an average of 14 frames (two 
seconds). The average laser power at the sample is 16.5 mW. Scale bars 
are 20 µm. 
Using the 9.6-mm probe, we acquired an image of each cell culture using the 
multiphoton luminescence of the labeled cancer cells. This image serves to verify the 
success of the labeling protocol and to locate the focal plane on the cell layer. To enhance 
the signal to noise ratio of the images, images were acquired for two seconds and 
averaged using an average laser power at the sample of 16.5 mW. After imaging, the 
sample is translated 200 µm at a time to a series of new fields of view, irradiating each 
field for two seconds at decreasing laser fluences to determine the threshold for PLN. 
The average powers delivered to the sample in our experiment are 25.2, 18.9, 
12.6, 9.5, and 6.3 mW. The 1/e2 diameter of the focal spot in our 9.6-mm probe is 3.17 
µm, based on the earlier PSF measurements, so these flu nces correspond to 4.0, 3.0, 2.0, 





FOV for ten seconds at 7 mJ/cm2 to act as fiduciary marks with which to identify our 
experimental series later under wide-field fluorescence microscopy. 
For preliminary investigation into the mechanism of cell death, after multiphoton 
luminescence imaging of one sample we add 100 µL of 10 kDa fluorescein 
isothiocyanate (FITC)-dextran solution to the cells at a concentration of 25 mg FITC-
dextran to 25 mL PBS. The 10 kDa FITC-dextran is membrane impermeable and thus is 
used to indicate disruption of cell membranes due to PLN. We conduct a similar 
irradiation series using 3.0, 2.0, 1.5, 1.0, and 0.5 mJ/cm2 to correlate the threshold for cell 
death with the threshold for membrane optoporation. 
After the irradiation of each field, the sample is washed twice with PBS to remove 
extracellular FITC-dextran (if used) and then immersed in 14 µM calcein red-orange 
acetoxymethyl ester (AM) for 10 minutes at room temp rature. After two more washes 
with PBS, we image the cells under a wide-field fluorescence microscope (BX51, 
Olympus) using filter sets for FITC and tetramethyl rhodamine isothiocyanate (TRITC) 
to isolate the FITC and calcein red-orange signals, re pectively. Using this protocol, the 
dead cells can be identified as those displaying a lack of red-orange emission. For the 
FITC-labeled cells, cells that are transiently optoporated during irradiation will produce 
yellow-green fluorescent emission due to the uptake of FITC-dextran when viewed with 
the FITC filter. Cells that are permanently optoporated will not express any dye. 
6.5.2: Results and Discussion 
A representative multiphoton luminescence image of nanoparticle-labeled 
carcinoma cells taken with the 9.6-mm probe is provided in Figure 6.9b where the 
circular shape of the labeled cells can be observed. Due to the ~10 µm axial resolution of 
our probe, some remaining unbound nanoparticles can be observed on the substrate 
surface as well. For comparison, we also labeled a culture of the carcinoma cells using 
only calcein AM, with no nanoparticles, following the protocol outlined in Chapter 4, 




average laser power at the sample. The 13.5 mW average power is comparable to the 16.5 
mW average laser power used to image the nanoparticle-labeled cells, demonstrating that 
the gold nanoparticle bio-conjugates provide signal as bright as traditional organic dyes 
while providing enhanced molecular specificity. These laser powers are well below the 
powers required to image intrinsic fluorophores with the 9.6-mm probe, indicating that 
labeling gold nanoparticles to cancer cells with disease-specific antibodies has the 
potential to enable high-contrast diagnostic imaging. 
Figure 6.10a shows a wide-field fluorescence microscopy image of labeled cells 
after 2 seconds irradiation with the 9.6-mm probe at a series of different laser fluences. 
At a fluence of 4.0 mJ/cm2, we observe near total cell death within a 105 µm × 110 µm 
region. This area is within one to two cell widths of the 80 µm × 90 µm imaging field of 
view. At 3.0 mJ/cm2, the region of cell death decreases slightly below the imaging field 
of view. At 2.0 mJ/cm2, only eleven cells in the central portion of the irradiated area 
show an absence of calcein red-orange activation, indicating that the threshold for cell 






Figure 6.10. Wide field fluorescence microscopy images of gold 
nanoparticle-labeled breast carcinoma cells after PLN with the 9.6-
mm probe in two different experiments. The regions between the 
dashed white lines denote the experimental data set wh re the cells were 
irradiated with different fluences for 2 seconds. Outside the dashed lines, 
areas were irradiated with 7 mJ/cm2 for 10 seconds, to serve as fiduciary 
markers delineating the experimental series. a Wide-field fluorescence 
microscopy using only the introduction of calcein red AM after 
femtosecond laser irradiation to distinguish dead cells. Near total cell 
death is observed at 4 mJ/cm2, while only a few cells are killed at 2 
mJ/cm2. b With FITC-dextran present during femtosecond laser 
irradiation, transiently porated cells exhibit green fluorescence. Cell death 
and FITC-dextran uptake were found to be correlated for all fluence 
levels. Again only few cells are porated and killed at 2 mJ/cm2, while 
widespread poration and death is noted at 3 mJ/cm2. Scale bars are 100 
µm. 
The 16.5 mW average laser power used during imaging corresponds to a fluence 
of approximately 2.6 mJ/cm2, which is above the fluence observed to cause cell death. 
Indeed, during post-irradiation wide field fluorescn e microscopy, the imaged area was 
consistently observed to contain dead cells. For the proposed application of image-guided 
therapy, that cellular death is concomitant with imaging is acceptable, as only diseased 
cells are heavily labeled. To enable imaging withou harming the viability of the labeled 
3 mJ/cm2 2 mJ/cm2 1.5 mJ/cm2 1 mJ/cm24 mJ/cm2






cells, for purely diagnostic purposes for example, will require further enhancement of the 
collection efficiency of the probe. 
When FITC-dextran was introduced to the cells prior to irradiation, the same cell 
death trends are observed (Figure 6.10b). Irradiation at 3.0 mJ/cm2 leads to cellular 
uptake of FITC-dextran over the majority of the irradiated area indicated by green cells, 
while irradiation at 2.0 mJ/cm2 shows significantly less uptake of FITC-dextran, in this 
case only by six cells near the center of the irradate  area out of approximately 70 cells. 
No uptake of FITC-dextran is observed for fluences b low 2.0 mJ/cm2. Correlating the 
images of FITC emission with those of the calcein emission, we find that cellular uptake 
of FITC-dextran within the irradiated regions is appears to be accompanied by cell death 
over the range of fluences investigated. This 1:1 correspondence strongly suggests that 
the part of the mechanism of cell death during irradiation is transient cell membrane 
disruption which we attribute to the presence of the membrane-conjugated gold 
nanoparticles. Because our axial focal volume is large enough to encompass the full 
height of a cell, the transient optoporation that the cell experiences during irradiation 
likely covers the entire surface area of the cell, which appears to be sufficient for causing 
cell death without causing permanent disruption of the membrane. 
Interestingly, the onset of cell death observed at 2.0 mJ/cm2 remained limited to 
the central portion of the irradiated area. As the Lissajous scanning pattern reaches 
maximum speed at the center of the field of view and slows significantly when changing 
directions at the periphery, the peripheral cells receive a larger number of overlapping 
pulses during scanning and could be expected to exhibit a lower threshold for cell death. 
That this trend was not observed indicates that fluence ultimately plays a stronger role in 
determining cell death than the number of pulses receiv d. 
Cell death from PLN also appears to occur well below the death threshold for 
healthy cells. Assuming a pulse duration at the sample near 280 fs, the 4.0 mJ/cm2 
fluence that was observed to reliably kill near 100% of cells in two seconds corresponds 




mm probe, this intensity is 2-6× lower than the intensities that have been demonstrated to 
impair viability of healthy cells in previously published studies [172-175], while the 
RMS number of overlapping pulses is less by a factor of 3.8-7.2×. This comparison 
indicates that 4.0 mJ/cm2 could be used to selectively destroy labeled cells without 
collateral damage to unlabeled healthy cells. This is further supported by the clear 
boundaries observed for PLN at this fluence where cll death is limited to the irradiated 
area. This low fluence and high degree of damage confinement make PLN an attractive 
potential tool for cleaning up tumor margins around sensitive tissue, for example along 
the spinal cord. 
The 13 GW/cm2 intensity used here for PLN is approximately three orders of 
magnitude lower than the peak intensities used for cellular ablation with our 18-mm  
microsurgery probe [109]. It is this vastly decreased intensity threshold that enables the 
use of a single laser oscillator for imaging and therapy and eliminates the need for a laser 
amplifier. The elimination of the chirped pulse amplifier used with our previous probe 
greatly reduces the overall size, cost, and complexity of the complete imaging and 
microsurgical system, making it more attractive forclinical adoption. Thus the use of 
PLN with bio-conjugated gold nanoparticles provides an alternative approach to 
femtosecond laser microsurgery and may ease the degr e of laser guidance necessary to 
avoid damaging healthy tissue. Size and cost can also be addressed by utilizing a single 
amplified fiber laser system for both imaging and ablation [110], and the next chapter 
will discuss the development of a new femtosecond laser treatment application based 




Chapter 7: Developing Application – Treatment of Scarred Vocal Folds 
Thus far, our development of a femtosecond laser microsurgery endoscope has 
been driven by the general need for flexible delivery of high intensity femtosecond laser 
pulses to enable a wide range of potential clinical applications. Further development of 
this microsurgical tool into a clinical device will need to be focused on a specific clinical 
application to ensure that the final device can achieve a defined clinical outcome. The 
most desirable application is a clinical problem which can only be addressed by the 
unique capabilities of femtosecond laser microsurgery, such as the ability to create cuts 
inside the bulk of tissue or to ablate with minimal thermal or mechanical side effects. 
Furthermore, the desired outcome should be achievabl  using laser parameters we have 
found to be attainable in a miniaturized and fiber-coupled optical system.  
We have recently begun development of one particularly ttractive clinical 
application, which is the treatment of vocal fold scarring. This chapter will cover the 
bench-top exploration of this application, demonstrating the feasibility of creating 
clinically useful voids in porcine vocal fold using laser energies and scanning speeds that 
can be achieved in endoscopic systems. The chapter will first summarize the problem of 
vocal fold scarring, then describe the unique experim ntal procedure, and finally present 
femtosecond laser ablated sub-epithelial voids in vocal fold tissue, as verified by in situ 
nonlinear optical imaging and follow-up histology. 
7.1: BACKGROUND  
Vocal fold scarring, resulting from disease, mechanic l stress from overuse, or 
post-surgical healing, reduces the mechanical compliance of vocal fold tissue and is a 
major cause of voice disorders. It is estimated that between 2 to 6 million people in the 
U.S. alone suffer from chronic voice impairment due to vocal fold scarring [188]. 




in scarred vocal folds. One treatment method that has shown promise utilizes the 
injection of soft biomaterials aimed at restoring the proper viscoelasticity to the tissue 
[189]. In scarred vocal fold tissue, the density of the tissue and the required injection 
pressure impair proper localization of the injected material in the desired tissue layer, 
reducing the effectiveness of the injection treatment. To enhance treatment effectiveness, 
we are investigating a technique to ablate sub-epith lial planar voids in vocal fold tissue 
using femtosecond laser pulses to localize injected material. 
Vocal fold tissue has a layered structure that consists of the epithelium at the 
outermost layer followed by the lamina propria and the vocalis muscle. The lamina 
propria is divided into the superficial, intermediate, and deep lamina propria layers. The 
superficial lamina propria (SLP) has a band of collagen that is highly aligned along the 
length of the vocal fold in its superficial aspect [190]. The layer below the collagen band 
consists largely of elastic fibers (primarily elaunin and oxytalan) in a random 
arrangement along with amorphous ground substance (onsisting largely of 
proteoglycans and glycosaminoglycans) [189]. As a result, the SLP is often described as 
having a “jelly-like” viscoelasticity. The SLP and the epithelial layer make up the 
mucosa, which is the vibratory outer layer of the vocal fold responsible for phonation. 
During the wound healing response, scar tissue can replace the mucosal layer. The scar 
tissue consists predominantly of collagen and fibronectin, both of which increase the 
stiffness of the mucosa and lead to dysphonia [191]. The proposed treatment method 
focuses on injecting soft biomaterials, such as hydrogels and microgels, to mimic the 
mechanical properties of healthy tissue, or to use biologically active materials, such as 
hyaluronic acid, which can limit collagen formation [191,192]. Direct injection of such 
materials in scarred vocal fold leads to a localization of biomaterial around the point of 
injection and often significant backtracking from the injection site due to low tissue 
permeability and the high injection pressures required. It is hypothesized that the creation 
of a planar void in the SLP, covering the approximate width and length of the active area 




a space for the injected material to fill, thus reducing the required injection pressure and 
improving localization of the material throughout the targeted layer. 
Focused ultrafast laser pulses are uniquely suited for creating the sub-surface void 
due to their ability to create confined ablation beneath the surface of scattering tissue. 
Furthermore, the high degree of damage confinement is especially important when 
working with delicate tissue such as vocal folds and may serve to prevent any new scar 
formation. Recently, successful femtosecond laser mic osurgery of vocal fold tissue has 
been demonstrated, showing the potential for sub-surface ablation confined within the 
sub-layers of the lamina propria [68]. Additionally, scar tissue consists predominantly of 
collagen fibers, which we provide a strong SHG signal that we have successfully imaged 
with our latest femtosecond laser microsurgery endoscope. The use of low-energy 
femtosecond laser pulses for imaging can provide a me ns for visualizing the region of 
surgery with the identical field of view and resolution of the surgical laser. 
With the development of our two prototype femtosecond laser microsurgery 
endoscopes, the door is now open for the development of ew surgical applications of 
femtosecond laser pulses, such as the laryngeal surgical technique proposed here. For 
these initial exploratory experiments, we investigated the creation of thin voids within ex 
vivo porcine vocal fold samples using a bench-top microscope system [110]. We ensured 
that the desired voids could be created using laser parameters (e.g., spot size, scanning 
speed and pulse energy) that are readily achievable in miniaturized, fiber-based optical 
systems and also using a single compact laser system uitable for use in a clinical 
environment. 
7.2: EXPERIMENTAL SETUP  
For these experiments, we used a home-built, bench-top laser-scanning 
microscope with microsurgery and nonlinear imaging capabilities, shown in Figure 7.1. 
For both microsurgery and nonlinear imaging, we use a 500 kHz repetition rate erbium-




produces 750 fs pulses at 776 nm and a maximum pulse energy of 2.5 µJ. The laser is 
delivered into a laser scanning microscope and focused at the sample with a 0.75-NA, 
20× air objective (Nikon Plan Apo 20×/0.75) for both multiphoton imaging and 
femtosecond laser microsurgery. We measured the focused spot size of the laser beam by 
imaging 100 nm fluorescent beads suspended in agar gel and measuring the point spread 
function (PSF) using the PSF protocol from Chapter 4, Section 4.4. To better simulate the 
focusing conditions below the epithelial layer, thePSF was measured between imaging 
depths of 60 to 120 µm. The average lateral full width at half maximum (FWHM) of the 
two-photon PSF was found to be 0.78 µm, which corresponds to a 1.88 µm 1/e2 diameter 
of the intensity distribution. ZEMAX modeling of the 9.6 -mm probe showed that this 
focused spot size is readily attainable in miniaturized femtosecond laser surgery probes.  
For microsurgery, the laser beam was scanned by the x-axis of a pair of galvonometric 
scanning mirrors (Cambridge Technologies, Inc.), while the sample was translated using 
precision stepper-motor stages (NanoMax MAX343, Thorlabs, Inc.) in the y-axis.  
The duration of surgery is a key factor in development of a clinical technique. Our 
goal was to minimize ablation duration while using low pulse energies that are 
deliverable through a fiber-coupled miniature optical system. The duration of ablation 
depends on the beam scanning speed and thus the degr e to which sequential pulses 
overlap each other (or the distance between sequential pulses) at the focal plane. The 
degree of pulse-to-pulse overlap, on the other hand, determines both the ablation volume 
and the speed of ablation, two competing parameters that require optimization. A high 
degree of overlapping increases pulse-to-pulse accumulation effects providing the desired 
extent of tissue ablation at lower pulse energies. For a fixed repetition rate, increasing 
pulse overlap decreases the speed of ablation, thus increasing the time required for 
ablating a given region. We therefore chose to perform our experiments using 4 
overlapping pulses by deflecting the laser beam such that 75% of the focused spot 
diameter overlapped the spot of the previous pulse. Th  length of the line scanned by the 




18-mm probe [109]. Our earlier ZEMAX modeling suggests that this scanning range can 
even be extended in future devices without compromising the focal spot size. To achieve 
75% pulse-to-pulse overlap with the 300 µm field of view, the mirror scanning speed was 
390 Hz, and the translation speed of the y-axis was 0.72 mm/s.  
 
Figure 7.1. Schematic representation of the bench-top microsurgery 
microscope system used for combined imaging and microsurgery. 
Femtosecond laser pulses are delivered from a compact fiber laser system 
to a half-wave plate (λ/2) and polarizing cube beamsplitter (PCBS) for 
energy attenuation. The beam is scanned by galvanometric scanning 
mirrors (SM) through a scan lens (SL) and tube lens(TL) which image the 
mirrors to the back aperture of a 0.75-NA 20x objectiv  lens (OL). The 
laser is used to either ablate or image the sample on a three-axis motorized 
stage (XYZ). Emitted light is redirected by a cold mirror (CM) through 
collection optics (CO) and a laser-blocking filter (F) to the photomultiplier 
tube (PMT). The PMT, stage, and scanning mirrors communicate with a 
personal computer via data acquisition cards, not shown. Inset: a 
Schematic of the laser scanning pattern at the sample during microsurgery. 
Translation of the sample stage provides beam scanning i  the y direction. 
For imaging, a similar raster pattern is employed with the scanning mirrors 
provide beam scanning in both x and y directions. b Illustration of the 
degree of overlap between subsequent laser pulses during imaging and 
microsurgery. 
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For multiphoton imaging, the laser beam was scanned ov r a 550×550 µm2 field 
of view using both axes of the scanning mirrors. We separated the emitted light from the 
laser light by a cold mirror (HT-1.00, CVI Laser), directed it into a PMT (H7422-40, 
Hamamatsu) and reconstructed the signal into 512 × 512 pixel images at a frame rate of 
0.75 frames per second. This imaging speed roughly corresponds to the same 75% pulse-
to-pulse overlap used during surgery. We chose to keep the laser scanning speed 
approximately equal for both microsurgery and imaging because most miniaturized beam 
scanning systems rely upon resonant actuation and exhibit optimum deflection at a fixed 
frequency. The use of the same scanning speed for both imaging and surgery was chosen 
to demonstrate that both functions could be achieved using a single resonant scanning 
device in the future. 
During imaging, we occasionally performed simultaneous two-photon excited 
fluorescence (TPEF) and SHG imaging using our wavelength-tunable Ti:sapphire 
oscillator set to 870 nm excitation wavelength and  bandpass filter (436/20 nm) inserted 
before the PMT. The filter effectively blocks the majority of TPEF signal generated at 
this wavelength while passing any frequency-doubled signal generated by SHG. This 
protocol enables us to determine whether the source of our signal is fluorescent or SHG 
in nature. We used the wavelength-tunable laser simply to access the pass-band of the 
filter currently used in our lab.  
We acquired frozen whole porcine airway specimens from a local slaughterhouse, 
after which the larynx was isolated and thawed in a room-temperature saline bath. 
Porcine vocal folds have a layered lamina propria very similar in organization and 
constituents to human vocal folds. Preliminary nonlinear imaging and histology of the 
superior vocal fold showed the presence of a prominent collagen band at the uppermost 
extent of the SLP, which was not identified in the inferior fold. Because scarred human 
vocal fold consists of dense collagen, we chose the superficial vocal fold for our 
experiments so as to better model the structural components and sources of nonlinear 




fold. Additionally, recent studies suggest that the superior vocal fold may play the 
dominant role in porcine phonation, similar to the inferior or “true” vocal fold in humans 
[193]. After excision, the vocal fold was placed in saline and covered by a glass cover 
slip to flatten the upper surface. The cover slip acted to gently flatten the surface of the 
sample so that a uniform plane could be accessed for experimentation. In a clinical 
application, the glass cover slip would be akin to having the window of a microsurgery 
probe in contact with the sample, thus helping to maintain a constant depth of ablation. 
As a result of the freezing process, little cellular autofluorescence was present from 
which the surface of the sample could be identified during imaging. To ensure proper 
identification of the tissue surface, 5 µL of a soluti n of 1 µm fluorescent beads in saline 
(0.002% solids after dilution in PBS, F-8823, Invitrogen) was deposited onto the tissue 
surface prior to placement of the cover slip. Samples that were to be examined by follow-
up histology were placed in 10 mL 10% formalin (SF98-4, Fisher) immediately after 
ablation and TPEF/SHG imaging and stored at 4º C for at least 48 hours prior to delivery 
for histology preparation, paraffin embedding, sectioning, and hematoxylin and eosin (H 
& E) staining (TherapeUTex; Austin, Texas). 7.3: SUB-EPITHELIAL VOID FORMATION AT 
VARYING FLUENCES  
We used nonlinear imaging to target the ablation within the desired tissue 
architecture of the vocal folds before the ablation and to verify the success of the ablation 
after the procedure. Figure 7.2 shows a representative image stack through the vocal fold 
mucosa of one sample before ablation. The tissue surface was readily identified by the 
presence of the fluorescent beads (Figure 7.2a). As imaging depth was increased, we 
detected SHG signal which appeared to correspond to highly organized and dense 
collagen fibers. The depth at which collagen first appeared varied significantly between 
samples, ranging from 24 µm to 55 µm below the surface (Figure 7.2b), while the depth 
at which the image plane was entirely within the collagen varied between 60 µm and 75 




We verified whether the fibers were indeed collagen, rather than elastin using the 
SHG differentiation protocol described earlier. The images with and without the filter at 
constant imaging power demonstrated equal signal intensity, indicating that the signal 
source was SHG and not TPEF; collagen fibers are well known sources of SHG, while 
nonlinear optical signal from elastin fibers is due to the more broadband TPEF [194]. The 
identification of a large amount of collagen highly-oriented along the length of the vocal 
fold is consistent with the structure of the upper SLP in porcine vocal fold [195]. We 
therefore determined the collagen interface to be the interface of the epithelial and SLP 
layers and chose it as our desired plane of ablation.  
 
Figure 7.2. Representative nonlinear images of excised porcine vocal 
fold mucosa. a Three dimensional reconstruction of the image stack. Each 
image comprises a five-frame average and the separation between each 
image is 2 µm. The punctuated bright spots on the surface are the 
fluorescent beads that were placed for surface identification. Total 
imaging depth is 100 µm and lateral field of view is 550 × 550 µm2. 
Dotted lines in a represent the planes shown in b and c, at depths of 38 
µm and 60 µm below the surface, respectively. The average laser power 
during imaging was 0.85 mW at the surface, gradually increasing to 4.35 
mW at a depth of 100 µm below the surface. In c, the imaging plane is 





We investigated sub-surface void formation by irradiating a series of 300 µm × 
300 µm squares at the epithelium-SLP interface using pulse energies of 50, 100, 500, and 
750 nJ. These pulse energies correspond to fluences of approximately 1.8, 3.6, 18, and 27 
J/cm2, respectively. The size of the ablation was chosen o that the entire region of 
interest could be visualized before and after ablation using the 550 µm × 550 µm field of 
view of the multiphoton microscope. In some cases, nonlinear imaging 1 minute after 
ablation revealed a region or regions of signal loss. We considered these dark regions as 
the location of the photo-disrupted area and classified them as voids or bubbles. Because 
the source of the collagen imaging signal is SHG, we can rule out photobleaching as the 
cause of lost signal in this region. Furthermore, we observed deflection of the 
surrounding collagen in cases of larger voids, supporting the view that bubble expansion 
occurred rather than a photochemical depolymerization of collagen.  
Figure 7.3 presents a representative example of a sample ablated with 100 nJ 
pulses. While we did not observe any noticeable tissue modification using 50 nJ pulses, 
irradiation with 100 nJ pulses produced a very thinplane of induced luminescence around 
the irradiated region and occasionally small localized voids within that region. Figure 7.3 
shows the induced luminescence after ablation with 100 nJ laser pulses. When a notch 
filter was employed to filter out broadband fluoresc nt emission as before, this 
luminescence signal could not be detected. The broad and nature of the luminescence 
signal indicates that it is fluorescent in nature rather than due to an enhancement or 
generation of second harmonic signal. This luminescent border appeared long-lived and 
could still be observed one hour after ablation. Though the mechanism behind the 
increased luminescence has yet to be determined, this phenomenon has been observed by 
several other groups using fluorescence imaging to visualize femtosecond laser ablation 





Figure 7.3. Irradiation using 100 nJ pulses. a Second harmonic 
generation images of collagen structure show the plane, 30 µm below the 
surface, targeted for ablation just prior to irradiation. d The same field of 
view, 1 minute after irradiation with 100 nJ pulses. Cross section images 
through the centerlines of a and d are provided in b and c, and e and f, 
respectively. Arrows in cross section images indicate the imaging planes 
of a and d. In d, note both the square region of induced luminescence 
corresponding to the size of the ablated region and the two circular regions 
resulting from localized bubble nucleation during irradiation. Two dashed 
circles highlight what appear to be disrupted collagen fibers, suggesting a 
thin sub-resolution plane may have been disrupted at this energy. Imaging 
depth in both sets of images is 80 µm. Scale bars are 100 µm. 
At low laser fluences near the damage threshold, the extent of ablation can be 
smaller than the spot size of the focused laser beam. When imaging resolution is similar 
to that of surgery, it is expected that near-threshold voids, created with 100 nJ pulses for 
example, would be difficult to identify since they would be below the image resolution. 
Accordingly, we did not observe any single large void with 100 nJ laser pulses, but 
instead we occasionally observed small voids in the tissue. These voids most often 
occurred at the beginning or end of the ablation region and likely resulted from these 
areas receiving increased exposure. Less frequently, small bubbles were observed in the 




the tissue that gave rise to a slightly lower breakdown threshold at certain locations. Both 
cases can be seen in the example shown in Figure 7.3d. The presence of induced 
luminescence and occasional bubble nucleation indicates that the tissue was modified 
when using pulses as low as 100 nJ. However whether or not the scanned regions were 
entirely ablated at this energy or less will require a secondary means of verification, such 
as histology.  
Higher pulse energies generally resulted in the formation of larger voids within 
the tissue. Using 500 and 750 nJ pulses, large voids were created, covering the scanned 
region of ablation and extending above and below the plane of ablation. We theorize that 
these large voids are caused by long-lasting bubbles cr ated at the plane of ablation that 
then merge and expand, displacing the tissue above and below the ablation plane. The 
formation of bubbles that expand beyond the focal volume is consistent with femtosecond 
laser ablation well above the optical breakdown thres old. Increased pulse energy beyond 
the threshold leads to increased maximum bubble diameter. The larger amount of 
vaporized biomolecules produces a volume of gas which cannot be condensed and must 
diffuse out, leading to longer bubble lifetimes [17]. 
Figure 7.4 illustrates a representative example using 500 nJ pulses. In this case, 
the sub-surface void has maximum dimensions in the ablation plane of 350 µm × 390 
µm, and has a maximum height of 90 µm. In one case, shown in Figure 7.5, a similar 
void created by scanning 750 nJ pulses was then monitored continuously for 45 minutes 
after ablation. The void was initially measured to be approximately 350 µm × 400 µm in 






Figure 7.4. Sub-surface void formation with 500 nJ pulses. a SHG 
images of collagen structure show the plane, 60 µm below the surface, 
targeted for ablation just prior to irradiation. d The same field of view, ~1 
minute after irradiation with 500 nJ pulses. Cross sections through the 
centerlines of a and d are provided in b and c, and e and f, respectively. 
Arrows in cross section images indicate the imaging planes of a and d. In 
e and f, the induced luminescence at the periphery of the ablated void is 
apparent. Total imaging depth in c and b was 80 µm. In e and f, imaging 
depth increased to 160 µm to fully capture the void. Scale bar is 100 µm. 
  
Figure 7.5. Time-lapse images after ablation by 750 nJ pulses.Images 
show the x-y plane located 15 µm below the targeted ablation plane. Time 
stamps in the upper left corner denote the time elaps d since irradiation. In 
the first image, a large void is observed, corresponding roughly to the size 
and shape of irradiation but clearly extending below the targeted ablation 
plane. As time progresses, the void appears to recede, allowing the 
displaced collagen to relax and return to the field of view. Corresponding 
x-y plane and cross section views of the ablation plane after the 45 minutes 





Figure 7.6. Sub-surface void formation with 750 nJ pulse. a Second 
harmonic generation images of collagen structure show the plane, 65 µm 
below the surface, targeted for ablation just prior to irradiation. d The 
plane targeted for ablation approximately 45 minutes after irradiation, 
once the void had mostly collapsed. Cross sections hrough the centerlines 
of a and d are provided in b and c, and e and f, respectively. Arrows in 
cross section images indicate the imaging planes of a and d. After 
irradiation with 750 nJ pulses, a large void was observed which then 
collapsed over 45 minutes, shown in Figure 7.5. Note that in e and f, the 
induced luminescence at the periphery of the ablated void is apparent. 
Also, note the tilting of the void in the y-z plane in e. During ablation, 
laser scanning progressed in the positive y direction. The apparent rise of 
the ablation during the ablation process is attribued to the interaction of 
incoming laser pulses with the pre-existing bubble from previous pulses. 
Total imaging depth in both sets of images is 120 µm. Scale bar is 100 
µm. 
Over the next 45 minutes, the bubble was observed to collapse until it measured 
only 40 µm at its thickest point. The remaining void, shown in Figure 7.6, covered an 
area of approximately 320 µm × 350 µm, similar to the target dimensions. However the 
planar void exhibited a tilt out of the plane of ablation toward the surface of the tissue. 
Over the 350 µm extent of the ablation, the void rose just over 50 µm and nearly breaks 




the 100 nJ cases, which rules out tilting of the sample stage as the source of tilt in the 
ablated void. This tilt is likely caused by incoming surgery pulses interacting with the 
long-lasting bubbles created with the previous, high-energy pulses, leading to refraction 
and an incremental focal shift.  
Lastly, we ablated a series of voids using 500 nJ pulses, spaced 100 µm apart, at a 
fixed depth of 100 µm beneath the surface to examine by follow-up histology. In this 
series, the targeted void dimensions were 200 µm × 300 µm. The appearance of the voids 
identified in histology (Figure 7.7) correlate well with the in situ images taken using 
nonlinear optical imaging. Figures 7.7a presents a cross-sectional image reconstructed 
from nonlinear optical images of one void in the series, taken approximately 25 minutes 
after ablation. From this image, the void appears to be localized entirely within the 
collagen layer, with a centerline depth of 97 µm and  length of 215 µm. Estimated 
uncertainty on the measurements from image size calibration is approximately ± 2 µm. 
The same void was identified during follow-up histology (Figure 7.7b), exhibiting 
similar epithelial morphology and measured centerlin  depth and length of 99 µm and 
175 µm, respectively. For histological analysis, the estimated uncertainty is 
approximately ± 1 µm. The histological measurements agree well with the in situ 
measurements considering that the tissue is expected to contract during the histology 
preparation. In this histology image, no visible modification was identified in the cell 
layers above the ablated void. Another void in the series (Figure 7.7c) occurred 
underneath a thinner portion of epithelium and even s parated a small number of 
epithelial cells. Interestingly, the void beneath the hinner section of epithelium is much 
thicker, indicating that the reduced epithelial scattering allowed more energy to reach the 
focal plane, subsequently increasing void dimensions. By cutting into a small part of the 
epithelial layer, this void provided further evidenc  that the spaces identified in histology 




ensure the epithelium is not disrupted in clinical use, future voids should be created at 
deeper depths below the tissue surface. 
 
Figure 7.7. Histological follow-up of voids created with 500 nJ pulses. 
a Cross-sectional second harmonic generation image of a void ablated 
approximately 100 µm beneath the tissue surface. Black arrows denote the 
plane targeted for ablation. b Follow-up histology of the void shown in a.
Red arrow indicates sub-epithelial void created by femtosecond laser 
ablation. c Histology section of a different void in the series. Blue arrow 
indicates small section of epithelial nuclei that were separated out of the 
epithelium during femtosecond laser ablation. Note th  thicker void and 
the thinner epithelium in comparison with c. Histology images are stained 
by H & E. All scale bars are 50 µm. 
7.4: DISCUSSION AND SUMMARY OF RESULTS 
The imaging and void formation observed in these experiments demonstrate the 
potential for a femtosecond laser-assisted microsurgery/imaging technique for vocal fold 
restoration. By utilizing the damage confinement properties of femtosecond laser 
ablation, planar voids could be created near the epithelium-SLP boundary which may be 
able to aid in the localization of injected biomaterials. Using lower energy pulses from 
the same laser system for nonlinear optical imaging of the sample, the structure and 




tissue type at a given depth, this ability may be us f l in identifying scarring in the vocal 
fold, where scarring is expected to manifest as dense but less organized collagen 
infiltrating throughout the SLP. Additionally, the induced luminescence phenomenon that 
we observed always accompanied void formation and was localized in the 3D periphery 
of the ablated region. In clinical applications, it may be possible to use the induced 
luminescence as a signal source to determine the extent of successful ablation. For this 
use, further histology of near-threshold ablations r a better understanding of the induced 
luminescence mechanism may be required to ensure that the presence of induced 
luminescence always indicates successful ablation. It is possible that, just below the 
ablation threshold, the energy is sufficient for generation of luminescence but not 
ablation. 
Ablation using larger pulse energies well above the optical breakdown threshold 
produced voids that expanded significantly above and below the plane of ablation. 
Creating large voids may be advantageous for localizing injected materials as they should 
increase the likelihood of correctly locating the void during injection. In the envisioned 
application, the biomaterial is expected to track away from and along the injection needle 
during injection until it encounters the void, whic will then fill selectively as it is the 
path of least resistance. In the case of the 750 nJ-irradiated void shown in Figs. 7.5 and 
7.6, the void was observed to have mostly collapsed after 45 minutes, which provides 
more than ample time for injection. The interaction of surgery pulses with an expanding 
bubble from previous pulses appears to have caused the ablated void to rise away from 
the plane of ablation toward the tissue surface. This tilt needs to be avoided for clinical 
applications, as it would prevent localization of the void in a consistent tissue layer over 
the 10 mm maximum anticipated ablation length. To reduce this source of tilting of the 
ablation plane, the pulse energy can be decreased,  shown in the 100 nJ case, or the 
slow-axis speed of ablation can be increased to provide more separation between lines of 
ablation. The second option is most likely preferable for clinical application where the 




As previously mentioned, by maintaining a constant beam scanning speed for 
imaging and ablation, a single resonant scanning device could be used to provide beam 
scanning within a clinical manifestation of this technique. Many miniaturized scanning 
systems, such as micro-electromechanical system (MEMS) mirrors and piezoelectric 
fiber scanners, exhibit optimum deflection on resonance and the use of a single scanning 
device can greatly reduce complexity and final packaging size. The ablation dimensions 
are also consistent with the field of view of our initial 18-mm femtosecond laser 
microsurgery probe. The maximum pulse energy deliverabl  by this first device was 350 
nJ, however the use of a reflective coating on the MEMS scanning mirror would easily 
increase the maximum energy to over 900 nJ. As seenin the 9.6-mm probe, some further 
increase in deliverable energy can also be achieved through increased stretching of the 
pulse prior to fiber coupling to avoid damage to the fiber tip. A longer length of air-core 
fiber can then be used to ensure proper re-compression of the pulse at the sample. The 
objective lens used in this study provided a measured spot size of 1.88 µm inside an agar 
phantom at the depths we investigated in our study. For comparison, the PSF 
measurements from the 0.8-NA miniaturized aspheric l ns with 3 mm diameter taken in 
our table-top microscope achieve a 1.1 µm 1/e2 focal spot diameter (Chapter 5, Section 
5.3), indicating that these spot sizes can be readily chieved in miniaturized femtosecond 
laser systems. 
Using the scanning parameters and pulse repetition rate of 500 kHz employed in 
this study, a 3 × 10 mm2 area could be ablated in just over two minutes, which is 
considered acceptable for clinical use. For comparison, the same scanning parameters 
coupled with a 1 kHz rate common to most chirped-pulse amplification (CPA) systems 
would require almost 20 hours to ablate the same region, making these systems 
unrealistic for clinical microsurgery or imaging with regard to this application. Pulse 
repetition rates of hundreds of kilohertz are well-suited for this application, as these 
systems can easily be used for both imaging and microsurgery above optical breakdown. 




the 100-200 fs pulse duration from our CPA laser source, as the ablation thresholds are 
predicted to be very similar but the peak intensity has been reduced nearly 7-fold, leading 
to decreased self-focusing and SPM. Also, fiber laser systems such as the one used in this 
study are particularly well-suited for clinical applications, since they are often much more 
compact and robust than CPA systems. 
We have successfully demonstrated the use of a single, compact, high repetition-
rate femtosecond laser system for imaging and microsurgery of porcine vocal fold as a 
first step towards the development of an ultrafast l er-assisted method of treating scarred 
vocal folds in humans. These preliminary experiments show that large long-lasting sub-
surface voids can be created and that collagen fiber organization can be clearly resolved, 
all using laser conditions achievable in a miniaturized fiber-based probe. Future steps will 
include follow-up histology to investigate near-threshold ablation conditions and a 
systematic study of the maximum achievable ablation depth using endoscope-compatible 
laser parameters. The soft and pliable structure of healthy vocal fold make it a poor 
model for testing the effect of the voids on injection pressure and localization of 
injectables. The next phase of the study will incorporate animal scar models so that we 





Chapter 8: Conclusion 
As illustrated in the preceding chapters, femtosecond laser pulses achieve 
unrivaled microsurgical precision by developing extr mely high peak intensity with 
relatively low total pulse energy. Despite a wide range of clinical advantages and 
applications that have been identified in bench-top studies, clinical development of 
femtosecond laser microsurgery outside of ophthalmology has remained in its infancy. 
The lack of a means to flexibly deliver the high-inte sity laser light to areas of interest 
and guide it with suitable precision has constituted a serious hurdle to further clinical 
development. In response, this dissertation has detailed my research and development of 
the first fiber-coupled femtosecond laser microsurgery and microscopy probes. 
Using the enabling technologies of air-core photonic bandgap fibers and 
microelectromechanical scanning mirrors, we constructed an 18-mm diameter probe 
capable of delivering both amplified and unamplified femtosecond laser pulses for 
nonlinear optical imaging and cellular microsurgery. With this probe, we achieved the 
first known demonstration of femtosecond laser microsu gery through an optical fiber by 
ablating selected carcinoma cells within cell cultures and collagen tissue phantoms. In 
these studies, the precision of femtosecond laser microsurgery was shown to be preserved 
by ablating individual cells without damage to neighboring cells in contact with or 
superficial to the targeted cell. 
 For image guidance, imaging of benchmark microscopy samples demonstrated 
two-photon microscopy using average laser powers 2-4× lower than the current state-of-
the art nonlinear optical endomicroscopes, confirming the high combined excitation and 
collection efficiency of this probe design. Due to this efficiency, the imaging powers 
required for imaging fluorescently labeled cells with this probe were shown to be within 




Additionally, we developed a fast-displaying Lissajous image reconstruction 
technique which enables extraction of increased temporal resolution from slow-scanning 
Lissajous patterns without discarding any information from the conventional Lissajous-
scanned image. This technique reduces motion artifacts, allows for improved 
determination and tracking of the focal plane, and more efficiently utilizes laser exposure. 
All of which are beneficial for clinical microscopy applications. 
During development and testing of the 18-mm probe, s veral areas for 
improvement were identified. First, clinical utility of the probe depends on the ability to 
flexibly decouple the probe from the optical table, allowing the device to be delivered to 
the clinical site of interest. In the 18-mm probe, the separate mounting and collimation of 
the air-core fiber made this impractical. Secondly, the 18-mm diameter of the probe 
prevented access to many internal body locations, limiting its regions of application to 
surface tissues, some oral cavity locations, and some intraoperative sites. Third, the long 
16.4 µm axial focal length, due in large part to spherical aberration inherent in the GRIN 
objective lens, greatly degraded the imaging capabilities in dense samples such as tissue. 
To address these issues, we designed and constructed a second femtosecond laser 
microsurgery and microscopy probe with improved resolution and nearly half the 
diameter of the first probe. This probe also incorporated all of the elements into one 
package with all fibers and wires trailing back along the optical axis. As a result, the new 
9.6-mm diameter probe is sufficiently compact to all w access to the entire oral cavity 
and to the larynx, to a larger number of intraoperative sites, or to the colon through the 
insertion tube of a commercial colonoscope. 
During the design process, we identified the limiting aspects of the optical design 
including the aberrations inherent in various miniature objective lenses and the 
aberrations induced during off-axis scanning through miniature relay optics, and found 
ways to mitigate or eliminate both. Using computer aided lens design techniques, we 
created a diffraction-limited miniaturized probe design that utilized only two custom lens 




During testing of the 9.6-mm probe, we demonstrated axial resolution 
improvement of 40% to 9.92 µm, which proved to be sufficient to resolve collagen fiber 
bundles in rat tail tendon and stained nuclei in porcine vocal fold tissue. By utilizing 
second harmonic generation of collagen, the rat tail imaging was achieved using solely 
intrinsic sources of image contrast, demonstrating he potential for label-free image 
guidance with the 9.6-mm probe. 
As an alternative means for creating precise and targe ed cell death, we also 
provided preliminary demonstration of plasmonic laser nanosurgery through the 9.6-mm 
probe using the optical near-field enhancement of gold nanoparticles. This technique 
enables imaging and microsurgery of selected cells at greatly reduced laser irradiances, 
thus generating imaging contrast and therapeutic spe ificity at the same time. Using this 
technique, the laser systems used for imaging and therapy are combined, greatly reducing 
the ultimate cost, complexity, and size of the complete clinical system. By using 
molecularly targeted nanoparticles to provide therap utic specificity, the PLN technique 
eases the burden of precise surgical guidance and coul potentially simplify microsurgery 
in complex and delicate environments such as around neural tissue. 
This 9.6-mm probe design can access many clinical areas with the incorporation 
of a suitable outer housing and the design is easily modified to accommodate a side-
viewing orientation, rather than the current forward-viewing orientation, as required. 
Each clinical application, however, will have its own distinct requirements and will likely 
require its own specific probe design. 
To begin exploring specific clinical applications, we conducted a bench-top study 
of a new concept for the treatment of scarred vocal folds. This application presents an 
ideal niche for clinical development of femtosecond laser microsurgery because it 
presents a currently unsolved problem in which the ability to cut inside of tissue without 
cutting through tissue may uniquely enhance treatmen  efficacy. Using bench-top studies, 




beneath the epithelium of porcine vocal fold using a focused spot size, scanning speed, 
and pulse energy that are achievable with our general probe design.  
For this study, we also demonstrated that nonlinear optical imaging and 
microsurgery through optical breakdown could be achieved using a compact fiber laser 
source. This system is compact and robust to enable integration into a clinical 
environment and significantly cheaper than the chirped pulse amplification system used 
during our probe development. By operating at a high repetition rate (500 kHz), we 
achieved ablation speeds suitable to treat a totally scarred vocal fold in only a few 
minutes. Meanwhile, the pulse duration of the system is optimized to mitigate self-
focusing and self-phase modulation effects while maintaining a low ablation threshold of 
the sample. 
Further development of this application will require design and construction of a 
laryngeal probe capable of scanning ~ 3 mm × 10 mm areas at the sample and interfacing 
with the larynx in vivo for animal studies. For such large scanning areas, new scanning 
modalities will need to be explored, such as rotatinal scanning via micromotors. 
Meanwhile, improved packaging will be required to handle operation in a clinical 
environment. To ensure sufficient energy can be delivered, either metallization or 
elimination of the MEMS scanning mirror will also likely be required. 
Looking forward, endoscopic femtosecond laser microsu gery can be further 
developed towards a host of clinical applications. Based on the experience gained 
through the design and testing of our two microsurgery probes, a number of points have 
been identified that should be considered as development continues.  
Femtosecond laser sources remain the largest and most expensive element of a 
clinical femtosecond laser microsurgery system and re often the limiting factor in 
determining maximum deliverable laser energy and maxi um ablation speed. Future 
femtosecond laser microsurgery systems will benefit from utilizing amplified fiber laser 
systems, such as the one used in our vocal fold stuy. Such systems can provide 




speed, in comparison with CPA systems, while enablig practical nonlinear optical 
imaging with the same single laser source. In general, amplified fiber laser systems are 
significantly smaller and easier to maintain than CPA systems, making them better suited 
for clinical environments. Also, many amplified femtosecond fiber lasers generate pulses 
with durations slightly below 1 ps, which is desirable for minimizing nonlinear effects 
and GVD, while still enabling nonlinear optical imaging and optical breakdown with low 
pulse energy. Owing to the high repetition rate of these systems, the maximum pulse 
energy that can be delivered for microsurgery is lower than that for CPAs and may 
become the limiting factor in determining maximum microsurgical pulse energy at the 
sample. As a result, pulse pre-chirping of fiber laser systems, when required, should 
utilize prism-based pre-chirping systems which have much higher energy efficiency than 
grating-based systems, like the one used to characterize our three meter PBF. 
As we have shown, bio-conjugated nanoparticles can also be used for PLN, 
thereby enabling imaging and microsurgery with a single laser source as well. While we 
have demonstrated several advantages of this technique, most significantly to initiate cell 
death at laser powers that are safe for unlabeled cells, linical development of PLN will 
face additional hurdles associated with labeling specificity, particle delivery, and federal 
regulatory clearance that are unique to nanoparticle-based treatments. 
For the optical system, designing for a moderate eff ctive numerical aperture 
(~0.5 – 0.75) for the objective lens is desirable, keeping in mind that it is the total optical 
system rather than simply the objective lens that determines the effective NA. Low 
effective NAs require larger pulse energies for ablation that can be difficult to deliver 
through single-mode air-core fibers, can lead to self-focusing, and, when nonlinear 
optical imaging is used for guidance, can degrade axial resolution to the point that tissue 
imaging becomes impossible. To achieve very high NAs, however, the maximum FOV 
must be sacrificed as limited by the number of resolvable spots of the scanning device 




Furthermore, smaller spot sizes require slower scanning speeds if continuous ablation is 
desired. 
Within the optical system, care needs to be taken to avoid utilizing the full 
aperture of GRIN lenses to maintain optimum beam quality. Bench-top testing of 
commercially available miniature objective lenses confirmed that GRIN lenses introduce 
a significant amount of spherical aberration when their full apertures are used. While we 
avoided this source of aberration in the objective of our 9.6-mm endoscope, we still 
encountered aberrations that likely arose from the 0.50 mm diameter GRIN collimating 
lens. Future devices will need to employ larger diameter, larger NA GRIN collimating 
lenses or small diameter (~2 mm) aspheric lenses, either of which will increase the 
diameter of the collimating assembly. Revised assembly techniques should also be 
developed to eliminate excess epoxy degrading beam quality and energy transmittance, as 
experienced in our 9.6-mm probe. 
Lastly, as previously mentioned, future devices based around MEMS mirror 
scanning should utilize a thin aluminum coating on the active surface of the MEMS 
mirror to boost reflectivity. In contrast to using longer lengths of PBF with increased 
microsurgery pulse pre-chirping, which necessitates a trade-off between maximum 
microsurgery and imaging laser energies, metallic coated MEMS mirrors can bolster the 
transmitted energy of both laser systems by 300% at NIR wavelengths without adding 
significant cost or complexity to the optical system.  
Alternatively, the MEMS mirror may ultimately be eliminated for some 
applications. For applications requiring delivery through the accessory channel of a 
commercial endoscope, further miniaturization to a diameter below 5 mm is necessary. 
Even with the minimal footprint of the PCB used to m unt the MEMS mirror in the 9.6-
mm diameter design, the diameter required to package the MEMS mirror alone exceeds 5 
mm. As a result, future femtosecond laser microsurgery probes designed for accessory 
channel delivery should be built around an alternate means of beam scanning, such as a 




applications of the inner ear or entry through the nasal passages. Such systems have the 
benefit of eliminating reflective losses from silicon scanning mirrors and have shown 
strong performance as imaging-only endomicroscopes [138-140]. 
Lastly, for some applications, nonlinear optical imaging may not be the 
appropriate means of surgical guidance. For applications of bone ablation, for example, 
laser-induced breakdown spectroscopy may provide a spectral “fingerprint” elucidating 
whether the material being ablated is bone or soft tissue, while OCT might provide 
accurate feedback regarding the depth and surface quality of ablation. Even when 
microscopic surgical guidance is required, the two-ph ton fluorescent signal from most 
intrinsic tissue fluorophores is so weak that effective imaging with fiber-coupled probes 
proves quite difficult. Since the introduction of exogenous contrast agents such as 
fluorescent dyes or metal nanoparticles is not always practical, future applications should 
also pursue alternative imaging technologies such as NIR reflectance confocal 
microscopy and OCT as other means of image guidance. 
Based on the results of this body of work, fiber-optic femtosecond laser 
microsurgery is not only feasible but can occupy a unique place among clinical 
microsurgery techniques. The enabling technologies, including the laser sources, fiber 
optics, and scanning devices, continue to develop, which will expand the capabilities of 
the microsurgical endoscopes and probes while decreasing their cost. Meanwhile, new 
clinical applications continue to be identified that t ke advantage of the unique properties 
of ultrafast laser optical breakdown to provide trea ment options that are otherwise 
impossible. With these initial niche applications, fiber-optic femtosecond laser 
microsurgery can gain entry into the operating room, paving the way for clinical 
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